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Executive  Summary 


Infrared  radiation  is  provided  by  a  ceramic  broadband  IR  source. 
Detection  is  accomplished  using  a  thermoelect rically-cooled  PbS 
detector.  Prior  to  being  focused  on  the  detector,  the  radiation  is 
filtered  through  one  of  four  dielectric  bandpass  filters  (mounted  on  a 
rotating  filter  wheel),  which  define  four  wavelength  channels.  The 
primary  channel  passes  wavelengths  that  are  capable  of  being  absorbed  by 
HCl  and  water  vapor.  The  secondary  channel  responds  only  to  water  vapor 
and,  thus,  is  intended  to  allow  the  subtraction  of  water  vapor 
absorption  from  the  primary  channel.  The  remaining  two  channels  serve 
as  references,  to  correct  for  baseline  transmission  changes  in  the  White 
cell.  The  present  detection  limit  of  the  sensor  is  approximately  1  ppm 
for  HCl  and  0,06%  for  water  vapor,  at  a  data  collection  rate  of  1  Hz. 

In  addition  to  the  sensor  itself,  the  system  also  contains  a  data 
telemetry  system  that  allows  the  sensor  to  be  remotely  controlled  and 
interrogated  by  a  radio  base  station.  A  transceiver  is  installed 
directly  into  the  sensor  and  is  interfaced  with  the  microprocessor  that 
regulates  the  sensor  operation.  A  PC-interfaced  radio  base  station 
that  contains  the  software  required  to  operate  the  base  station  is  also 
included  in  the  package.  It  is  capable  of  remotely  starting  the  sensor, 
collecting  and  storing  data  from  it,  and  plotting  that  data  in  a  real¬ 
time  format.  Finally,  the  sensor  package  also  includes  a  calibration 
system  that  can  be  used  to  calibrate  the  sensor  both  in  the  field  and  in 
the  laboratory. 

In  this  report,  the  principle  of  operation  of  the  sensor  system  is 
described,  as  well  as  the  construction  of  the  individual  sensor 
components.  Operating  procedures  for  the  sensor  and  for  the  calibration 
system  are  also  provided.  Finally,  a  comprehensive  electronic  and 
mechanical  system  design  manual  is  provided  with  the  report.  These 
contain  the  necessary  drawings  and  schematics  to  reproduce  additional 
sensor  units. 
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SECTION  I 


INTRODUCTION 


A.  OBJECTIVE 

The  objective  of  this  project  was  to  develop  a  nondispersive 
infrared  (IR)  gas  sensor  capable  of  detecting  and  quantifying  gaseous 
HCl  emitted  during  the  launch  of  rockets  using  solid  propellants.  To 
satisfy  the  practical  requirements  of  this  application,  the  sensor  must 
be  capable  of  unmanned  field  operation,  remotely  addressable,  field 
calibratable,  and  able  to  measure  low  concentrations  (1  ppm)  of  HCl  at 
relatively  rapid  rates. 


B .  BACKGROUND 


The  United  States  space  program  requires  the  use  of  large  launch 
vehicles  such  as  the  Space  Shuttle.  Most  of  these  launch  vehicles  use 
solid  rocket  motors  (SRM)  that  employ  ammonium  perchlorate  as  aft 
oxidizer.  During  a  launch,  the  SRMs  release  an  exhaust  cloud  that  is  a 

dynamic  mixture  of  water,  hydrogen  chloride  (HCl),  aluminum  oxide 

■ 

(AI2O3) ,  and  aluminum  chloride  (AICI3)  (Reference  1) .  HCl  generation  is 
of  great  concern  because  of  potentially  adverse  effects  on  the 
surrounding  ecosystem.  At  Vandenberg  Air  Force  Base,  CA  (VAFB) ,  HCl 
deposition  from  the  exhaust  cloud  may  affect  surrounding  farms  that 
produce  flowers  and  vegetables.  Accurate  measurements  of  the  exhaust 
cloud  properties  is  vital  for  assessing  and  minimizing  environmental 
impacts.  The  requirements  for  HCl  control  technology  will  largely  be 
derived  from  monitoring  the  exhaust  products  during  the  postlaunch 
period.  Additionally,  the  efficiency  of  control  technology  cannot  be 
assessed  without  reliable  instrumentation  located  in  the  exhaust  path. 
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The  postlaunch  phase  is  critical  for  flight  crews  and  launch-pad 
personnel.  A  hazardous  environment  is  created  near  the  pad  by  the 
tremendous  exhaust  expelled  by  the  departing  vehicle.  Seconds  after  the 
launch,  the  cloud  begins  to  rain  HCl  in  its  downwind  path.  The  launch- 
pad  area  undergoes  a  dynamic  process  of  HCl  rain-out,  followed  by 
periods  of  revolatilization  of  the  hazardous  vapors.  Launch  control 
personnel  located  within  500  feet  of  the  pad  must  await  the  dissipation 
of  the  HCl  cloud,  a  process  totally  dependent  on  the  existing 
meteorological  conditions.  Accurate  real-time  measurements  are  needed 
before  the  environment  can  be  considered  safe  for  entry  by  ground  crews 
for  postlaunch  activities. 

This  project  was  initiated  to  support  space  vehicle  launch 
activities  at  VAFB,  when  VAFB  was  being  considered  as  a  potential  launch 
site  for  the  Space  Shuttle.  VAFB  is  a  unique  space  launch  facility  that 
provides  a  range  of  launch  azimuths.  Located  approximately  140  miles 
north  of  Los  Angeles,  California,  VAFB  permits  launch  azimuths  of  158  to 
201  degrees  to  allow  insertion  of  space  vehicles  for  polar  orbits 
(Reference  2)  .  Because  of  its  uniqueness,  VAFB  is  crucial  to  the  Air 
Force’s  space  mission.  To  ensure  the  future  of  Vandenberg  as  a  launch 
site,  environmental  impacts  of  both  current  and  future  systems  must  be 
accurately  assessed.  Research  into  pollutant  monitoring  and  control 
technology  is  vital  to  the  environmental  protection  program  at  VAFB. 
Space  systems  currently  proposed  for  deployment  at  VAFB  are  the  Heavy 
Lift  Vehicle  and  the  Expendable  Lift  Vehicles,  both  of  which  require  an 
extensive  environmental  support  mission. 

Modelling  of  the  meteorological  properties  of  the  cloud  is 
essential  to  the  environmental  impact  analysis  of  these  launch  systems. 
Without  physical  and  chemical  data,  the  predictions  of  far-field 
concentrations  derived  from  an  atmospheric  dispersion  model  are 
uncertain:  a  model  can  only  be  verified  for  application  through  actual 
measurements.  An  integral  part  of  the  VAFB  environmental  program  is  the 
modelling  of  chemical  and  physical  properties  of  the  exhaust  plume  and 
subsequent  transport  by  prevailing  winds.  The  modelling  program  will  be 
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greatly  aided  by  the  ability  to  measure  the  HCl  concentration  of  the 
dispersing  exhaust  cloud. 

The  generation  of  HCl  was  identified  as  a  major  environmental 
concern  during  the  development  of  these  large  launch  vehicles.  However, 
there  was  a  general  lack  of  available  equipment  for  use  in  monitoring 
the  HCl  content  of  the  rocket  exhaust  cloud  (Reference  3) .  Environmental 
monitoring  required  an  instrument  capable  of  measuring  HCl 
concentrations  within  2000  feet  of  the  launch  pad,  as  well  as  distances 
up  to  9  miles  in  the  downwind  direction  of  the  launch  area  (Reference 
4)  .  Remote  operation  was  paramount  since  the  instrument  would  be 
operated  in  the  rocky  and  harsh  VAFB  terrain,  which  rises  from  sea  level 
to  over  2100  feet  in  elevation.  Furthermore,  the  ideal  instrument  would 
have  an  internal  power  supply  so  it  could  function  in  areas  of  limited 
road  and  power-line  access.  Finally,  radio-controlled  operation  was 
desirable  for  data  acquisition  and  transmission  from  downwind  areas. 

Although  the  system  described  in  this  manual  was  designed 
specifically  to  support  the  space  mission  at  VAFB,  it  has  numerous 
potential  applications  where  chemical  sensing  is  required  over  long 
distances.  The  sensor  head  can  be  adapted  to  measure  other  infrared 
absorbing  gases  and  provide  a  surveillance  system  to  ensure  accurate 
detection  of  contaminants. 

Many  different  techniques  exist  for  the  detection  of  hazardous 
gases:  electrochemical  transducers,  chemiluminescence  methods,  surface- 
chemistry  processes,  flame-ionization  detection,  and  dispersive  and 
nondispersive  IR  absorption,  to  name  a  few.  The  choice  of  technique 
depends  primarily  on  the  gas  of  interest  and  the  environment  in  which 
the  sensor  must  operate.  Air  Force  HCl  measurement  requirements 
generally  exceed  the  measurement  capabilities  of  available  HCl  sensors. 
Consequently,  as  part  of  an  HCl  sensor  assessment  and  development 
program,  the  Air  Force  Engineering  and  Services  Center  (AFESC)  asked  the 
Lawrence  Livermore  National  Laboratory  (LLNL)  to  investigate  the 
possibility  of  using  the  technology  developed  in  our  field-deployable  IR 
gas  sensor  systems  to  monitor  the  HCl  concentrations  of  launch-vehicle 
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exhaust  clouds.  The  LLNL  has  two  field-deployable  IR  gas  sensor  systems 
in  operation  at  various  locations.  One  is  a  fast-response  CO2  sensor, 
capable  of  resolving  atmospheric  CO2  fluctuations  as  small  as  0.1  ppm 
(Reference  5)  The  other  system  is  a  radio-controlled  and  interrogated 
sensor  used  to  measure  methane  and  ethane-plus-propane  vapors  downwind 
of  large  liquified  natural  gas  (LNG)  spill  tests  (Reference  6) .  The  LLNL 
was  requested  to  combine  the  appropriate  technologies  from  each  of  these 
two  IR-gas  sensor  systems  into  a  field-deployable,  fast-response,  radio- 
controlled  and  interrogated  HCl  gas  measurement  system  with  a  minimum 
sensitivity  of  200  ppb. 


C.  APPROACH 


The  technique  of  gas  detection  by  dispersive  IR  absorption  is  shown 
schematically  in  Figure  1.  The  radiation  from  an  IR  source  is  collected 
by  an  optical  system,  directed  through  a  sample  volume  and  some  form  of 
spectral  dispersion  mechanism,  then  focused  onto  an  IR  detector.  The 
dispersive  mechanism  must  separate  the  IR  radiation  into  at  least  two 
different  spectral  intervals  (or  bands)  -  a  reference  band  and  a  sample 
band.  This  may  be  done  either  before  or  after  the  IR  radiation  passes 
through  the  sample  volume.  The  sample  band  is  chosen  to  correspond  with 
a  spectral  region  in  which  the  gas  strongly  absorbs.  Consequently,  with 
no  gas  present,  the  IR-detector  signal  represents  a  transmissivity  o^ 
1.0.  As  gas  is  introduced  to  the  sample  volume,  the  transmissivity  is 
reduced  in  proportion  to  the  concentration  of  the  gas.  The  reference 
band,  on  the  oth^r  hand,  is  chosen  to  be  unaffected  by  the  presence  of 
the  gas.  The  purpose  of  the  reference  signal  is  to  account  for  all 
effects  other  than  the  presence  of  the  gas  (electronic,  mechanical, 
thermal)  that  may  cause  the  sample  signal  to  vary. 

The  absorption  of  IR  radiation  by  molecular  gases  is  a  well- 
understood  process.  For  short  path  lengths  and  low  gas  concentrations, 
operation  is  in  the  weak-line  absorption  region  where  Beer’s  law 
applies.  If  T  is  the  IR-radiation  transmittance  (0  <x<  1.0)  and  L  is 
the  optical  path  length  of  the  sample  volume,  then  Beer’s  law  may  be 
written  as 
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(1) 


“Int/L  =  kiCi  +  k2C2  +  .  .  .  +  kiCi 

where  ki  represents  the  band-integrated  absorption  coefficient  and  Ci 
the  concentration  of  the  gas  species  which  absorbs  in  the  sample  band. 
There  will  be  an  Equation  (1)  for  each  sample  band  used.  The  band- 
integrated  absorption  coefficients  (ki)  are  generally  determined  by 
supplying  accurately  known  gas  concentrations  for  each  of  the  i 
absorbing  gases  to  the  sample  volume  and  recording  the  resulting  values 
of  the  transmissivity  (T) .  Because  of  the  linear  relationship  between 
concentration  and  the  natural  logarithm  of  transmissivity  in  the  weak- 
line  absorption  region,  the  sensor  may  be  calibrated  by  obtaining  a 
single  data  point. 


Requires  at 
least  2 

spectral  bahds 


Reference— Unaffected  by  gas 
band  pass  absorption,  accounts  for 
electronic,  mechanical 
and  thermal  variations 
Sample— Strong  absorption  by 
band  pass  gas(es)  of  interest 


Figure  1.  Gas  Detection  by  Dispersive  Infrared  Absorption. 

for  each  gas.  By  proper  spectral  positioning  of  N  sample  bands,  one  may 
measure  the  concentrations  of  N-1  different  gases  with  the  dispersive 
IR-absorption  technique.  The  additional  sample-band  required  is  the 
reference  band  and  the  transmissivity  used  in  Equation  (1)  is  actually 
the  ratio  of  the  sample  band  and  reference-band  transmissivities. 
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At  higher  concentrations  and/or  longer  optical  path  lengths,  the 
absorption  process  shifts  to  the  strong-line  absorption  region  where 
Beer's  law  no  longer  applies.  In  this  region,  the  concentration- 
transmission  relationship  is  best  expressed  by 

-lnx/(L)l/2  =  kiCi^/2  +  k2C2^^2  +  ...  +  (2) 

Calibration  of  dispersive  IR  sensors  operating  in  the  strong-line 
absorption  region  requires  several  concentration  data  points  to 
accurately  describe  the  response  function.  More  sophisticated 
concentration-transmissivity  relationships  are  required  for  sensors 
operating  in  both  the  weak-  and  strong-line  absorption  regions. 
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SECTION  II 


INSTRUMENT  DESCRIPTION 


A.  SPECTRAL  CHARACTERISTICS 


The  AFESC  prototype  HCl  sensor  utilizes  four  bands  in  the  3  to  4  |im 
spectral  region^  making  it  sensitive  to  HCl,  H2O,  and  CH4  vapors.  The 
H2O  and  CH4  sensitivity  exists  because  both  of  these  gases  absorb  IR 
radiation  in  the  optimum  HCl-absorption  region.  A  literature  search  of 
solid  rocket  motor  exhaust  product  data  was  conducted  as  part  of  the  HCl 
sensor  development  project.  A  slight  increase  (1  to  2  ppm)  in  the  total 
hydrocarbons  from  the  ground  cloud  of  ATLAS  launches  has  been  reported 
(Reference  7)  .  However,  there  is  no  indication  as  to  what  fraction  of 
this  increase  was  due  to  methane  alone  (typical  ambient  levels  for  CH4 
are  about  1  to  3  ppm)  .  Since  the  CH4  concentration  should  not  change 
appreciably  during  a  launch,  its  prelaunch  value  is  assumed  constant 
throughout  the  launch.  There  is  also  the  possibility  of  interference  by 
water  vapor  (H2O) ,  since  it  appears  to  have  a  weak  continuum  absorption 
throughout  the  near  IR  region.  Because  large  amounts  of  water  are 
injected  into  the  SRM  exhaust  for  cooling  and  sound  suppression, 
sizeable  H2O  concentration  fluctuations  are  expected  during  the  post¬ 
launch  period.  Consequently,  the  H2O  concentration  is  measured  by  one  of 
*>■ 

the  other  bands.  The  two  remaining  bands  are  used  for  reference  levels 
and  to  account  for  aerosol  effects. 

The  optimum  HCl-filter  bandpass  was  determined  by  superimposing  a 
typical  IR-interf erence  bandpass  on  a  calculated  HCl  spectrum  and 
adjusting  the  filter  half-width  and  center  wavelength  until  the  maximum 
absorption  resulted.  Appropriate  molecular  data  were  obtained  from  the 
Air  Force  Geophysics  Laboratory  Trace  Gas  Absorption  Parameter  tape 
(Reference  8)  and  the  HCl  absorption  spectrum  was  calculated  using  a 
high  resolution  line-by-line  computer  code  developed  at  LLNL.  The  HCl 
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transmission  spectrum  for  a  concentration  of  1000  ppm  and  a  path  length 
of  10  m  at  ambient  temperature  and  pressure  is  shown  in  Figure  2.  These 
calculated  values  agree  well  with  published  HCl-absorption  data.  .The 


Wavenumber  (crrr^) 


Figure  2.  HCl  Transmission  Spectrum. 

line  pairs  of  Figure  2  are  due  to  the  two  isotopes  of  HCl  (molecular 
weight  =*  35  &  37)  that  occur  in  a  natural  abundance  of  75  and  25 
percent,  respectively.  The  optimum  filter  bandpass  was  found  to  be 
centered  at  3.405  |im  and  to  have  a  full  width  at  the  half  maximum 
transmission  point  of  0.0465  |lm.  The  calculated  optimum  filter  bandpass 
and  the  calculated  HCl  absorption  spectrum  are  shown  in  Figure  3. 
Infrared  Industries,  Inc.  (Orlando,  FL)  was  contracted  to  fabricate  a 
filter  that  matched  (as  closely  as  possible)  the  optimum  HCl  filter 
characteristics.  The  two  sets  of  filters  fabricated  for  evaluation  are 
shown  in  Figure  4,  along  with  the  optimum  HCl  filter.  The 
characteristics  of  the  final  four  filters  used  in  the  AFESC  prototype 
sensor  are  listed  in  Table  1. 
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Transmission 


Wavelength  (^) 


Figure  3. 


HCl  R-Branch  Absorption  and  the  Optimum  Filter 
Bandpass. 


Figure  4 . 


The  Optimum  Filter  Bandpass  and  the  Bandpasses  of  the 
Filters  Actually  Produced  (From  Filter  sets  1  and  2) . 


TABLE  1,  PROTOTYPE  HCl  SENSOR  FILTER  CHARACTERISTICS 


Detectable  gas(es)  H2O  HCl^  H2O,  CH4  Ref.  Ref. 
Center  wavelength  (fiin)  3.1600  3.3996  3.7095  4.0318 
Bandwidth  (FWHM  -  \Xm)  0.0250  0.0435  0.0289  0.0444 


B.  GENERAL  INSTRUMENT  LAYOUT 

The  prototype  HCl  sensor  system  shown  in  Figure  5  consists  of  four 
major  subsystems:  the  sensor  head,  the  sensor  electronics  unit  (SEU), 
and  the  remote  and  central  data  acquisition  stations  (RDAS  and  CDAS) . 
The  sensor  head  contains  all  the  optical  hardware  used  to  make  the 
infrared  absorption  measurement.  Its  operation  is  controlled  by  the 
sensor  electronics  unit,  which  provides  power  to  the  head  and  is 
responsible  for  the  collection  and  processing  of  the  infrared  absorption 
data.  Those  data  are  then  passed  to  the  remote  data  acquisition  station 
(a  radio  transmitter) ,  then  transmitted  to  the  central  data  acquisition 
station  (a  central  radio  base  station  linked  to  a  personal  computer) . 
The  first  three  components  are  incorporated  into  the  fieldable  sensor 
unit.  Ultimately,  many  of  these  units  can  be  deployed  in  the  field  to 
form  a  sensor  array.  During  a  launch,  each  of  these  units  will  transmit 
its  measurements  by  radio  to  the  CDAS. 

In  terms  of  actual  physical  structure,  the  fieldable  portion  of  the 
sensor  consists  of  four  modules:  the  sensor  head,  a  main  chassis  that 
contains  the  SEU  and  the  RDAS,  a  battery  box  that  contains  the  power 
supplies  for  the  sensor,  and  a  pump  chassis  that  provides  cooling  water 
to  the  sensor  head.  The  following  sections  provide  a  general  discussion 
of  each  of  the  system  components.  A  detailed  set  of  mechanical  drawings 
of  all  parts  accompanies  this  manual.  Similarly,  a  complete  set  of 
electronic  schematics  is  also  provided.  More  specific  information 
regarding  the  construction,  of  the  components  is  given  in  the  Appendices. 
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Figure  5.  Block  Diagram  of  the  Major  Components  of  the  Sensor 
System. 


C.  SENSOR  HEAD 


A  photograph  of  the  prototype  HCl  sensor  head  is  shown  in  Figure 
6.  The  broadband  IR  radiation  emitted  by  the  source  unit  is  collimated 
by  a  lead-silica  (Corning,  9454)  lens,  and  directed  into  a  three-mirror,* 
off-axis  White  cell  (Reference  5),  open  to  the  environment.  After  the 

desired  number  of  passes  through  the  optical  sample  cell,  the  IR  beam  is 

*>' 

collected  by  another  lens  and  focused  onto  a  PbSe  detector.  The  four 
bandpass  filters  are  mounted  on  a  rotating  wheel,  which  sequentially 
inserts  each  filter  into  the  optical  path  in  front  of  the  detector.  The 
filter  wheel  rotates  at  60  revolutions  per  minute,  providing  a  system 
response  time  of  one  second.  The  signals  are  amplified  and  conducted  to 
the  sensor  electronic  unit  for  processing  and  digitization.  Each  of  the 
major  components  of  the  sensor  head  is  described  below: 
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Figure  6.  Photograph  of  the  Prototype  Sensor  Head. 

1.  IR  SOURCE  UNIT 


The  purpose  of  the  IR  source  unit  is  to  produce  a  stable, 
broad-band  source  of  IR  radiation  as  efficiently  as  possible.  A 
cross-section  of  the  IR  source  unit  used  in  the  AFESC  prototype 
HCl  sensor  is  shown  in  Figure  7.  The  IR  source  element  is  a 
machinable  ceramic  material  (Cotronics  902)  supported  by  an 
insulating,.,  material  (Dow  Corning  SEACOR)  within  a  metallic 
housing.  The  heated  end  of  the  Cotronic  902  (C902)  element  is 
threaded  (96  threads/in)  to  a  depth  of  0.005  inch  to  facilitate 
wrapping  and  separation  of  the  0.005-inch  diameter  platinum  wire. 
A  heavier  guage  wire  is  welded  to  the  platinum  wire  at  the  base  of 
the  C902  element  to  confine  the  ohmic  heating  to  the  threaded 
region.  A  shallow,  conical  hole  is  machined  in  the  end  of  the 
element  to  increase  the  apparent  emissivity.  The  platinum  wire  is 
covered  with  a  high  temperature,  zirconia-base  ceramic  adhesive  to 
further  confine  the  heat  to  the  end  of  the  C902  element.  The 
SEACOR  insulation  is  machined  to  hold  the  C902  element  on 
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centerline  and  at  the  desired  distance  from  the  water-cooled 


copper  aperture  stop.  The  SEACOR  is  then  pressed  into  an  aluminum 

,  T  .4  ,  Water-cooled 

sleeve  and  glued  in  place. 

copper 


Visible 

source 

element 


The  external  housing  for  the  IR  source  element  consists  of  a 
copper  aperture  stop  bolted  to  an  aluminum  cylinder.  The  inner 
diameter  of  the  aluminum  housing  is  machined  for  a  snug  fit  to  the 
aluminum  sleeve  of  the  IR  source  element.  After  an  initial 
alignment/  the  source  housing  may  be  locked  into  place  in  the 
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sensor  head  (see  Figure  6) ,  With  this  design^  IR  source  elements 
may  be  replaced  in  the  field  with  little  effect  on  the  optical 
alignment  of  the  sensor.  The  IR  source  element  is  easily  replaced 
with  a  visible  source  element  to  aid  in  the  alignment  of  the 
optical  sample  cell  mirrors.  The  visible  source  element  consists 
of  an  optical  fiber  mounted  in  a  cylindrical  aluminum  block  to 
position  the  end  of  the  fiber  in  the  IR  source  assembly  at  the 
same  location  as  the  end  of  the  IR  source  element.  A  picture  of 
the  IR  source  element ;r  IR  source  element  housing,  and  the  visible 
source  element  is  shown  in  Figure  8. 

The  aperture  stop  of  the  IR  source  assembly  produces  an  f/2 
beam  that  just  fills  the  source  collimating  lens.  The  water  flow 
required  to  cool  the  copper  aperture  stop  is  minimal  (100  cc/min) . 
The  output  power  of  the  source  is  maintained  at  a  constant  level 
by  a  closed-loop  high-gain  feedback  circuit.  The  source  operates 
at  1.4  amperes  and'  4.5  volts  (6.3  watts),  which  produces  an 
element  temperature  of  about  600*  C.  The  total  output  radiant 
power  in  the  f/2  beam  is  0,05  watt  for  an  overall  efficiency  of 
0.8  percent.  This  design  is  about  twice  as  efficient  as  the  source 
used  in  the  LLNL  CO2  sensor  (Reference  5) . 

2.  Optical  Sample  Cell 

The  optical  sample  cell  is  an  open-path  gas-sample 
arrangement  capable  of  from  4  to  24  passes,  in  steps  of  four.  Each 
pass  represents  an  absorption  path  length  of  20  cm,  giving  the 
sample  cell  a  maximum  optical  path  of  4.8  meters.  The  optical 
arrangement  consists  of  three  borosilicate  glass,  gold-coated 
front-surface  mirror  elements,  each  with  a  radius  of  curvature  of 
20  cm  (see  Figure  9) .  The  larger  mirror  element  (Figure  9a,  top) 
is  mounted  to  an  aluminum  plate  that  has  been  drilled  with  two 
holes  to  coincide  with  the  lens  apertures.  The  two  smaller  mirror 
elements  (Figure  9a,  bottom)  are  mounted  on  a  flat  aliiminum  plate 
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(a).  (b) 


Figure  9.  The  Optical  Sample  Cell  Assembly. 
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supported  at  the  opposite  end  of  the  cell  from  the  lens  aperture 
plate  by  three  0.5-inch  diameter  aluminum  rods.  The  plate  to  which 
the  larger  mirror  is  attached  is  also  mounted  on  these  rods.  The 
spacing  between  this  plate  and  the  main  canister  housing  the 
source  and  electronics  (see  Figure  6)  provides  an  area  into  which 
the  quartz-field  calibration  cells  can  be  placed.  A  special  holder 
for  these  cells  is  mounted  where  the  optical  path  passes  through 
this  gap  enroute  to  the  detector.  The  two  mirror  plates  are 
separated  so  that  the  inboard  and  outboard  mirror  surfaces  are  20 
cm  apart.  Our  goal  was  to  develop  an  optical  sample  cell  with 
inexpensive  mirrors  that  may  be  easily  replaced  and  realigned  in 
the  field.  This  approach  is  preferable  to  trying  to  design  a 
permanent^  essentially  indestructible  optical  unit. 

The  installation  and  alignment  of  the  mirrors  in  the  optical 
sample  cell  are  quite  simple.  Pins  are  used  to  align  the  holes  in 
the  inboard  mirror  with  the  collimating  lens  apertures,  and  the 
mirror  is  clamped  to  the  lens-aperture  plate.  This  is  a  fixed 
mounting  and  requires  no  further  adjustment.  The  Number  1  outboard 
mirror  (Figure  6)  is  also  a  fixed-mount  mirror,  positioned  by  two 
guide  pins  and  the  vertical  spacebar  that  separates  the  Number  1 
and  Number  2  outboard  mirrors.  The  Number  2  outboard  mirror  is 
held  flat  to  the  outboard  mirror  plate  and  is  adjustable  in  the 
horizontal  and  vertical  directions.  This  is  the  only  adjustment 
necessary  to  select  the  number  of  passes  and  to  optimize  the  IR 
source  thrdlighput  of  the  optical  sample  cell. 

The  horizontal  plane  containing  the  optical  axis  of  the  two 
outboard  mirrors  is  0.5  inches  lower  than  the  horizontal  plane 
containing  the  optical  axis  and  aperture  centers  of  the  inboard 
mirror.  This  produces  an  off-axis  White  cell  (Reference  9) 
arrangement  allowing  for  up  to  24  passes  of  the  sample  region  for 
this  particular  lens  separation  distance.  A  20-pass  alignment  of 
the  optical  sample  cell  is  shown  in  Figure  9b.  The  collimated 
light  enters  the  optical  sample  cell  through  the  aperture  at  the 
upper  left  side  of  the  inboard  mirror  and  is  collected  by  the 
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number  1  outboard  mirror.  The  image  of  the  entrance  aperture  is 
focused  back,  onto  the  inboard  mirror  as  the  right-hand  spot  in  the 
lower  row  of  spots.  The  image  of  this  spot  (lower  right),  focused 
by  the  number  2  outboard  mirror  back  to  the  inboard  mirror,  is  the 
spot  just  to  the  right  of  the  entrance  aperture  in  the  upper  row 
of  spots.  The  successive  transfer  of  the  spot  images  by  the  two 
outboard  mirrors  follows  a  zig-zag  pattern  that  moves  from  right- 
to-left  in  the  upper  row.  In  the  arrangement  shown  here,  the 
number  2  outboard  mirror  is  adjusted  so  that  the  10th  spot  passes 
through  the  exit  aperture  of  the  inboard  mirror.  Each  spot 
represents  an  absorption  path  length  equivalent  to  twice  the 
separation  distance  of  the  inboard  and  outboard  mirrors  (40  era)  . 
The  optical  sample  cell  arrangement  of  Figure  9b  produces  an 
absorption  path  of  4.0  meters.  In  the  24-pass  configuration  (4.8- 
meter  absorption  path)  ,  the  12  spots  on  the  inboard  mirror  are 
tangent  to  each  other. 

Several  sets  of  mirrors  were  fabricated  to  loose  tolerances. 
We  found  that  the  mirror  elements  could  be  replaced  (totally  or 
partially),  and  realigned  in  less  than  20  minutes.  Once  the  mirror 
elements  are  locked  in  place,  the  throughput  of  the  optical  sample 
cell  appears  to  only  be  affected  by  degradation  of  the  mirror 
surfaces . 

3.  Filter  Wheel  Assembly 

*• 

During  operation,  the  four  IR-bandpass  filters  are 
sequentially  passed  through  the  IR  source  beam  before  it  is 
focused  onto  the  PbSe  detector  (see  Figure  6) .  The  four  filters 
are  mounted  on  an  aluminum  wheel  assembly,  which  also  momentarily 
blocks  the  beam  between  the  IR  source  and  the  source  collimating 
lens,  and  provides  the  synchronization  pulses  necessary  for  signal 
processing.  A  photo  of  the  filter  wheel  is  shown  in  Figure  10. 
Each  filter  is  a  quarter  segment  of  a  1-in  diameter  filter  which 
has  been  glued  at  90-degree  intervals  on  a  3.0-inch  diameter 
circle  on  the  wheel.  Four  chopper  blades  are  positioned  on  a  4.25- 
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Figure  10.  The  Filter  Wheel  Assembly. 


inch  diameter  circle.  The  surfaces  of  the  chopper  blades  have  been 
polished  to  reflect  the  blocked  IR  source  beam  back  to  the  water- 
cooled  aperture  stop,  thereby  reducing  the  heating  of  the  filter 
wheel.  Twelve  timing  slots  are  located  on  a  1-inch  diameter  circle 
on  the  wheel.  The  timing  signals  are  generated  by  an  LED-photocell 
unit  positioned  so  that  the  LED  light  beam  periodically  passes 
through  the  timing  slots  as  the  filter  wheel  rotates.  The  filter 
wheel  is  rotated  at  60  rpm  by  a  stepping  motor.  The  location  of 
the  axis  of  rotation  of  the  wheel  is  such  that  the  filters  pass 
through  the  IR  beam  at  the  detector  side,  but  not  at  the  source 
side.  The  relative  position  of  each  chopper  blade  is  such  that  it 
blocks  the  IR  source  beam  during  the  last  half  of  the  filter 
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residence  time  in  the  beam  at  the  detector  side.  The  timing  slots 
are  located  to  provide  signals  that  correspond  to  the  open  and 
blocked  position  of  each  filter  as  it  passes  through  the  IR  beam. 

The  filter  wheel  rotates  counterclockwise  as  viewed  in 
Figure  10.  The  first  of  each  group  of  three  timing  slots 
announces  the  arrival  of  the  filter.  The  second  slot  corresponds 
to  the  point  at  which  the  filter  is  halfway  through  its  passage  of 
the  IR  beam  at  the  detector  side  of  the  optical  path.  The  third 
slot  corresponds  to  the  arrival  of  the  trailing  edge  of  the 
filter.  The  extra-wide  slot  in  the  group  of  three  at  the  bottom  of 
Figure  10  provides  a  unique  once-per-revolution  signal  as  a  check 
on  the  proper  sequence  of  the  filter  signals. 

4.  Detector 

The  variations  in  the  intensity  of  the  IR  beam  due  to 
absorption  and  blockage  of  the  source  are  monitored  by  a  1-mm 
square  lead  selenide  (PbSe)  detector  selected  to  have  a 
detectivity  greater  than  2.5  x  10^^  cm  Hz^/2  The  detector 
temperature  is  maintained  at  -35 'C  with  a  two-stage  thermoelectric 
cooler.  The  detector  and  cooler  are  packaged  in  a  TO-3  type 
container,  which  is  attached  to  a  water-cooled  copper  heat  sink. 
The  complete  unit  is  mounted  on  an  adjustable  X-Y  stage,  which  is 
also  capable  of  adjustment  along  the  optical  axis  of  the  detector 
collimating  lens  (see  Figure  6)  .  The  detector  output  signal  is 
amplified  by  a  preamplifier  that  is  contained  in  the  sensor  head, 
and  transmitted  by  a  cable  to  the  sensor  electronics  unit,  which 
is  described  in  detail  in  the  next  section. 

D.  SENSOR  ELECTRONIC  UNIT  (SEU) 

This  section  provides  a  brief  overview  of  the  sensor  electronics 
unit.  A  detailed  set  of  electronic  schematics  accompanies  this  manual. 
They  are  described  in  more  depth  in  Appendix  A. 
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A  diagram  of  the  sensor  electronics  unit  is  shown  in  Figures  11 (a) 
and  11(b).  Note  that  a  small  part  of  this  circuitry  is  contained  in  the 
sensor  head  (Figure  11(a)).  This  includes  the  detector  preamplifier 
(mentioned  in  the  last  section)  ,  the  stepping  motor  driver,  the  detector 
thermoelectric  cooler  controller,  and  the  circuits  that  generate  various 
timing  pulses  from  the  photocell  that  monitors  the  filter  wheel  timing 
slots . 


The  sensor  signal  processing  can  be  explained  by  reference  to  the 
timing  diagram  in  Figure  12,  where  the  processing  of  a  single  filter 
measurement  is  depicted.  The  upper  trace  of  the  figure  represents  the 
PbSe~detector  signal  before,  during,  and  after  the  passage  of  one  of  the 
filter  segments  through  the  IR  beam.  The  second  trace,  also  generated  in 
the  sensor  head,  represents  the  signals  produced  by  the  timing  slots  as 
each  passes  the  synchronization  LED/photocell  unit.  The  temporal 
location  of  the  three  synchronization  pulses  relative  to  the  filter 
signal  waveform  is  critical  to  the  performance  of  the  sensor.  The 
leading  edge  of  the  first  of  the  three  synchronization  pulses  initiates 
an  autozero  circuit,  that  adjusts  the  detector  preamp  output  to  a  set 
reference  level  (A,  Figure  12) .  The  autozero  is  performed  prior  to  each 
filter  signal  to  ensure  that  all  signals  are  referenced  to  the  same 
level.  The  time  delays  from  the  synchronization  pulse  leading  edges  are 
set  with  a  combination  counter/one-shot  circuit.  In  addition  to  the 
autozero  signal,  signal  peak/hold  pulses  (B,  Figure  12) ,  analog/digital 
(A/D)  conversion  pulses  (C,  Figure  12),  and  signal  peak/hold  reset 
pulses  (D,  Figure  12)  are  also  generated  in  the  sensor  head.  These 
pulses,  along  with  the  signal  output  from  the  preamplifier,  are 
conducted  by  cable  from  the  sensor  head  to  the  SEU  where  the  final 
signal  processing  is  performed. 

At  the  SEU  (Figure  11(b)),  the  preamplified  detector  signal  and 
the  pulses  are  first  input  into  a  signal  conditioning  card,  where  they 
are  buffered  and  amplified.  As  with  the  preamp,  the  autozero  pulse  is 
used  here  to  trigger  the  zeroing  of  the  signal  amplifier  output  to  a 
fixed  reference  level  prior  to  each  filter  signal.  Next,  the  conditioned 
detector  signal  and  the  convert  and  autozero  pulses  are  sent  to  the 
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Figure  11a.  Diagram  of  the  SEU  Circuitry  Contained  in  the  Sensor  Head. 
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Figure  11b.  General  Diagram  of  the  SEU 


signal  card^  which  contains  a  signal  integrating  and  peak/hold  circuit. 
The  signal  peak/hold  circuit  closely  tracks  the  generally  increasing 
PbSe-detector  signal  until  the  signal  begins  to  decrease  due  to  the 
blockage  of  the  IR  source  beam  by  the  chopper  blade.  At  this  pointy  the 
circuit  maintains  the  peak  signal  level,  until  set  to  zero  by  the  signal 
peak/hold  reset  pulse  (D,  Figure  12) .  The  peak  signal  level  is  applied 
to  an  input  of  a  14-bit  analog-to-digital  converter  card  (Data 
Translation,  8  input  channels) ,  where  it  is  digitized  prior  to  the 
peak/hold  reset  at  the  time  of  the  A/D  convert  pulse.  When  the  beam  is 
blocked  by  the  chopper  blade,  the  peak/hold-A/D  convert  process  is 
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Figure  12.  Prototype  Sensor  Filter  Signal  Processing. 

repeated  to  obtain  the  background  signal  reading.  The  processed  analog 
signal  for  a  single  filter  is  shown  at  the  bottom  of  Figure  12. 

For  a  single  filter  wheel  revolution,  the  sensor  output  signal 
consists  of  four  pairs  of  sample  and  background  values  -  one  pair  for 
each  filter.  These  data  are  further  processed  by  a  Z-80  microprocessor 
that  is  connected  by  a  bus  (Standard  Bus)  to  the  A/D  card,  and  runs  a 
FORTH  system  control  program  that  is  loaded  into  the  sensor's  onboard 
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RAM  from  ROM  when  the  sensor  is  powered  up.  A  detailed  description  of 
the  Z-80  control  program  is  given  in  Appendix  B. 

E.  REMOTE  AND  CENTRAL  DATA  ACQUISITION  STATIONS 

The  transmission  of  the  data  pairs  to  the  CDAS  is  accomplished  by  a 
dedicated  radio  t ransmitter/receiver  unit  (see  Figure  5).  This  link 
allows  the  sensor  to  be  placed  large  distances  (km)  from  the  CDAS, 
without  the  need  for  any  physical  connection  between  the  units. 
Ultimately,  it  is  intended  that  an  array  of  sensors  can  be  used  in 
conjunction  with  a  single  CDAS.  This  will,  however,  require  modification 
of  the  existing  control  software. 

The  RDAS  is  able  to  exchange  information  with  the  Z-80  through  an 
RS-232  serial  data  port  that  is  resident  on  the  microprocessor  data  bus. 
A  signal  conditioning  multiplexer  is  interposed  between  the  radio  module 
and  the  data  port,  and  is  used  in  the  radio-frequency  modulation  and 
demodulation  the  the  RS-232  signal  as  input  to  and  received  from  the 
radios.  A  separate  control  card  is  used  to  regulate  the  operation  of  the 
multiplexer.  It  receives  signals  from  the  microprocessor  (through  a 
channel  on  the  I/O  card)  that  indicate  which  direction  the  data  are  to 
flow  (i.e.  whether  data  are  to  be  transmitted  or  received).  The  control 
card  also  uses  these  signals  to  switch  a  coaxial  relay  that  selectively 
connects  the  transmitter  or  receiver  to  the  antenna  and  to  switch  off 
the  power  to  the  transmitter  when  it  is  not  needed. 

During  normal  operation,  the  system  is  in  a  free-running  mode  in 
which  the  transmittance  of  the  four  channels  is  continually  monitored  at 
the  rate  of  one  measurement  per  channel  per  second.  As  described  in  the 
previous  section,  each  set  of  four  filter  and  four  background  readings 
is  stored  in  onboard  RAM  until  eight  sets  have  been  collected;  at  that 
point,  the  eight  measurements  are  averaged  to  give  a  single  value  per 
channel,  which  is  then  transmitted  to  the  CDAS.  At  the  CDAS,  a  separate 
program  is  used  to  collect  and  display  the  data  in  real  time.  This 
program  can  also  send  certain  commands  to  the  sensor.  These  include 
messages  that  turn  the  system  on  and  off,  and  commands  to  open  and  close 
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the  hood  to  cover  the  White  cell.  The  hood  open  and  close  messages  cause 
a  channel  of  the  microprocessor  I/O  card  to  be  toggled  high  and  low. 
Although  there  is  no  hood  for  the  White  cell,  this  activation  mechanism 
has  been  implemented  in  the  system  in  case  one  is  added.  Then,  the  hood 
I/O  channel  could  be  used  to  activate  an  electrical  device,  such  as  a 
solenoid,  to  mechanically  open  and  close  the  hood.  In  fact,  there  are 
several  unused  I/O  channels  on  that  card  that  could  be  used  to  remotely 
control  other  potential  features  of  the  system.  The  CDAS  operating 
system  software  is  described  in  detail  in  Appendix  C. 


SECTION  III 


SENSOR  CALIBRATION  SYSTEM 


A.  LABORATORY  CALIBRATION  SYSTEM  AND  SENSOR  RESPONSE 

To  calibrate  the  HCl  sensor  in  the  laboratory,  a  sensor- 
calibration  system  was  designed  and  built  that  can  supply  accurately 
known  mixtures  of  gas  to  a  calibration  chamber  that  houses  the  prototype 
sensor.  A  schematic  of  the  sensor-calibration  system  is  shown  in  Figure 
13.  The  main  components  of  the  system  are  a  precision  gas-mixture 
generator  (PGMG) ,  a  humidity  control  system  (HCS)  and  a  Pyrex 
calibration  chamber. 


100%  10%  100% 


Figure  13,  Prototype  Sensor  Laboratory  Calibration  System. 
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The  PGMG  is  a  flowing-gas  mixing  system  purchased  from  Kin-Tek 
Laboratories,  Inc.  (Model  585A) .  The  primary  gas  source  results  from  the 
carefully  controlled  permeation  of  the  component  gas  through  a  Teflon® 
membrane.  A  line  drawing  of  the  PGMG  is  shown  in  Figure  14.  The 
component  gas  is  supplied  to  the  trace  source  module,  which  is  housed  in 
a  temperature-controlled  and  pressure-regulated  oven  unit.  The  dilution 
gas  flows  through  1  m  of  Teflon®  tubing  within  the  trace  source  module. 
The  permeation  of  the  component  gas  through  the  tubing  and  into  the 
dilution  gas  flow  is  a  well-documented  function  of  the  Teflon®  tube 
length,  temperature,  and  the  pressure  difference  across  the  tube  wall. 
Each  trace  source  module  is  calibrated  for  a  particular  gas  at  a  range 
of  temperatures  and  pressures.  The  gas  mixture  may  be  varied  further  by 
changing  the  dilution  gas  flow  rate.  Generally  a  pure  (100  percent)  gas 
is  used  for  the  component  gas;  however,  if  a  reliably  diluted  gas  supply 
can  be  obtained,  proportionately  lower  mixture  concentrations  may  be 
created  with  the  same  trace  source  module.  The  LLNL  calibration  system, 
using  100  percent  and  10  percent  HCI/N2  gas  cylinders,  can  generate  HCl 
concentrations  from  280  ppb  to  10,000  ppm.  The  current  system's  methane 
concentration  range  is  500  ppb  to  200  ppm.  The  stated  accuracy  of  the 
PGMG  is  ±2  percent. 

Calibration  of  the  sensor  for  water  vapor  is  also  performed  using 
a  flowing-gas  system  (Figure  13) .  The  humidity  control  system  (HCS)  was 
manufactured  by  Miller-Nelson  Research,  Inc.  (Model  HCS-301)  and  is 
capable  of  a  relative  humidity  range  of  20-90  percent  at  an  accuracy  of 
±3  percent.  A  schematic  of  the  HCS  is  shown  in  Figure  15.  Dry  N2  is 
delivered  to  the  HCS,  humidified,  and  exhausted.  The  humidified  N2 
passes  through  a  humidity  sensor  before  entering  the  calibration 
chamber.  A  feedback  loop  between  the  humidity  sensor  and  the  HCS 
regulates  the  humidified  N2  to  the  desired  level.  The  temperature  of  the 
humidified  N2  supply  is  always  set  to  be  a  few  degrees  cooler  than  the 
temperature  of  the  calibration  chamber  to  prevent  condensation.  The 
calibration  water  vapor  concentration  is  calculated  using  the  chamber 
temperature . 
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Figure  14.  The  Kin-Tek  Precision  Gas  Mixture  Generator. 

As  shown  in  Figure  13,  the  prototype  HCl  sensor  is  mounted  in  a 
Pyrex®  calibration  chamber  so  that  the  optical  sample  volume  is 
completely  enclosed.  All  chamber  flanges,  valves  and  fittings  are  either 
stainless  steel  or  Teflon®.  The  calibration  chamber  will  maintain  a 
vacuum  of  15  jim  Hg  (2  x  10“^  atm)  with  a  leak  rate  of  0.5  mm  Hg/min.  The 
chamber  is  wrapped  with  a  heat-tape  and  may  be  baked-out  at  temperatures 
up  to  50  *C.  The  calibration  gas  and  humidified  N2  may  be  injected 
separately  or  simultaneously  and  may  provide  either  a  stagnant  or 
flowing  environment  within  the  chamber.  The  chamber  temperature  is 
monitored  with  a  chromel-alumel  thermocouple  and  the  pressure  is 
monitored  with  a  capacitance  manometer.  The  entire  sensor  calibration 
system  is  located  in  an  exhaust  hood. 

A  typical  calibration  sequence  begins  by  evacuating  and  baking  out 
the  chamber  for  4  to  5  hours.  When  the  chamber  has  cooled  to  ambient 
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temperature,  the  prototype  sensor  is  turned  on  and  allowed  to  warm  up 
for  about  30  minutes.  At  this  time,  absolute  (vacuum)  transmissivity 
baseline  data  are  obtained.  The  chamber  is  then  filled  with  dry  N2  from 
the  same  cylinders  as  used  for  the  PGMG  and  the  HCS,  and  N2  baseline 
data  are  obtained.  Although  the  N2  has  been  prepurified,  it  still 
contains  trace  amounts  of  hydrocarbons  and  and  water  vapor,  which  are 
detectable  by  the  prototype  sensor.  With  the  initial  baseline 
established,  various  gas  and/or  humidified  N2  concentration  are  supplied 
to  the  chamber  and  the  corresponding  sensor  response  is  recorded.  When 
the  calibration  sequence  is  complete,  the  chamber  is  evacuated  and 
refilled  with  dry  N2  for  the  postcalibration  baseline  data. 
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Figure  15.  Schematic  Diagram  of  the  Miller-Nelson  Humidity 
Control  System, 

The  calibration  data  are  recorded  and  processed  through  a  direct^ 
line  serial  link  (i.e.  a  cable  -  -  the  radios  are  bypassed)  between  the 
sensor  and  the  CDAS  personal  computer.  The  calibration  concentrations 
are  adjusted  to  a  pressure  of  760  Torr  and  a  temperature  of  300  K  using 
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the  chamber  temperatures  and  pressures  recorded  at  each  calibration  data 
point.  These  data  are  used  to  calculate  the  band-integrated  absorption 
coefficients  (kf)  of  Equations  (1)  and  (2).  Detailed  calibration 
instructions  are  provided  in  Section  V. 

The  prototype  HCl  sensor  was  calibrated  with  accurately  known 
mixtures  of  nitrogen  and  HCl,  CH4  and  H2O  vapors  using  the  gas- 
calibration  system  described  above.  As  mentioned  above,  this  is  done  in 
a  hard-wired  mode,  using  the  "Lab  calibrate"  command  in  the  CDAS 
software.  The  raw  data  are  displayed  at  eight-second  intervals  on  the 
computer  monitor  in  real-time.  Background  corrections  are  made  for  each 
filter  datum,  then  Channels  1,  2,  and  4  are  divided  by  Channel  3  (the 
primary  reference  channel) .  These  three  ratios  are  normalized  to  their 
respective  N2  baseline  values  obtained  at  the  beginning  of  each 
calibration  set,  and  then  used  to  calculate  the  three  species 
calibration  constants  for  each  of  the  three  data  ratio  channels  as 
expressed  in  Equations  (1)  and  (2) . 

The  response  of  Filter  2  (Channel  2)  is  approximately  the  same  for 
CH4  as  for  HCl.  Its  response  to  water  vapor  is  much  less;  however,  the 
concentration  of  H2O  is  expected  to  be  many  times  greater  than  the  HCl 
concentration.  The  channel  1  signal  will  be  used  to  account  for  the 
variation  in  the  H2O  concentration  during  the  HCl-concent ration 
measurement.  In  this  sensor  configuration,  the  Channel  4  data  will  serve 
as  a  second  reference  to  be  used  to  correct  for  aerosol  effects.  In  the 
absence  of  aerosals,  this  channel  could  be  used  to  monitor  another  gas 
species.  We  have  decided  not  to  monitor  methane  concentration  with  a 
separate  filter  channel.  As  mentioned  earlier,  we  assume  that  the 
methane  concentration  is  constant  throughout  a  measurement  run  and, 
therefore,  do  not  require  knowledge  of  its  concentration. 

The  sensor  response  is  linear  with  concentration  (weak-line 
region)  for  CH4  concentrations  as  large  as  18  ppm  and  all  expected 
humidity  levels.  However,  deviation  from  the  weak-line  region  appears  to 
occur  for  HCl  concentrations  above  40  ppm.  This  effect  is  shown  in  Fig. 
16,  where  the  Channel  2  response  function  (-Int/L)  is  plotted  against 


30 


the  HCl  concentration.  At  concentrations  below  40  ppm,  only  the  slope  of 
the  linear  region  is  required  to  characterize  the  sensor  response.  Above 
40  ppm,  the  curve  can  be  described  by  Equation  (2) ,  as  can  be  seen  in 
Fig.  17,  where  (-Int/L)  is  plotted  against  the  square-root  of  the 
concentration.  To  calculate  the  HCl  concentration  in  this  region,  it  is 

necessary  to  know  both  the  slope  and  intercept  of  the  line  in  Figure  17. 

Sensor  HCl  Response 


HCl  (ppm) 

Figure  16.  Plot  of  the  Sensor  Response  to  HCl  as  a  Function  of 

HCl  Concentration. 

RMponse  in  Strong-Line  Region 
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Figure  17.  Plot  of  the  Sensor  Response  to  HCl  Plotted  as  a 

Function  of  the  Square-Root  of  HCl  Concentration. 
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The  calibration  coefficients  of  the  sensor  are  shown  in  Table  2.  This 
includes  the  slopes  of  the  methane^  water,  and  HCl  (weak-line)  responses 
and  the  slope  and  intercept  of  the  HCl  (strong-line)  response  curves. 
The  general  response  characteristics  of  the  sensor  are  given  in  Table  3. 


TABLE  2.  CURRENT  OPERATING  SPECIFICATIONS  OF  THE  AFESC  PROTOTYPE 


HCl  SENSOR  SYSTEM 


Detectable  gases 

HCl  H2O 

CH4 

Minimum  detectable  cone. 

500  ppb  0.06% 

720 

ppb 

Sample  cell  absorption  path 

4.0m  (variable  from  0.8  m  - 

-4.8m) 

Detector 

PbSe  0  -35'C 

Sample  rate 

8  sec  average  (1 

sample/ sec 

max) 

Power  requirements 

70  watts  (5  hours 

operation 

w/o  charge) 

Data-transmission  rate 

9600  baud 

RDAS-polling  interval 

8  sec 

TABLE  3. 

CALIBRATION  CONSTANTS  (k) 

(ppiran)  ■ 

FOR  THE  PROTOTYPE 

1 

HCl  SENSOR 

Filter  ratio 

HCl 

H2O 

CH4 

Channel  1 

0 

- 

3.52  X  10-7 

0 

Channel  2* 

6.38  X  10-5 

1.09  X  10-7 

6.48  X  10-5 

Channel  3,4 

0 

0 

0 

*for  the  Strong-line  HCl  response,  see  Figure  17 


B.  FIELD  CALIBRATION 


During  extended  field  applications,  it  is  desirable  to  calibrate 
the  infrared  sensor  outside  of  the  laboratory.  Because  of  its  size  and 
complexity,  it  is  not  possible  to  transport  the  gas-calibration  system 
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to  the  remote  location.  Thus,  a  field  calibration  technique  was 
developed  that  employs  gas  standard  cells  that  can  be  filled  in  the 
laboratory  and  transported  to  the  field  for  the  calibration  procedure. 
Two  field  calibration  protocols  were  developed;  one  for  HCl  and  one  for 
H2O.  These  are  described  in  the  following  two  sections. 

HCl  FIELD  CALIBRATION 


Field  calibration  of  the  sensor  HCl  response  is  accomplished  using 
a  set  of  five  cpaartz  cells.  Before  use,  each  cell  is  filled  with  a 
different  (but  precisely  known)  HCI/N2  mixture  using  the  PGMG.  The  cells 
are  then  transported  to  the  sensor  for  the  calibration  procedure.  To 
make  a  measurement,  the  cell  is  placed  in  the  optical  path  using  a 
specially  designed  holder.  The  transmission  of  the  HCl  channel  (Channel 
2)  is  noted  with  each  cell  in  place.  Following  this  reading,  the  gas  is 
flushed  out  of  the  cell  with  pure  nitrogen,  and  a  baseline  transmission 
reading  is  made.  The  two  values  are  then  used  to  generate  an  absorbance 
reading  for  that  gas  concentration.  Once  all  five  gas  concentrations 
have  been  measured,  a  calibration  curve  for  the  sensor  is  generated. 
This  includes  the  slope  of  the  weak-line  region  and  the  slope  and 
intercept  of  the  appropriate  strong-line  response  curve. 

Because  of  the  short  pathlength  of  the  cells,  the  concentration  of 
HCl  to  be  used  in  the  calibration  procedure  must  be  increased  to  provide 
the  same  absorbance  as  a  particular  concentration  measured  at  the  full 

ir- 

multipass  length  of  the  White  cell.  By  reference  to  Equation.  (1),  the 
logarithm  of  the  cell  transmittance  is  related  to  the  product  of 
absorption  pathlength  and  gas  concentration  in  the  linear  region  of  the 
response  curve.  Thus,  to  compare  measurements  at  short  and  long  optical 
paths,  we  must  relate  the  value  of  the  product  CL,  which  we  will  refer 
to  as  the  optical  density.  The  calibration  cell  concentration  (Ccc) 
required  to  produce  the  same  absorbance  as  a  White-cell  measurement 
(Cwc)  is  given  by: 


^CC  ~  (  ^wc/iicc)  *^wc 


(3) 
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where  L^c  and  Lee  are  the  pathlengths  of  the  White  and  calibration 
cells ^  respectively. 


Using  Equation  (3),  the  calibration  cell  concentrations  required 
to  span  the  linear  response  range  of  the  sensor  (0  -  40  ppm)  vary 
between  0  and  3200  ppm.  The  linear-range  calibration  coefficients 
derived  from  each  method  are  found  to  be  in  good  agreement^ 
demonstrating  the  accuracy  of  the  field  calibration  method  in  this 
concentration  range. 

Laboratory  vs  Field  Calibration 
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o 
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Q  Quartz  cell 
♦  Open-path 
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Figure  18.  Sensor  HCl  Response  Plot  Obtained  with  the  Laboratory 
and  Field  Calibration  Systems. 

%■ 


For  the  nonlinear  portion  of  the  response  curve/  reference  to 
Equation  (2)  indicates  that  the  calibration  cell  concentration  is 
similarly  scaled/  according  to: 


Cqc  *  [  ( Wc^wc/^cc)  ^  ~  (^wc/^cc)  *^WC 

The  maximum  calibration  cell  concentration  that  can  be  used  is  limited 
by  the  capability  of  the  PGMG  to  about  9000  ppm.  This  corresponds  to  an 
open-path  optical  density  obtained  at  a  concentration  of  112  ppm. 
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An  overlay  of  calibration  curves  obtained  with  the  gas  cells  and 
with  the  laboratory  calibration  apparatus  is  shown  in  Figure  18. 

H2O  FIELD  CALIBRATION 


It  is  not  possible  to  use  a  short  cell  to  calibrate  the  water 
channel  because  the  increased  water  vapor  concentration  that  is  required 
to  replicate  the  open-path  optical  density  is  higher  than  the  saturation 
point  of  water  in  air.  Thus,  we  have  chosen  to  use  a  calibration  hood 
that  covers  the  entire  White  cell  and  which  can  be  filled  with  various 
water  vapor  mixtures.  The  White-cell  portion  of  the  sensor  head  is 
sealed  within  the  open-sleeve  portion  of  the  hood  and  water  vapor  is 
produced  within  the  hood  by  evaporation  from  a  solution  contained  in  the 
reservoir  below  the  cell.  A  small  electric  fan  is  installed  above  the 
solution  to  equilibrate  the  vapor.  The  humidity  in  the  hood  is  varied  by 
changing  the  composition  of  the  water  solution  in  the  reservoir.  Two 
humidity  levels  are  used  in  the  calibration  procedure:  a  saturated 
magnesium  chloride  solution  that  produces  an  equilibrium  relative 
humidity  of  about  40-50  percent,  and  a  saturated  potassium  chloride 
solution  that  generates  a  relative  humidity  of  about  60-70%  (both  at  20* 
C)  .  It  is  not  our  intention  to  produce  a  true  equilibrium  humidity  above 
these  salt  solutions,  but  to  generate  two  distinct,  uniform  humidity 
levels  in  the  chamber  that  can  be  measured  by  the  sensor  and  by  an 
independent  method.  The  exact  humidity  within  the  hood  is  measured  by  a 
portable  humidity  sensor  (purchased  from  Vaisala,  Inc.)  that  can  be 
inserted  in  the*’  port  on  top  of  the  calibration  device.  In  the 
calibration  process,  the  first  solution  is  poured  into  the  reservoir, 
and  the  hood  is  sealed  for  a  certain  amount  of  time  to  allow 
equilibration.  The  humidity  level  is  noted  on  the  sensor,  and  the 
transmittance  of  Channels  1  and  2  are  recorded.  This  procedure  is  then 
repeated  for  the  second  calibration  solution. 
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SECTION  IV 


SENSOR  OPERATION  PROCEDURE 


A.  SENSOR  STARTUP  AND  LABORATORY  CALIBRATION 

The  sensor  system  can  draw  power  from  either  the  gel-cell 
batteries  contained  in  the  battery  box,  or  from  110  Volts-AC.  When  the 
system  is  connected  to  110  Volts-AC,  the  battery  chargers  are  switched 
on,  and  the  system  draws  all  its  power  from  the  AC  line.  For  laboratory 
use,  it  is  probably  most  convenient  to  leave  the  system  connected  to  AC 
power . 


Sensor  control  is  accomplished  in  either  a  local  or  remote  mode, 
depending  upon  the  position  of  the  local/remote  switch  on  the  digital 
voltmeter  (DVM)  panel  in  the  main  chassis.  In  the  local  mode,  the  sensor 
is  operated  by  a  program  that  is  automatically  entered  when  power  is 
turned  on.  This  program  continuously  sends  data  out  of  the  serial  line 
at  8-second  intervals.  The  data  is  accessible  at  Plug  P6  on  the  main 
chassis.  In  the  remote  mode,  a  more  complicated  program  is  run  that 
relies  on  communication  with  the  radios.  For  laboratory  calibration,  it 
is  most  desirable  to  run  in  local  mode. 

To  turn  the  sensor  on  in  local  mode,  set  the  local /remote  switch 
to  local,  turn  the  main  power  switch  (in  the  battery  box)  on,  and  set 
the  on/off  switch  on  the  DVM  to  on.  Among  other  things,  one  should  hear 
the  pump  turn  on  and  see  the  filter  wheel  begin  to  spin  at  this  point. 

For  sensor  calibration  in  the  laboratory,  it  is  not  necessary  to 
use  the  radio-link.  The  computer  serial  port  can  be  connected  with  a 
hardwire  connection  to  the  serial  line  at  Plug  P6  on  the  main  chassis. 
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1.  HCl  CALIBRATION  PROCEDURE 


Before  attempting  to  operate  the  sensor  calibration 
system,  the  user  should  be  thoroughly  familiar  with  the 
operation  of  the  Kin-Teh  gas  standard  generator  and  the 
Miller-Nelson  humidity  standard  generator  by  reading  their 
respective  instruction  manuals.  Particular  attention  shou 
be  paid  to  the  safety  considerations  associated  with  the  use 
of  HCl  gas.  The  glass  calibration  chamber,  the  gas-standard  generator, 
the  HCl  cylinder,  and  all  associated  tubing  should  be  operated  within  a 
well-ventilated  chemical  hood.  Note  that  HCl  is  a  highly  corrosive  gas 
and  that  some  degradation  of  the  metal  surfaces  within  the  hood  is 
inevitable.  The  maximum  HCl  exposure  within  the  hood  will  occur  at  the 
various  exhaust  purges  that  are  associated  with  the  system.  These 

include: 


•  Fast  purge  for  the  concentrated  HCl  manifold 
.  Kin-Tek  system  purge  line 

.  Exhaust  for  the  dilute  gee  meuifold  (t«o  tor  HCl  end  one  tor  H2O) 

•  Cell  exhaust 

•  Field  calibration  cell  exhaust 

The  terminal  ends  of  these  lines  should  be  securely  attached  near  the 
ceiling  exhaust  port  of  the  hood. 


Note  from  the  PGSG  manual  that  the  concentration  of  the  diluted 
gas  is  determined  by  three  basic  parameters:  (1)  the  component  gas  (HCl) 
pressure  in  the  gas  dilution  cartridge,  (2)  the  oven  temperature, (3)  the 
diluent  gas  (nitrogen)  flow  rate.  Prior  to  performing  a  calibration  run, 
it  is  useful  to  enumerate  the  concentrations  to  be  attained  and  the 
values  of  the  parameters  that  are  necessary  to  achieve  those 
concentrations.  In  general,  a  run  can  usually  be  done  at  a  single  oven 
temperature,  with  the  pressure  and  flow  rate  being  used  to  vary  the 
concentration.  Once  again,  the  Kin-Tek  manual  must  be  used  for  detailed 
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operating  instructions.  The  PGSG  concentration  can  be  calculated 
according  to  information  provided  in  Section  4.1  of  the  PGSG  manual. 
Information  peculiar  to  specific  dilution  cartridge  installed  in  the 
system  is  required  to  make  this  calculation.  For  the  cartridge  presently 
installed  in  the  system^  the  HCl  concentration  can  be  calculated 
according  to: 


Cppm  =  1.0706  X  10-3(E(T)/F) (Pg  +  Pcell/760) 


where: 

F  is  the  nitrogen  flow  rate  in  1/min 

Pg  is  the  HCl  pressure  in  bars 

Pcell  is  the  pressure  in  the  calibration  chamber 

and  E(T)  is  equal  to  the  following  values  (at  the  three  oven 
temperatures) : 

E(T)  -  52,076  0  SO'C 
118,812  3  60*C 
423,914  @120-C 

The  PGSG  has  been  modified  to  allow  two  different  ranges  of 
nitrogen  flow  rates  to  be  attained.  The  stock  flow  meter  that  was 
installed  in  the  system  at  the  time  of  purchase  is  capable  of  producing 
flows  between  2  and  20  L/min.  A  second  flow  meter  has  since  been  added 
to  generate  flows  between  0.2  and  2.0  L/min.  This  was  necessary  to 
obtain  the  high  concentrations  needed  for  the  field  calibration  system. 
Switching  between  the  high  or  low  flow  rate  channels  is  accomplished 
using  the  T-valve  that  is  mounted  on  the  rear  wall  of  the  PGSG.  When 
facing  the  rear  wall,  setting  the  valve  toward  the  right  selects  the 
high  (2  -  20  L/min)  channel,  and  setting  it  to  the  left  selects  the  low 
(0.2  -  2.0  L/min)  channel.  It  is  also  necessary  to  switch  the  flow 
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digital  display  to  high  or  low  range  using  the  switch  mounted  on  the 
front  panel  of  the  PGSG. 

A  brief  description  of  the  calibration  operation  follows.  With 
regard  to  detailed  operation  of  the  PGSG,  the  user  must  consult  the  Kin- 
Tek  manual. 

a.  About  4  hours  before  the  run,  evacuate  the  calibration  chamber 
(with  the  cell  installed  in  it)  using  the  vacuum  pump.  The  pump  hose  is 
connected  to  the  chamber  exhaust  port,  and  the  HCl  and  H2O  inlet  valves 
must  be  closed  for  evacuation.  While  the  pump  is  on,  bake  the  cell  at 
about  50 *C  using  the  heating  tape.  Turn  the  heat  off  about  1  hour  before 
the  start  of  the  run. 

b. Turn  on  the  PGSG  and  set  its  oven  temperature  to  the  desired 
level  about  1  hour  before  the  run.  The  temperature  can  be  monitored  on 
the  digital  readout  to  determine  when  the  temperature  has  been  attained. 

c. When  the  temperature  has  been  reached,  the  HCl  source  gas  can  be 
introduced  into  the  system.  First,  close  the  valve  (post  cylinder  valve) 
on  the  stainless  steel  line  between  the  cylinder  and  the  concentrated 
gas  manifold.  Open  the  cylinder  main  valve.  Ensure  that  the  valves 
leading  to  the  nitrogen  purge  and  the  vent  are  closed.  Turn  the  PGSG 
component  gas  pressure  valve  fully  counter-clockwise  (valve  closed) . 
Open  the  post-cylinder  valve  to  let  HCl  into  the  concentrated  gas 
manifold.  Pressure  on  the  low  pressure  side  of  the  regulator  should  be 
about. 50  psi. 

d. The  oven  must  now  be  purged  with  HCl.  The  PGSG  manual  recommends 
a  slight  flow  of  component  gas  through  the  oven  during  operation. •  We 
have  generally  operated  by  initially  flowing  HCl  through  the  oven  for  a 
short  period  of  time,  and  then  repeating  this  process  periodically 
during  the  run  (rather  than  setting  up  a  continuous  flow) .  To  perform 
the  purge,  first  turn  the  component  gas  regulator  clockwise  to  some 
positive  HCl  pressure  (about  1-2  bars) .  Open  the  HCl  purge  valves 
slightly  to  allow  some  flow  through  the  oven.  Allow  this  flow  to 
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continue  for  about  5-10  minutes,  and  then  shut  the  purge  valves.  Set  the 
HCl  pressure  to  the  desired  level. 

e . The  nitrogen  flow  rate  can ‘ now  be  set.  Before  doing  this,  set 
the  HCl  T-valve  on  the  dilute  gas  manifold  (the  one  that  allows 
selection  between  cell  and  vent)  to  vent  the  output  of  the  PGSG  to  the 
hood  exhaust  (the  gas  will  not  be  allowed  to  flow  into  the  calibration 
chamber  at  this  point) .  Adjust  the  flow  rate  using  the  needle  valve  on 
the  PGSG. 


f.  Allow  pure  nitrogen  to  fill  the  calibration  chamber.  This  is 
done  using  the  Miller-Nelson  humidity  generator.  This  device  has  been 
modified  to  allow  a  regulated  flow  of  pure  nitrogen  (with  no  humidity) 
to  be  generated.  This  was  done  by  installing  a  T-valve  in  the  nitrogen 
flow  prior  to  the  point  where  it  enters  the  water  chamber  (inside  the 
humidity  generator  chassis) .  The  valve  can  be  used  to  divert  the  flow  to 
the  bulkhead  fitting  on  the  rear  panel  of  the  MNHG.  This  flow  can  be 
injected  into  the  calibration  chamber  through  the  normal  humidified  air 
inlet.  First  turn  the  vacuum  pump  off.  Remove  the  pump  line  from  the 
chamber  and  reattach  the  exhaust  line.  Set  the  humidity  T-valve  on  the 
dilute  gas  manifold  to  divert  gas  into  the  chamber.  Open  the  humidity 
chamber  inlet  valve  and  set  the  nitrogen  flow  on  the  MNHG  to  a 
reasonable  level  (i.e.  about  2-5  L/min) .  Allow  the  gas  to  flow  through 
the  chamber  until  it  is  time  to  introduce  HCl. 

g.  Ensure  that  the  computer  is  connected  via  a  serial  line  to  plug 
P6  on  the  sensor.  Start  the  computer  and  enter  the  program  by  typing 
"SENSOR”.  First  press  F6  (field  calibrate)  and  enter  a  high  number  of 
points  such  as  1000.  This  will  allow  a  continuous  display  of  the  channel 
readings.  Monitor  the  signals  on  the  four  channels  that  are  displayed  on 
the  computer  until  they  have  stabilized  at  the  pure  nitrogen 
transmission  levels.  This  will  occur  after  approximately  five  volumes  of 
gas  have  flowed  through  the  chamber. 

g.The  sensor  is  now  ready  for  the  first  measurement.  Press 
control-break  to  exit  the  field  calibration  mode,  and  press  F5 
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(laboratory  calibration) .  The  program  will  request  the  100  percent 
transmission  values  of  the  three  ratios  (Channels  1,2,  and  4  over 
channel  3).  It  will  also  request  a  high  and  low  value  for  the  Y-axis 
scale  (for  HCl  runs  at  a  maximum  concentration  of  about  1000  ppm,  set 
the  minimum  to  0.90  and  the  maximum  to  1.01)  and  the  total  number  of 
points  to  be  collected  (the  maximum  is  1000) .  Upon  entering  the 
appropriate  values,  the  sensor  will  begin  to  collect  and  plot  the  data. 
Record  the  100  percent  transmission  ratio  for  Channel  2  from  the  10 
point  running  average  in  the  "AVERAGE"  window  display  area.  Shut  off  the 
MNHG  nitrogen  flow,  and  close  the  humidity  inlet  valve. 

h.Open  the  HCl  inlet  valve.  Divert  the  gas  flow  into  the  chamber. 
Once  again,  allow  about  5  purge  volumes  of  the  chamber  for  a  stabilized 
reading.  When  the  system  is  stable,  take  readings  from  the  numbers  that 
correspond  to  a  10-point  average  of  the  four  channel  readings  (m  the 
"AVERAGE"  window  display  area  -  see  Figure  C.l).  For  HCl  calibration, 
only  the  Channel  2  ratio  needs  to  be  recorded. 

i. Once  a  reading  has  been  taken,  the  concentration  can  be  changed 
for  the  next  reading.  Set  flow  (and,  if  necessary,  pressure)  and  allow 
time  for  equilibration.  Take  readings.  Repeat  these  steps  for  all 
necessary  concentrations. 

j. When  the  run  is  completed,  it  is  necessary  to  purge  the  PGSG 
with  pure  nitrogen  to  prevent  corrosion  of  the  inner  components.  Shut 
the  main  valve  of  the  HCl  cylinder.  Open  the  concentrated  HCl  purge 
valve  to  release  the  high  pressure  HCl  from  the  concentrated  gas 
manifold  (a  momentary  hiss  will  be  heard  when  this  is  being  done) .  Open 
the  valve  that  allows  nitrogen  into  the  high-pressure  side  of  the  HCl 
regulator  on  the  manifold.  This  will  pressurize  the  HCl  inlet  side  with 
high  pressure  nitrogen.  Open  the  HCl  purge  valve  on  the  PGSG  and  allow 
nitrogen  to  purge  the  system  for  at  least  45  minutes. 

k.To  generate  the  sensor  calibration  coefficients,  run  the  program 
HCLCAL  (exit  SENSOR  first  by  typing  "BYE").  Once  in  the  program,  type 
HCLLO.LAB  to  generate  the  weak-line  coefficient  from  lab  data.  T  e 
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program  will  prompt  for  the  number  of  concentration  points  (not 
including  zero)  and  the  100  percent  transmission  ratio  (Channel  2) .  It 
will  then  prompt  for  the  individual  concentration  and  Channel  2  ratio 
values.  Finally,  it  will  give  the  weak-line  slope.  Use  this  for 
concentrations  below  40  ppm.  Above  40  ppm,  execute  HCLHI.LAB.  The 
program  will  provide  similar  prompts,  but  will  then  generate  the  strong- 
line  slope  and  intercept. 

The  data  obtained  during  a  typical  laboratory  HCl  calibration  are 
shown  in  Table  4 . 


TABLE  4.  TYPICAL  HCl  LABORATORY  CALIBRATION  PARAMETERS 


HCl  Pressure (bar)  Flow  (1/min)  C(ppm) 


Ratio 


T 


Run#l 


Run#  2 


0 

1.11 

1.17 

1.22 

1.25 


0 

2.02 

2.06 

2.06 

2.05 

2.07 


0 

20.2 

15.0 

10.1 

5.0 


0 

20.3 
14.8 

10.3 

5.1 

2.1 


0 

13.2 

18.3 

27.8 

56.9 


0 

67.2 

93.4 

134.2 

270.3 
660.6 


1.6535 

1.6479 

1.6460 

1.6426 

1.6332 


1.6510 

1.6282 

1.6212 

1.6122 

1.5877 

1.5491 


1.0 

0.9966 

0.9955 

0.9934 

0.9877 


1.0 

0.9862 

0.9820 

0.9765 

0.9617 

0.9383 


NOTE 

Oven  temperatures  were  60 ’C  for  Run  1  and  120 ‘C  for  Run  2 


2. HUMIDITY  CALIBRATION  PROCEDURE 

Before  opening  the  MNHG,  the  user  must  become  familiar  with  the 
contents  of  the  manual  for  that  instrument.  A  brief  set  of  instructions 
for  calibrating  the  humidity  channel  follows: 
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calibration  chamber  as  above. 

a.  Evacuate  and  purge 

n  are  supplied  to  the  MNHG  at 

<-hat  the  water  and  nitroge 

b.  Ensure  that  tne 

the  correct  pressures. 

■  -Flow  settings  to  zero  and  turn  the 
e.  Dial  tha  humidity  and  attflou  aetttng 

MNHG  on. 

T  1-hat  is  lower  than  the 

d.  Dial  the  temperature  setting  to  a 
ambient  room  temperature. 

/Una  the  additions  made  to 

D.,  the  .nannela  tot 

:::™rr the  .talte  to  diteot  to  the  teat 

vwrnass  the  water  cell)  . 
bulkhead  fitting  d-®.  bypa 

<nFr.  the  port  on  top  of  the 

insert  the  temperature  readings 

,,,30  caliOtatton  some  watet  ts 

should  be  taken  £tom  t  Ensute 

Dost  in  the  oeU  la  Cloaed.  open 

the  inlet  valve  for  the  to  enter  the 

MNHG  to  a  level  of  5  L/min.  chamber  volumes.  As 

system,  and  --  command  to  monitor  the 

above,  use  the  F6  (  ^  values 

throughput  during  this  time, 
for  the  cell  transmission. 

close  the  humidity  inlet  valve 

g.  When  ready  to  add  humi  i  ,  ^  ^  vent  the  humid  air  to  the 

the  chamber,  set  the  bulkhead  T  va  ^  nitrogen  flows 

nnnd.  and  tUP  ^  »  to  ekeoub.  bhe  labonabosy 

^rroornd.  .a  .  .0  case  ot  bho  «C1  oallbbabion. 

n.  AfbOb  a  pubo  nibbogon  "“^^'LbTbhaTbhis  will  hOb 

nnmldiby  bo  bhe  desired  level  on  bhe  dral. 
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equal  the  humidity  actually  measured  ih  the  cell,  due  to 
Ch,  loaaea  in  the  tubln,.  Once  the  dealred  level  h.a  been  reache 
ailou  three  chamber  volubea  for  purge  and  t.he  readinga  of  the 
ratios  for  the  water  and  HCl  channels  (1  and  2) .  also  recor 
humidity  and  cell  temperature  from  the  Vaia.la  probe. 


i.  Repeat  this  for  each  level  desired. 


flush  the  chamber  with  pure 
,j.  When  the  run  has  been  completed,  flus 

nitrogen  and  shut  off  the  MNHG. 

,  .0  generate  the  water  vapor  slope,  run  HClChL,  as  was  done  for 

he  HCl  calibration  above.  Execute  the  word  ..Hlo.bhB-.  » 
program  will  ash  for  similar  prompts  as  requested  for  HCl  Csee 
in  HCl  lab  calibration,  above,,  although  now  the  water  vol 
fraction  must  be  provided  rather  than  the  HCl  concentration 
necessary  to  obtain  water  volume  fraction  using  the  recorded 
relative  humidity  and  temperature  values,  and  standard 
tables,  once  data  has  been  entered,  the  program 
response  slope.  The  same  program  Is  used  for  Channel,  1  and  2. 


yhe  data  obtained  during  a  typical  laboratory  “““ 
oallbratlon  run  are  shown  In  Table  S.  These  values  were  used 
generate  the  lab  curve  in  the  plot  of  Figure  19. 

e  TVPlCAr  wamnn  VAPOR  LhBCFhTOBY  ChLlBMTTOH  PBRAMETEHI - 

^  a#",  O  \ 


0 

20.4 

30.0 

40.0 

50.0 

60.0 


V%  H20 

Ratio  (Chi) 

T  (Chi) 

Ratio  (Ch2) 

X(Ch2) 

0 

0.69 

1.01 

1.35 

1.68 

2.01 

1.0287 

1.0178 

1.0144 

1.0106 

1.0058 

0.9991 

1.0 

0 . 9894 
0.9861 
0.9824 
0.9777 
0.9712 

1.6093 

1.6037 

1.6018 

1.5997 

1.5970 

1.5930 

1.0 

0.9965 

0.9953 

0.9940 

0.9924 

0.9899 

oc  flow  rat©  was  10  l/min* 

note:  Chamber  temperature  was  26.0  C,  flow  rac 
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B.  FIELO  OPEMTION  AND  CALIBRATION 


.  •  fisld  ths  computer  must  be  ttaueported  to 

clibtation  Id  the  field,  t  ^ 

the  eeneor  elon,  »ith  potable  computer  that  i. 

the  eater  calibration  '  volta-AC,  thia  power  muat  be 

supplied  with  the  sensor  ^ 

available  at  the  "  PP„p„ter,  or  a  smaller, 

either  a  battery  supply  that  wi± 

battery  operated  portable  computer. 


1.  HCl 

a  Before  the  calibration  run,  the  quartz  calibration  cells 

•  hi-  in  an  oven.  Cleaning  can  be 
should  be  cleaned  and  drred  overnxg  dropping  a  small 

accomplished  bp  -"j;-  aaen  be  shahen  to  rinse  the 

amount  of  ethanol  into  ,  ^an  also  be  cleaned  using 

r\€  t- he  windows  can  axsu 

inner  ,,,  .se  lens  tissue  made  for  eyeglasses 

ethanol  and  lens  tissu  (without  the 

Since  this  usuallp  has  silicone  oil^  in  ^  ^ 

stopcocbs)  can  then  be  dried  overni  shamber.  The  stopcochs 

they  should  be  allowed  to  cool  m  a 

can  then  be  reinstalled  and  the  cells  are  rea 

h  set  up  the  cells  for  filling  with  the  PGSG.  A  separate 

■  !  the  dilute  gas  manifold  is  provided  to  supply  a  hose  to 

valve  setting  on  the  dxl  <3  „  inlet  and  attach  the 

fill  the  cells.  Attach  this  hose  to  the  quartr-cel 

outlet  to  an  exhaust  hose. 

t-he.  dilute  gas  manifold  to  direct  the 
c.  set  the  valves  on  the  dxl  g  desired  HCl 

+-ViQ  pf;<^G  for  tne 

ailuted  HCl  to  the  ,  „,„„caa  yhen  direct  the  gas 

concentration.  Allow  the  g  another  5  minutes 

through  the  .arts  cell  “  remove  the 

vent  the  gas  to  the  hood  again, 
quartz  cell.  Repeat  this  for  the  other  cells. 
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d.  Once  the  cells  have  been  filled^  they  can  be  transported 
to  the  sensor.  At  the  sensor^  connect  the  computer  to  the  same  serial 
plug  that  was  used  to  collect  laboratory  calibration  data.  Type  ’’SENSOR” 
to  enter  the  sensor  program,  insert  one  of  the  cells  in  the  cell  holder, 
and  press  the  F6  key  to  execute  the  field  calibration  mode.  Enter  20  for 
the  number  of  averaged  data  points.  Once  the  command  has  completed, 
record  the  averaged  counts  for  Channel  2. 

e.  Now  flush  the  cell  out  with  pure  nitrogen  at  a  moderate 
flow-rate  for  about  2  min.  Return  it  to  the  cell  holder  and  repeat  step 
(d) .  Record  the  Channel  2  counts. 

f.  Repeat  steps  (d)  and  (e)  for  each  cell  to  be  measured. 

g.  The  HCl  calibration  coefficients  are  generated  using 
HCLCAL  as  for  the  lab  data  described  above.  The  only  difference  is  that 
the  words  HCLLO. FIELD  and  HCLHI. FIELD  are  executed,  and  the  average 
counts  (rather  than  ratios)  are  inputted.  The  concentrations  input  into 
the  computer  are  the  effective  full-path  values  obtained  from  Equations 
(4)  and  (5)  .  These  must  be  calculated  using  the  individually  measured 
lengths  of  each  cell. 

h.  The  HCl  calibration  is  now  complete. 

The  data  for  a  typical  field  calibration  of  the  HCl  sensor  are 
shown  in  Table  6.  These  data  were  used  to  make  the  plot  of  Figure  17. 
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table  6. 


mvoTCAL  HCL 


HCl  P(bar) 

3.01 

3.00 

2.91 

2.95 

2.96 
2.95 
2.91 


Flow  (l/rtiin) 

2.00 

1.48 

1.19 

0.88 

0.59 

0.38 

0.20 


Ceff 

11.0 
14 . 9 
18.4 

24.2 
37.0 

57.3 
107.7 


#(full)  # (empty)  t 


4773.70 

4765.35 

4761.85 

4755.90 

4739.00 

4718.40 

4680.30 


4785.3 

4784.65 

4784.25 

4785.80 
4781.75 

4781.80 

4785.25 


0.9976 
0.9960 
9953 
9937 
9911 
.9867 
0.9781 


0. 

0. 

0, 

0. 


NOTE: 

ove»  temperature  wa,  l^O'C  p,rhle„,th.  It  -a 

tTnTo  qua'rtz  cell  lengths. 


2.H2O 

,S  1  and  2  tor  the  H2O  coucent rat ion  is 
me  calibration  of  Channe  pathlength  is  used  as  m 

especiailv  straighttoruard  because 
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C.  MAINTENANCE 

1 .  Cell  Alignment 

The  cell  mirrors  are  held  quite  firmly  in  place  by  their 
mounting  brackets,  and  alignment  of  the  White  cell  will  probably  not 
have  to  be  performed  very  often.  If  it  is  necessary,  however,  the 
procedure  is  as  follows. 

a.  If  the  cell  is  not  very  badly  out  of  alignment, 
restoration  of  the  proper  signal  levels  may  be  possible  through  an 
adjustment  of  the  x-y  stage  in  which  the  detector  is  mounted.  To 
monitor  the  signal  of  the  detector  it  is  best  to  use  an 
oscilloscope.  Connect  the  signal  contact  to  the  marked  pin  on  the 
large  top  PC  board  mounted  within  the  sensor  head.  Connect  the 
ground  to  the  other  marked  pin.  The  scope  display  should  show  the 
detector  pulses  generated  as  the  filters  pass  through  the  beam. 
Adjust  the  x-y  position  of  the  detector  to  maximize  the  signal. 

b. If  this  does  not  restore  signal  to  the  original  range,  it 
is  necessary  to  realign  the  mirrors.  Remove  the  retaining  ring  at 
the*  rear  of  the  source  and  slide  out  the  source  core.  Replace  it 
with  the  visible  source  element.  Turn  on  its  light  source  and 
turn  off  the  room  lights.  It  should  be  possible  to  trace  the  beam 
as  it  makes  the  transit  through  the  White  cell.  Attach  the 
assembly  containing  the  threaded  adjustment  screw  at  the  left  side 
of  the  number  2  outboard  mirror  (see  Figures  6  and  9)  and  loosen 
the  mounts  of  that  mirror  (it  is  the  only  mirror  to  be  adjusted)  . 
Position  the  mirror  so  that  the  4-meter  spot  pattern  described  in 
Section  II  is  attained.  Make  sure  that  all  apertures  are  cleared 
by  the  beam.  Tie  down  the  mirror  with  its  brackets  and  remove  the 
adjusting  screw.  Repeat  step  1  for  the  final  adjustment  of  the 
detector  position. 
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2 ,  Mirror  Cleaning 
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3.  Pump  Reservoir  Filling 
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SECTION  V 


CONCLUSIONS 


•The  LLNL/AFESC  dispersive  infrared  gas  sensor  has  been  shown  to 
measure  HCl  concentrations  as  low  as  0.5  ppm  with  an  instrumental 
response  time  of  1  second.  Four  spectral  channels  provided  in  the 
system  allow  correction  for  the  effects  of  water  vapor  absorption  and 
aerosol  attenuation.  These  channels  can  easily  be  adapted  to  the 
measure  other  gaseous  species.  Thus,  the  sensor  can  be  considered  to  be 
a  generic  instrument,  rather  than  one  that  can  be  used  solely  for  HCl 
detection. 

•The  sensor  is  equipped  with  a  radio  transmitter/receiver  pair 
that  allows  real-time  data  transmission  to  a  remotely  located  base 
station.  The  base  station  is  configured  with  software  that  lets  the 
data  be  received  and  plotted  on-screen  in  real-time,  and  permits 
commands  to  be  sent  to  the  sensor.  In  the  future,  the  base  station 
could  be  configured  to  receive  data  from  more  than  one  remote  sensor. 

•An  HCl/humidity  calibration  system  is  also  provided  with  the 
sensor  that  can  be  used  to  calibrate  the  sensor  response  to  those 
species.  Two  calibration  modes  are  possible.  In  the  first,  the 
calibration  is  accomplished  in  the  laboratory,  using  a  calibration 
chamber  that  encloses  the  entire  optical  path  of  the  sensor.  In  the 
second  mode,  the  sensor  is  calibrated  in  the  field,  using  a  set  of 
quartz  HCl  calibration  cells  and  a  portable  humidity  calibration  hood. 
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SECTION  VI 


RECOMMENDATIONS 

Although  the  operation  of  the  sensor  system  is  satisfactory^  some 
areas  of  possible  improvement  in  performance  have  been  noted.  These 
modifications  have  not  been  pursued  because  of  the  lack  of  additional 
time  or  money,  but  they  will  be  listed  here  so  that  they  may  be  added  in 
future  engineering  phases, 

A.  OPTICAL  CELL  MODIFICATIONS 

1.  TITAN  34D  Test  Firing 

The  only  field  test  of  the  sensor  occurred  at  the  static 
test  firing  of  a  Titan  34D  solid  rocket  booster  segment  at  Edwards  Air 
Force  Base  on  15  June,  1987^0^  test  was  conducted  in  Experimental 
Area  1-125  of  the  High  Thrust  Space  Booster  Complex  -  -  a  testbed  that 
had  been  formerly  used  by  Rockwell  International's  Rocketdyne  Division 
during  production  testing  of  the  F-1  liquid  rocket  engines  that  powered 
the  Saturn  V.  The  sensor  was  mounted  about  2  meters  off  the  ground 
outside  a  camera  bunker  (Building  8814)  that  was  located  about  150 
meters  from  the  pad  area.  The  CDAS  was  located  inside  that  building, 
and  connected  through  modems  and  standard  telephone  lines  to  the  sensor. 

Several  aborted  firing  attempts  occurred  before  the  actual 
ignition  on  June  15.  During  those  trials,  the  equipment  operated 
properly  and  tests  of  the  data  transmission  system  indicated  that  the 
modem  hookup  is  a  practical  and  effective  method  of  linking  the  sensor 
and  the  CDAS.  During  the  actual  firing  of  the  rocket  motor,  the  sensor 
head  optical  components  were  fouled  by  rainout  from  the  rocket  plume, 
which  passed  directly  over  the  sensor  location.  Consequently,  no 
measurements  of  HCl  concentration  were  made.  The  rainout  appeared  as  a 
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pinpoint  the  source  of  this  behavior,  we  feel  that  it  may  be  due  to  an 
aerosol  deposition  process  in  which  either  (a)  the  HCl  is  incorporated 
into  a  water  film  that  coats  the  inner  surfaces  of  the  calibration 
chamber  and  degasses  or  (b)  the  water  vapor  /  HCl  combination  leaves  a 
deposit  on  the  White  Cell  mirrors  that  does  not  readily  vaporize.  A 
potential  solution  to  this  problem  is  the  incorporation  of  heating 
elements  into  the  mirrors  that  would  rapidly  vaporize  water  droplets 
impinging  onto  the  mirror  surfaces.  If  it  is  mainly  a  degassing  effect 
within  the  chamber,  it  should  not  affect  open-path  operation  in  the 
environment. 

HCI/40%  Relative  Humidity 


Figure  19.  Sensor  Transmission  Measurement  in  the  Presence  of 
40  Percent  Relative  Humidity. 

B.  FILTER  WHEEL  MODIFICATIONS 


Two  modifications  to  the  filter  wheel  have  been  considered.  These 
would  improve  the  stability  and  drift  characteristics  of  the  system.  In 
the  first  modification,  the  quarter-segment  filter  elements  presently 
installed  on  the  wheel  would  be  replaced  by  uncut  circular  filters.  The 
small  size  of  the  existing  segments  causes  the  adjustment  of  the  filter 
wheel  timing  to  be  very  critical.  Larger  filters  would  ease  this 
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constraint,  and,  thus,  make  the  system  more  stable.  A  set  of  uncut 
filters  is  being  delivered  with  the  system. 

The  second  filter  wheel  modification  would  result  in  a  reduction 
of  the  sensor  drift.  At  present,  significant  baseline  drift  occurs  over 
several  hours.  We  believe  that  this  is  caused  by  spectral  variations  of 
the  IR  source.  To  compensate  for  this,  it  is  necessary  to  monitor  the 
filtered  source  output  for  each  channel.  The  measurement  must  be  made 
on  the  beam  before  spectral  attenuation  within  the  optical  sample  cell. 
A  potential  way  to  make  this  measurement  involves  the  addition  of  fiber¬ 
optic  channels  on  the  filter  wheel.  The  fiber  lightguides  could  be 
positioned  so  that  one  end  of  the  fiber  is  mounted  in  the  filter  wheel 
tab  that  covers  the  source,  while  the  other  end  is  mounted  so  that  its 
output  is  directed  through  a  filter  into  the  detector.  Thus,  each  time 
the  source  is  blocked  by  the  tab,  a  small  fraction  of  its  radiation 
would  be  filtered  and  measured  by  the  detector.  This  would  allow  the 
source  intensity  at  the  filter  bandpass  wavelength  to  be  continually 
monitored.  A  separate  fiber  would  be  required  for  each  filter  channel. 
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APPENDIX  A 


electronic  schematic  descriptions 

A.  HCl  SENSOR  OPTICAL  HEAD 

^  =  A  1  are  on  the  main  PC  board  {LEA-88- 

The  circuits  m  Table  A.l  are  on 

163200-10)  mounted  in  the  head,  with  the  exception 

transistor,  (LEa-88-163200-20)  .  They  am  mount.d  on  the  head  Eramewor 
itself,  to  allow  better  heat  dissipation.  See  , LEA-88-163200-5,  for  a 
head  block  diagram,  and  , LEA-88-163200-21,  for  more  circuit  information. 


Detector  and  preamplifisr 
Detector  cooler  controller 
Source  controller 
Stepper  motor  controller 
Photocell  circuit 
Timing  circuits^ 


(LEA-8 8 -1632 00-25) 
(LEA-88-163200-14) 

(LEA-88-163200-15) 

{LEA-88-163200-13) 
(LEA-88-1 63200-1 6) 
fLEA-88-163200-lI)_ 


1. 


Detector  and  amplifier  {LEA-88-163200-25) 


The  detector  is  biased  by  the  current  through  resistor  Rl- 
The  yalue  of  RL  is  chosen  to  give  0.0  V  at  the  input  of  U1  (Em  2, 
when  the  filter  wheel  is  blocking  the  detector  and  -8  V  at  pan 
of  04.  This  is  called  the  rero  signal  (or  dark  signal,.  When  a 
detector  is  blocked,  the  current  amplifier  U1  amplifies  this 
signal.  The  amplified  signal  is  sent  to  04  (Pin  2,.  This 
sample/hold  10  (04,  compares  the  amplified  signal  from  01  to 

ground  (i.e.,  0.0  volts,,  and  produces  an  amplified  error  signal 

at  pin  0  that  is  in  the  range  of  0  to  -8.0  volts.  This  closed-loop 
system  is  the  autorero  circuit.  It  zeroes  the  voltage  at 
01  (Pin  6,  each  time  the  filter  wheel  blocks  the  IR  detector.  e 
IR  detector  signal  is  further  amplified  by  03,  buffered  by  02,  and 
then  sent  to  the  main  chassis  (i.e.  to  the  sensor  electronic  unit 
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(SEU)).  the  autozero  circuit  is  gated  by  a  pulse  generated  in  the 
timing  circuits  on  the  main  control  board  using  the  timing  slots 
on  the  filter  wheel.  The  sample/hold  circuit  (U4)  is  gated  only 
when  the  IR  detector  is  blocked.  This  autozero  circuit  operates 
four  times  each  revolution  of  the  filter  wheel,  just  before  the  IR 
data  signals  are  generated.  The  preamp  is  a  separate  board  that  is 
mounted  on  top  of  the  main  control  board. 

2.  Detector  cooler  circuit  (LEA-88-163200-14) 

The  detector  cooler  circuit  is  a  closed-loop  control  system 
that  maintains  the  1  mm-square  PbSe  detector  chip  at  a  ten^erature 
of  about  -35 'C.  The  detector  is  mounted  on  a  two-stage  Peltier 
cooling  block  enclosed  within  the  detector  can.  A  thermistor  is 
also  attached  to  the  cooling  block,  allowing  the  detector 

t 

temperature  to  be  measured.  The  thermistor  is  connected  to  Pin  D6 
of  the  main  circuit  board,  where  it  is  part  of  a  bridge  network 
that  also  contains  resistors  Rl,  R14,  and  R12.  The  bridge  voltage 
(or  error  voltage)  is  amplified  by  U13,  U12  and  sent  to  a  power 
amplifier  consisting  of  Ull,  Ql,  and  Q2 .  Power  transistor  Q2 
drives  the  Peltier  block.  In  this  closed-loop  control,  any  change 
in  'detector  temperature  is  compensated  for  by  the  drive  current 
through  the  cooling  block. 

The  detector  thermistor  voltage  at  Pin  D6  of  the  control 
board  is  buffered  by  amplifier  UlO,  then  input  in  amplifier  U9, 
where  it  is  amplified  and  inverted.  An  offset  voltage  whose  level 
is  determined  by  variable  resistor  R53  and  resistors  R3,  R4,  R5 
and  R6  is  added  to  this  to  allow  the  temperature  of  the  detector 
to  be  read  directly  in  volts  (i.e.  1.0  volt  equals  10  C)  .  This 
voltage  is  then  sent  to  the  chassis  where  it  can  be  read  on  the 
digital  voltmeter. 
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3,  Source  controller  circuit  (LEA-88-163200-15) 

The  temperature  controller  senses  changes  in  the  source 
resistance  as  a  means  of  detecting  changes  in  the  source 
temperature.  The  source  resistance  is  compared  to  a  known  resistor 
in  a  resistor  bridge  configuration.  This  bridge  is  composed  of 
R63,  R12,  R16,  and  the  source  winding.  The  error  voltage  of  the 
bridge  is  amplified  by  the  differential  Amplifier  U5  and  Amplifier 
U6.  The  amplified  error  signal  from  U6  (Pin  6)  goes  through  jumper 
J2  to  the  power  amplifier  driver  consisting  of  U6  and  Q2 ,  The 
output  of  the  driver  amplifier  then  drives  the  source  amplifier, 
Q3.  The  bridge  resistors  and  amplifier  Q3  are  mounted  on  heat 
sinks  external  to  the  board.  The  temperature  of  the  source  can  be 
adjusted  by  R63,  and  is  typically  set  to  800 ’C.  External  control 
of  the  source  is  possible  through  Buffer  Amplifier  U7  (through 
jumper  Jl)  .  To  allow  this,  it  is  necessary  to  remove  jumper  J2, 
and  to  connect  Jl .  This  disconnects  the  source  control  loop.  The 
source  temperature  can  then  be  controlled  with  an  input  voltage  at 
pin  P13  on  the  board. 

4.  Stepper  motor  controller  (LEA-88-163200-13) 

The  clock  frequency  for  the  stepper  motor  is  generated  by 
OSC-1,  a  single-chip  programmable  oscillator  (pxo-1000) .  This 
drives  U16,  a  photo-isolator  chip,  which,  in  turn,  drives  the 
motor  driver  chip  U15.  The  isolator  chip  isolates  the  oscillator 
from  the  motor  circuit,  to  prevent  interference  by  noise  generated 
in  the  motor.  The  motor  driver  chip,  U15  (SAA-1027)  drives  the 
motor  directly.  The  motor  control  circuit  is  filtered  by  C19,  C20, 
C21,  C17,  and  R39,  This  filtering  also  helps  reduce  electrical 
noise  from  the  motor. . 
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5.  Photocell  circuit  (LEA-88-163200-16) 

The  photocell  circuit  is  straightforward.  The  LED/photocell 
pickup  unit  is  used  to  monitor  the  passage  of  the  timing  slots  on 
the  filter  wheel,  when  a  timing  slot  passes  the  pickup,  the 
photocell  produces  a  voltage  pulse  that  is  amplified,  inverted  by 
UlA,  sent  to  the  timing  circuits. 

6.  Timing  circuit  (LEA-88-163200-17) 

Timing  pulses  generated  by  the  photocell  circuit  are 
inverted  by  UIB  and  shaped  by  UlC.  The  shaped  timing  pulse  from 
UlC  is  then  sent  to  one-shot  U18A.  This  component,  along  with  U20B 
and  U2A  are  used  to  separate  the  sync  pulse  from  the  timing 
pulses.  (Recall  that  the  sync  pulse  is  generated  from  the  wider 
timing  slot  on  the  filter  wheel,  and  is  produced  once  every 
revolution  of  the  wheel.  The  timing  pulses  originate  from  narrower 
slots,  and  occur  four  times  per  revolution) .  The  sync  pulses  are 
inverted  and  buffered  by  U4F  and  U4E  and  are  sent  to  the  chassis. 

The  sync  pulses  are  also  used  to  reset  the  counter  U17  through  the 
OR  gate  U3A. 

The  purpose  of  counter  U17  is  to  generate  pulses  that  are 
synchronized  with  the  filter  wheel  data  pulses.  This  is  done  by 
clocking  the  counter  with  the  shaped  timing  pulses  from  UlC.  Since 
the  counter  is  reset  by  the  sync  pulse,  it  generates  a  gate  for 

every  data  pulse.  These  gate  pulses  are  output  at  U17  (Pins  3,  2, 

4,  and  7) . 

The  lagging  edge  of  the  gate  pulse  from  U17  (Pin  4)  along 
with  R67,  C33,  and  UIF  generate  the  autozero  pulse.  This  pulse  is 
sent  to  the  chassis  and  to  the  preamp  board. 

The  gate  pulses  generated  from  counter  U17  are  used  with 
one-shots  U19A,  U18B,  U19B,  and  U20A,  and  gates  UlE,  UID,  U3B,  and 
U3C  to  generate  a  convert  pulse  and  a  hold/reset  pulse.  The 
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convert  pulse  is  used  to  tell  the  A/D  when  to  digitize  the  data. 
The  hold/reset  pulse  is  used  to  control  the  peak  sample/hold 
circuit  in  the  chassis. 

7.  Head  temperature  circuit  (LEA-88-163200-11) 

The  head  temperature  circuit  is  very  simple.  It  uses  a 
standard  commercial  temperature  sensor  (AD590)  made  by  Analog 
Devices.  It  is  used  in  the  circuit  recommended  by  Analog  Devices. 

.  The  resistors  R47  and  R50  are  used  to  calibrate  the  temperature. 

B.  MAIN  CHASSIS 


The  main  chassis  block  diagram  is  (LEA-88-163200-30) .  The  main 
chassis  contains  the  circuits  listed  in  Table  A. 2. 


TABLE  A. 2.  MAIN  CHASSIS  CIRCUIT  SCHEMATICS 


Chassis  power  and  control 

(LEA-88-163200-31) 

Z80  processor 

(commercial  manual) 

14-bit  A/D  card 

(commercial  manual) 

Card  cage 

(LEA-88-163200-46) 

Input/output  card 

(LEA-88-163200-41) 

Power  supply  card 

(LEA-88-163200-42) 

Signal  card 

(LEA-88-163200-43) 

Monitron  radio  block  diagram 

(LEA-88-163200-55) 

Radio  wiring  and  cabling 

(LEA-88-163200-56) 

1.  Chassis  block  diagram  (LEA-88-163200-30)* 

The  main  chassis  contains  a  number  of  components^  including: 

(a)  Card  cage  containing: 

•  Z80  processor  card 

•  A/D  card 

•  I/O  card 

•  Dual  +/-  15  V  power  supply  card 
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The  +12  V  chassis  power  is  directed  from  F2  to  TBl,  Terminal 
1.  From  this  point,  it  is  connected  to  the  control  panel  to  power 
SWl  and  DIP  relay  R3.  It  is  then  directed  through  power  relay  R2 
to  TBl,  terminal  3.  From  there,  it  powers  the  pump  at  plug  PG2,, 
the  test  switch,  the  card  cage,  and  terminal  strip  TB2.  The  latter 
strip  controls  the  power  distribution  for  the  radios. 

The  power-up  control  sequence  is  as  follows:  When  power  is 
applied  to  the  main  box,  the  Z80  processor  is  powered  up.  The  Z80 
processor  can  run  in  different  modes  (using  different  programs) 
depending  upon  the  configuration  of  the  setting  of  the  program 
switch  on  the  I/O  card  (see  I/O  card,  (LEA-88-163200-35).  If  the 
switch  is  set  for  test,  then  the  processor  will  be  in  the  monitor 
mode,  allowing  one  to  connect  the  portable  computer  to  the  main 
box.  This  mode  is  for  troubleshooting  and  calibration.  If  the 
switch  is  set  for  program,  the  processor  runs  the  FORTH  program  to 
take  data.  In  this  mode,  the  main  box  waits  for  a  transmitted 
command  from  the  base-station.  If  the  local/remote  switch  is  in 
the  local  position,  an  "on"  command  from  the  base  station  will 
turn  on  the  sensor.  This  is  done  by  switching  RY3,  which,  in  turn, 
switches  RYl  and  RY2,  the  main  power  relays.  It  also  switches  the 
auxiliary  relay,  RY4  (a  DPDT  relay)  .  RY4  is  used  to  control 
external  equipment . 

If  the  local/remote  switch  is  in  the  local  position,  the 
sensor  can  be  turned  on  by  the  power  switch  SWl  and  not  by  RY3. 

When  the  +12  volt  is  applied  to  the  cardcage,  the  power 
supplies  contained  within  that  unit  produce  power  at  +  15  V  which 
is  connected  to  signal  head  plug  PG4 .  The  card  cage  also  produces 
another  source  of  +  15  volt,  which  powers  the  Z80  processor 
assembly  and  the  test  switch.  A  +10  volt  source  is  produced  and 
used  by  the  card  cage  and  the  test  switch. 
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3.  Z80  Processor  (Standard  Bus)  -  Block  diagram  (LEA‘-88-'163200- 
32) 

4.  Utility  I/O  card  (LEA-88-163200-35) 

This  is  a  Standard  Bus  I/O  breadboard  card  that  is  set  up 
for  8  bits  of  input  data  at  E55  (bit  0)  through  E59  (bit  7)  and  8 
bits  of  output  data  at  E44  (bit  0)  through  E51  (bit  7) .  The  card 
is  commercially  made  and  has  all  the  necessary  chips  to  interface 
to  the  standard  bus. 

Input  bit  E55  (bit  0)  is  connected  to  switch  1,  which  is 
mounted  on  the  back  of  the  card.  When  this  switch  is  in  the  +5  V 
position^  bit  0  is  set.  During  the  startup  routine,  the  Z80  checks 
this  bit.  If  it  is  set,  the  Z80  runs  the  data  collection  program. 
If  it  is  not  set  (switch  in  ground  position)  the  Z80  goes  into  the 
monitor  program  that  allows  the  user  to  run  FORTH  programs,  run 
diagnostics,  and  have  general  access  to  the  onboard  FORTH  system. 

Bit  E56  can  be  set  by  Flip-Flop  UlA.  This  is  the  sync  flip- 
flop  and  is  set  by  the  sync  signal  from  the  head.  This  signal 
comes  in  on  PGl  and  passes  through  U2B  and  U2A,  where  it  is 
buffered.  It  is  then  directed  to  pin  6  of  UlA.  The  flip-flop  is 
reset  on  the  lagging  edge  of  the  Z80  write  pulse  (U7,  pin  8) ,  The 
Z80  program  looks  at  this  bit  (E56)  at  the.  start  of  each  digitized 
data  pulse.  If  the  bit  is  set,  the  program  recognizes  that  that 
data  pulse  is  the  first  one  in  the  data  string.  The  program  then 
uses  this  information  to  store  and  process  the  data,  and  to 
synchronize  the  data  collection.  Input  bits  E52  through  E59  are 
not  used  at  this  time. 

Output  bits  E44  (bit  0)  and  E45  (bit  1)  are  set  by  the 
program.  They  control  Flip-Flop  UIB,  which  turns  Q1  on  and  off.  Q1 
is  a  switch  that  is  connected  to  PG2,  on  the  back  of  the  card.  The 
Q1  output  is  directed  from  PG2  to  the  control  panel  where  it 
switches  the  main  power  relay. 
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Output  bits  E4  6  and  4  7  control  Flip-Flop  USA,  which 
activates  DIP  relay  K1  by  controlling  transistor  Q2 ,  The 
open/close  contacts  of  K1  are  connected  through  PG2  to  the  radio 

control  board.  These  contacts  then  turn  the  transmitter  on  and 
off. 


Output  bits  E48  and  E49  control  Flip-Flop  USB.  This  controls 
relay  K2,  the  hood  control  relay.  The  contact  closure  of  Relay  K2 
is  connected  through  PG2  to  TB3. 

The  I/O  output  card  can  be  changed  to  give  more  input  or 
output  bits,  which  can  be  used  if  the  need  for  more  control 
channels  arises. 

S.  Input/output  card  (LEA-88-163200-41) 

(also  refer  to  Card  cage  wiring  (LEA-88-163200-46)) 

The  function  of  the  input/output  card  is  to  buffer  and 
distribute  signals  from  the  head.  The  detector  signal  is  brought 
from  the  signal  card  and  input  to  this  card  on  Pin  1.  It  then 
passes  through  Voltage  Follower  U3,  and  to  the  output  front  panel 
BNC.  The  buffered  detector  signal  from  U2  goes  to  the  test  switch. 

The  convert  pulse  is  brought  from  the  head  onto  Pin  2.  It  is 
buffered  by  UIB,  UlA,  and  UlC.  The  buffered  convert  pulses  from 
Pin  14  are  sent  to  the  A/D  card.  The  buffered  convert  pulse  from 
Pin  B  is  sent  to  Pin  B  of  the  signal  card. 


The  sync  pulse  from  the  head  comes  in  on  Pin  3  and  is  then 
sent  through  UlE  and  UID  (where  it  is  buffered) ,  and  out  on  Pin  R 
to  the  I/O  card. 

The  detector  temperature  signal  from  the  head  comes  in  on 
Pin  F  and  is  buffered  by  U6  and  U7 .  The  output  of  U7  is  sent  to 
Pin  T,  and  then  to  Position  7  of  the  test  switch.  The  output  of  U6 
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is  sent  to  Pin  11,  then  to  Channel  1  of  the  A/D  card.  The 
software  does  not  access  A/D  Channel  1;  therefore,  the  data 
transmitted  to  the  base  station  does  not  include  the  detector 
temperature.  The  system  could,  however,  be  modified  to  include 
this  capability. 

The  head  temperature  signal  is  brought  onto  the  card  on  Pin 
7.  and  is  buffered  by  U6  and  U8 .  The  output  from  U8  goes  to  Pin  18 
and  to  Position  10  on  the  test  switch.  The  buffered  output  from  U9 
goes  to  Pin  12,  whereupon  it  is  sent  to  Channel  3  of  the  A/D  card. 
As  mentioned  in  the  case  of  the  detector  temperature,  the  software 
does  not  access  A/D  channels  numbered  above  0  (the  detector  signal 
channel)  .  Thus,  the  head  temperature  is  also  not  input  by  the 
software . 

The  source  temperature  signal  comes  in  on  Pin  4  and  is  meant 
to  be  buffered  by  U4  and  U5,  whose  outputs  go  to  Pin  10  and  Pin 
16.  The  latest  source  design  does  not  have  a  thermistor 
incorporated  into  it;  therefore,  this  signal  line  is  not  presently 
used.  The  Voltage  Followers  U4  and  U5  are  also  not  used  at  this 
time,  but  are  wired  to  pins  10  and  16  and  are  connected  to  A/D 
Channel  2  and  Test  Switch  Position  8.  They  are,  therefore 
available  for  any  use  one  desires. 

6.  Signal  card  (LEA-'88-163200-43) 

The  function  of  the  signal  card  is  to  perform  auto-zeroing 
of  the  detector  signal  and  to  provide  the  A/D  with  an  integrated 
sample-and-hold  signal  (that  is  derived  from  the  detector  signal) . 
The  detector  signal  enters  the  board  on  pins  1  and  A,  from  which 
it  is  sent  to  the  differential  amplifier  U2.  Amplifier  U2  is  set 
for  unity  gain  and  is  used  to  convert  the  differential  signal  to  a 
single  ended  signal.  The  output  of  U2  goes  to  the  +  side  (pin  3) 
of  the  differential  auto-zero  amplifier  U3.  U3  is  also  operated  in 
the  unity  gain  mode. 
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The  auto-zero  function  is  performed  by  taking  output  from  U3 
and  sending  it  to  the  +  input  of  U4,  a  differential  amplifier  set 
for  maximum  gain.  It  compares  the  signal  from  U3  to  the  signal  at 
the  wiper  of  RIO.  The  voltage  at  RIO  is  a  small  offset  voltage  and 
is  sent  to  the  -  input  of  U4 .  U4  then  gives  an  an^jlified  signal  of 
the  difference  in  voltage  of  RIO  and  U3.  This  difference  in 
voltage  (or  error  signal)  goes  to  the  sample-and-hold  IC  U6 
(AD562)  .  The  output  of  U6  then  goes  to  the  -  input  of  U3.  These 
circuits  form  a  closed  servoloop.  The  auto-zero  gate  comes  in  on 
Pin  3  and  goes  to  U6,  the  sample-and-hold  IC.  During  the  auto-zero 
period,  (auto-zero  gate  low) ,  the  sample-and-hold  IC  is  in  the 
sample  mode,  making  the  servo  loop  active.  In  this  state, 
increasing  output  at  U3  causes  the  voltage  error  at  U4  to 
increase.  Capacitor  C5  of  the  sample-and-hold  IC  is  charged  to 
this  voltage.  This  voltage  is  then  sent  back  to  the  input  to  U3, 
which  forces  the  output  of  U3  down.  This  auto-zero  loop  then 
charges  C5  to  the  voltage  needed  to  give  a  zero  output  at  U3.  When 
the  auto-zero  gate  goes  high  (auto-zero  period  over) ,  the  san^le- 
and-hold  IC  goes  into  the  hold  mode,  in  which  the  voltage  on 
capacitor  C5  is  held  at  the  zeroing  voltage  until  the  next  auto¬ 
zero  period.  During  the  non-auto-zero  period,  U3  acts  like  a 
normal  unity-gain  signal  amplifier.  However,  because  of  the 
zeroing  voltage,  it  has  a  zero  offset.  The  auto-zero  period  occurs 
just  before  each  of  the  8  detector  signals.  The  signal  output  of 
U3  is  sent  to  buffer  amplifier  Ul.  The  output  of  U1  goes  to  pin  2 
and  then  to  the  input/output  card.  The  signal  from  U3  is  also  sent 
to  switch  1,  which  gives  the  option  of  selecting  an  external 
(test)  signal  or  the  detector  signal  from  U3.  The  output  of  switch 
1  goes  to  the  IC  U5  (PDK-01,  an  integrating  peak-hold  IC) ,  which 
is  used  to  integrate  and  hold  the  detector  signal,  thus  allowing 
it  to  be  digitized.  The  hold  and  reset  gates  are  generated  by  the 
hold/reset  signals  from  the  head  and  one-shots  U8A,  U8B,  and  or- 
gate  U9A.  The  hold  capacitor  is  C2.  The  held  output  signal  from  U5 
goes  to  Pin  6  and  then  to  the  A/D  card. 
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7.  Power  card  (LEA-88-163200-42) 

The  power  card  has  two  ±15  voltage  180  mA  DC-to-DC  power 
supplies  mounted  on  it.  One  power  supply  is  for  the  head  and  the 
other  is  for  the  chassis.  Both  supplies  take  a  +12  voltage  input. 
A  +10  voltage  reference  is  also  produced  for  use  in  the  chassis. 
Q1  is  a  +10  voltage  precision  regulator  IC  (LH0070)  and  is  driven 
from  the  +15  voltage  chassis  supply. 

8,  Radio  system  block  diagram  (LEA-88-163200-55) 

(also  see  radio  manuals) 

The  radio  system  is  a  commercial  product  purchased  for  use 
in  the  sensor.  It  is  composed  of  a  2  watt  transmitter  operating  at 
407.5  MHz  and  a  receiver  operating  at  the  same  frequency.  Both  the 
transmitter  and  receiver  operate  at  data  transmission  rates  of 
4800  baud.  Also  used  with  the  radios  is  an  NDS  signal  conditioning 
unit  that  interfaces  the  transmitter  and  receiver  signals  to 
standard  RS232  format,  and  a  control  board  that  controls  both  the 
power  to  the  transmitter  and  the  coax  relay.  When  the  radios  are 
operating,  the  receiver  is  left  continuously  on,  as  its  power 
consumption  is  relatively  low.  Because  the  system  uses  only  one 
antennae,  the  coax  relay  is  used  to  switch  that  antennae  between 
the  transmitter  and  the  receiver.  The  transmitter  is  turned  on 
only  when  transmission  of  data  is  required  due  to  its  large  power 
consumption.  The  radio  system  uses  the  chassis  +12  V  source  for 
its  operation. 

9.  Radio  wiring  and  cabling  (LEA-88-163200-56) 

The  radio  systems  receive  their  power  and  control  from  TB3. 
The  power  switch  is  mounted  on  the  NDS  mounting.  Power  at  +12  V  is 
supplied  to  Terminal  15  and  then,  through  the  switch,  to  Terminals 
9,  11,  and  13.  Terminal  13  is  connected  to  NDS  plug  J2-A,  to 

supply  power  to  the  NDS  unit.  The  receiver  is  powered  from 
Terminal  11  through  receiver  plug  J2-A.  The  transmitter  receives 
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.ts  power  from  Tenrdorl  3  on  the  control  board  ,rod  wire,  switched 
V)  through  transmitter  plug  J2-a,  ne  transmitter  is  only 
turned  on  when  transmitting  data.  The  control  board  receive,  its 
power  from  Terminal  9  of  TB3. 


The  RP  transmitter  output  signal  is  directed  from  the 

transmitter  plug  gi  to  the  co.w  relay.  The  receiver  RP  signal 

ccmes  from  the  coar  relay  to  the  receiver  plug  Jl.  The  coar  relay 

IS  controlled  by  the  control  board  from  Terminal  1  on  rB3  The 

eoar  relay  switches  the  antenna  between  the  transmitter  and  the 
receiver. 

The  demodulated  Rp  signal  fro.  the  receiver  is  sent  to  the 
unit  through  Receiver  Plug  J2  ,pl„  b) .  The  NDS  unit  serves  as 
the  interface  to  the  computer.  It  take,  the  signal  from  the 

receiver  and  converts  it  into  mv. 

S  232  format.  The  resulting  RS-232 

signal  is  sent  to  the  Z80  processor  through  pin  B. 

The  RS-232  signal  to  be  transmitted  (from  the  Z80  processor) 

comes  into  the  NDS  at  Jl  (pin  d) .  The  NDS  then  formats  the  signal 

serial  audio  string  which  is  sent  from  the  NDS  (at  Jl,  pin  E) 

to  the  transmitter  (at  J2,  pin  B) .  This  signal  is  transmitted  if 

the  transmitter  is  on  and  the  coax  relay  is  in  the  transmit 
position. 

The  transmlttar  and  coar  relay  are  controlled  by  a  signal 

from  the  control  board  available  at  Terminal  4  of  TB3.  This  signal 

criginate,  at  the  Z80  lo  card,  and  is  directed  to  the  control 
board  from  Terminal  4. 


in  addition  to  controlling  the  coax  relay  and  transmitter, 
t  e  control  board  also  regulate,  the  delay  time  between  the  point 
at  which  the  transmitter  is  switched  on  and  the  time  at  which  the 
coax  relay  is  set  in  the  transmit  position.  This  is  necessary  to 
ensure  that  the  transmitter  has  stabilised  and  is  ready  to 
transmit  when  the  antenna  is  connected.  The  control  board  also 
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regulates  the  squelch  in  the  receiver  through  Terminal  6,  TB3  and 
J2/  Pin  C  of  the  receiver. 


C.  Battery  Box 


The  battery  box  block  diagram  is  (LEA-88-163200-60).  The  battery 
box  contains  the  circuits  listed  in  Table  A. 3; 

_ table  a. 3.  BATTERY  BOX  CIRCUIT  SCHEMATICS 


Batteries 
Battery  chargers 
Power  supplies 
Battery  box  cables 


(commercial  units) 
(commercial  units) 
(commercial  units) 
(LEA-88-163200-62) 


The  battery  box  provides  all  the  power  to  the  sensor.  It  supplies 
+12  volts  0  6.8  A  and  +5  volts  0  3  A  for  use  by  the  main  chassis.  It 
also  supplies  +12  volts  @  6.8  A  and  +5  volts  S  3  A  to  the  sensor  head 
(through  the  main  chassis) .  The  battery  box  contains  two  +12  volts  24 
Amp-hr  gel-  cells.  There  are  also  two  12  volts  gel-cell  chargers,  two  +5 
volts,  5  A  DC-to-DC  power  supplies,  and  two  +12  volts  6.8  A  110  volts 
Operated  supplies. 

When  110-volts  AC  power  is  supplied  to  the  box,  the  chargers 
continually  charge  the  batteries.  If  the  main  power  switch  is  turned  on, 
the  chargers  are  turned  off  and  the  two  +12  volts,  110-volts-driven 
power  supplies  are  turned  on.  At  the  same  time,  the  +12  volts  supplies 
provide  power  to  the  DC-to-DC  converters,  producing  the  two  +5  volts 
sources.  In  this  configuration,  the  batteries  are  floating  across  the 
+12  volts  supplies. 

If  AC  power  is  not  supplied  to  the  box,  the  chargers  are  not 
turned  on.  When  the  main  power  switch  is  activated,  the  batteries  now 
supply  the  power  for  the  DC-to-DC  converters,  producing  the  two  +5  volts 

sources.  At  the  same  time,  the  batteries  supply  the  two  +12  volts 
sources. 
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Battery  box  wiring  {LEA-88-163200-60) 

The  no  V  AC  enters  the  box  on  plug  PG2,  through  Fuse  Fl  and 
switch  SWIA  to  terminal  block  TBl  (Terminals  7  and  10)  .  The  AC 
also  goes  from  the  fuse  Fl  to  Terminal  5.  Switch  SWl  is  a  3PST  and 
is  the  main  power  switch  for  the  box.  With  switch  SWl  off  and  110 

V  applied  to  the  box,  relay  RYl  is  energized  through  the  relay  NC 
contacts  of  relay  RY2.  The  unswitched  110  VAC  goes  from  terminal  5 
of  TBl  through  the  NC  contacts  of  RY2  to  RYl  and  terminals  1  and  3 
of  TBl  The  power  from  Terminal  1  of  TBl  is  used  to  power  the  +12 

V  battery  chargers  through  the  NO  contacts  of  RYl  (which  are  now 
closed).  The  battery  chargers  now  charge  the  batteries.  Thrs  rs 
the  standby  condition  when  110  VAC  is  supplied  to  the  box  and  the 

main  power  switch  is  off. 

If  llO-volt  hC  is  supplied  to  the  box  and  the  isain  po«er 
switeh  is  turned  pouer  is  applied  to  relay  RI2  to  energise  it. 

This  causes  the  NC  contacts  (RT2C)  to  open,  preventing  RVl  from 
energising  and  keeping  the  battery  charger,  oft.  The  110  VAC  from 
SWl  is  also  applied  to  the  tl2  VDC  supplies,  thus  turning  them  on. 
The  energizing  of  RT2  also  causes  the  output  of  the  two  tl2  volts 
supplies  to  be  applied  to  Terminals  6  and  8  of  TB2,  through  the  NO 
contacts  of  RT2.  From  Terminals  6  and  8  ot.TB2,  the  two  el2  volts 
sources  are  connected  <through  F2,  r3,  and  SWIB  and  SWIC)  to 

Terminals  7  and  12  of  TB2.  The  voltages  supplied  at  Terminals  7 
and  12  are  connected  to  pins'  E  and  G  of  the  output  plug  PGl.  The 
voltages  from  Terminals  7  and  12  are  also  used  to  powe 
voles  DC-to-DC  converters.  The  outputs  of  the  converters 
directed  to  terminals  1  and  3  of  TB2  and  then  to  output  plug  PGl 
(Pins  A  and  Cl  .  The  outputs  of  the  +12  volts  gel  cells  go  to 
Terminals  5  and  10  of  TB2  and  then  to  Terminals  6  and  11,  allowing 
them  to  float  aotoss  the  two  +12  volts,  6.8  A  supplies. 
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When  110  VAC  is  nolL  applied  to  the  box  and  the  power  switch 
is  on,  relays  RYl  and  RY2  are  not  energized,  thus  disconnecting 
both  +12  volts,  6.8  A  supplies  and  both  battery  chargers  from  the 
output.  The  battery  power  is  applied  to  the  output  Terminals  7  and 
12  of  TB2  through  F2  and  F3,  and  power  switches  SWIB  and  SWIC. 
Under  these  conditions,  the  batteries  supply  +12  volts  to  the 
chassis  and  the  DC^to-DC  converters. 

D.  Pump  Box 

The  pump  box  has  the  following  mounted  within  it: 

Pump  (commercial  manual) 

Pump  wiring  (LEA-88-163200-70) 


Pump  wiring  (LEA-88-163200-70) 

The  pump  wiring  is  straightforward.  The  +12  volts  from  the 
chassis  comes  from  PGl  to  the  fan  motor  and  the  pump  motor.  When 
the  sensor  unit  is  on,  the  pump  unit  is  on.  The  head  is  water- 
cooled.  Heat  generated  by  the  filter  wheel  motor,  the  IR  source, 
and  the  detector  cooler  circuit  is  removed  from  the  head  by  the 
cooling  pump. 
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APPENDIX  B 


Z80  MICROPROCESSOR  CONTROL  SOFTWARE 


This  section  describes  the  general  operation  of  the  FORTH  code 
resident  on  the  Z-80  card  (it  is  burned  into  two  ROMs  on  that  card)  and 
is  used  to  control  the  data  collection  and  timing  of  the  sensor.  A  FORTH 
operating  system  is  also  contained  on  that  board.  Figure  B.l  contains 
flow  diagrams  of  the  major  FORTH  words  that  are  used  to  run  the  sensor. 

The  detector  data  arrives  at  the  SEU  from  the  head  at  the  rate  of 
8  data  points  per  second.  Because  the  filter  wheel  runs  continuously^ 
the  data  is  continuously  produced  as  long  as  the  sensor  unit  is  powered 
up.  To  accommodate  the  data  flow^  the  microprocessor  software  is  run  on 
an  interrupt  system.  This  means  that  the  digitization  and  storage  of 
data  takes  precedence  over  all  other  software  functions.  The  data  is 
processed  using  the  14"*bit  Data  Translation  A/D  conversion  card.  The 
card  has  a  range  of  ±  10  V  .  The  card  is  gain  programmable.  For  use  in 
this  sensor,  it  is  set  for  0-2.5  volts  =  0  -  8200  counts. 

Each  data  point  uses  2  bytes  of  storage.  The  data  is  saved  in  a 
256-byte  circular  buffer  (see  the  FORTH  word  INT-SERVICE-A) .  Because  the 
A/D  requires  only  14  bits,  the  last  two  bits  of  storage  are  free  for 
other  uses.  Bit  15  is  set  to  1  at  the  beginning  of  the  data  cycle  by  the 
sync  pulse.  This  bit  indicates  the  beginning  of  the  filter  wheel 
revolution.  The  sequence  of  the  data  point  collection  is  as  follows: 
REFl  (Reference  #1),  DARKl  (Background  #1),  REF2  (Reference  #2),  DARK2 
(Background  #2),  SIG  (HCl  signal),  DARK3  (background  #3),  H2O  (H2O 
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signal)/  DARK4  (Background  #4).  The  software  uses  the  sync  bit  (bit  15) 
to  synchronize  the  storage  and  processing  of  the  data. 

When  the  FORTH  word  "RUN”  is  executed/  the  following  sequence 
occurs.  The  sensor  unit  is  turned  off  (default  condition)/  the 
transmitter  is  shut  off  and  the  radio  remains  in  the  receiving  mode.  The 
FORTH  word  "RDATA”  is  executed.  The  processor  now  looks  for  characters 
that  arrive  at  the  receiver.  When  a  character  is  received/  it  is  tested 
to  see  if  it  is  an  ”0, ”  since  all  commands  are  two  characters  long  with 
the  first  one  being  an  ”0."  If  it  is  an  ”0/”  the  program  then  attempts 
to  identify  the  second  character.  If  the  second  character  is  not  valid/ 
or  if  no  character  is  received  during  the  timeout  of  the  loop/  the 
program  returns  to  looking  for  the  "0”  again.  It  will  stay  in  this  loop 
until  that  character  is  received.  Now,  if  a  valid  second  character  is 
received/  the  program  will  leave  this  loop  and  match  the  character  pair 
with  the  corresponding  command.  That  command  is  then  executed.  The 
possible  commands  and  their  two  letter  designations  are:  "ON”  (HCl  unit 
on)/  "OF"  (HCl  unit  off),  "OP”  (hood  open),  "OC"  (hood  close),  "OT" 
(exit  or  break  out  or  program)  .  For  all  commands  except  "ON"/  the 
processor  returns  to  the  command  receiving  loop  following  command 
execution.  When  "ON"  has  been  executed,  the  program  then  also  executes 
the  FORTH  word  "DLL,"  This  causes  a  3  minute  delay,  allowing  the  sensor 
unit  to  stabilize  to  some  extent  (a  30-minute  warmup  is  recommended 
before  data  is  taken) .  After  the  delay,  the  word  "RLOP"  is  executed. 

When  running  "RLOP"  the  sensor  enters  the  data  collection  mode.  At 
that  point/  the  program  is  interrupt  controlled.  The  interrupts  are 
driven  by  the  filter  wheel  sync  pulse.  Because  the  system  is  collecting 
data  in  real  time,  data  must  be  stored  at  the  proper  time  interval. 
Thus,  the  data  is  stored  in  the  circular  buffer  at  a  rate  of  8Hz.  The 
storage  occurs  regardless  of  what  the  program  is  doing  at  the  time.  At 
the  start  of  the  data  collection  mode,  the  program  turns  on  the 
transmitter,  waits  150  msec  to  allow  the  transmitter  to  warm  up,  and 
then  executes  the  word  "START".  The  program  now  enters  a  loop  and  waits 
for  the  data  buffer  to  accumulate  the  required  8  data  points.  When  the 
data  points  are  stored,  they  are  averaged  and  transmitted  to  the  base 
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station  (tnua,  the  data  received  at  the  base  station  1,  actually  the 
average  o£  S  real  data  points) .  me  transmitter  is  then  turned  off.  The 
program  returns  to  the  command  receiving  mode  for  a  time  window  of  about 
«  to  5  seconda,  where  it  awaits  additional  commands  from  the  base 
station.  When  the  buffer  is  nearly  full  again,  the  transmitter  is  turned 
on  again.  Ihe  full  buffer  is  then  transmitted  to  the  base  station  and 
this  cycle  is  repeated.  The  base  station  must  be  ready  to  receive  the 
data,  since  the  HCl  unit  is  transmitting  it  in  real-time 


A  printout  of  the 
This  code  is  burned  onto 


FORTH  microprocessor  control  software  follows, 
two  ROMS  installed  within  the  SEU. 
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SCREEN  #  0 

0  (  STAND-ALONE  ROMABLE  Z-SO  FORTH  SOURCE  CODE  ) 

1  ;S 

2  FOR  USE  WITH  NAUTILUS  SYSTEMS  CROSS  COMPILER 

3  (  Z-SO  TARGET  VERSION  ) 

& 

5  (C)  1981  BY 

6  RAY  DUNCAN 

7  LABORATORY  MICROSYSTEMS 

8  4147  BEETHOVEN  STREET 

9  LOS  ANGELES*  CA  90066 

10  213-390-9292 

11 
12 
1  3 

14 

15 


SCREEN  #  1 

0  <  EXPLANATION  OF  LOAD  SCREENS  ) 


1 

2 

’«• 

4 

5 

6 

7 

8 
<5 


(  CROSS-COMPILING: 

(  FIRST  EDIT  SCREEN  9  TO  SET  ORIGIN  AND  MEMORY  SIZE. 

(  FROM  CP/M,  TYPE:  A>CROSSZSO  R0MZ80.SCR  <RETURN>. 

(  WAIT  FOR  SYSTEM  ID.  THEN  TYPE: 

(  7  LOAD  <RETURN> 

<  TARGET  IMAGE  IS  LEFT  IN  FILE  IMAGE.COM  ON  CURRENT  DISK. 


10 

11 

12 

13 

14 

15 


) 

) 

\ 

) 

) 


SCREEN  #  2 


0 

1 


4 

5 

7 


SCREEN  PRINTING  UTILITY  SHOW  ) 
DISPLAYS  TRIADS  ON  LIST  DEVICE 


COMMAND  FORMAT:  N1  N2  SHOW  ) 

VARIABLE  FF.FLAG 
SHOW 

FF.FLAG  @  0= 

IF  CR  ."  DOES  YOUR  PRINTER  HAVE  FORM  FEED  CAPABILITY? 
DUP  EMIT  89  =  IF  2  ELSE  1  END  IF  FF.FLAG  CR  END  IF 
SWAP  PRINTER 
DO  I  TRIAD 


KEY 


Z-SO  FORTH 


LABORATORY  MICROSYSTEMS 


SUPPORT  -  PDUMP  ) 

h  ?^PREAMBLE  .  "  !  MOOOO  "  5  «  COMMA  .  "  »  '*  CR  ? 

^  •  7pRn  '*  r>**  - 

■4  :  cict]'  80  /MOD  BLOCK  +  CQ  ? 


5 

6 
7 
P 
9 

16 
11 
1 2 
is 

14 

15 


PDUMP  PREAMBLE  BASE  ®  >R 
OVER  +  SWAP  DO 
I  10  +  I  DO  I  C@CT3  0  <v# 
10  +LOOP  CR  R>  BASE  !  ’ 


HEX 

#  #  4>  TYPE  LOOP 


SCREEN  #  4  , 

a  (  SYSTEM  MESSAGES  ) 

1  EMPTY  STACK 

2  DICTIONARY  FULL^^^^^^ 

S  HAS  INCORRECT  ADDRESS  MUDE 
4  ISN^T  UNIQUE 


5 

6 
7 


DISC  RANGE  ? 
FULL  STACK.  ^ 


S  DISC  ERROR 
9 

16 

11 

13  BASE  MUST  BE  DECIMAL 

14  MISSING  DECIMAL  POINT 

15  Z-SO  FORTH 


LABORATORY  MICROSYSTEMS 


SCREEN  #  5 


1  isE  IN  DEFINITION 

I  00NDITi8NflLs’"N0T  PAIRED 

4  DEFINITION  NOT  FINISHED 

5  IN  PROTECTED  DICTIONARY 
A  USE  ONLY  WHEN  LOADING 

7  OFF  CURRENT  EDITING  SCREEN 
4  DECLARE  VOCABULARY 


10 

11 

12 

13 

14 

15 


Z-SO  FORTH 


laboratory 


MICROSYSTEMS 
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SCREEN  #  A 

0  (  ERROR  MESSAGES  FOR  CROSS  COMPILER-S  Z-80  ASSEMBLER  ) 

1  16  BIT  REGISTER  NOT  ALLOWED 

2  8  BIT  REGISTER  NOT  ALLOWED 

3  ADDRESS  OUT  OF  RANGE 

4  IMMEDIATE  DATA  VALUE  NOT  ALLOWED 

5  MISSING  SOURCE  REGISTER 

6  MISSING  DESTINATION  REGISTER 

7  ILLEGAL  OPERATION 

8  ILLEGAL  OPERAND 

9  INSTRUCTION  NOT  IMPLEMENTED 

10  ILLEGAL  DESTINATION  REGISTER 

11  ILLEGAL  SOURCE  REGISTER 

12  ILLEGAL  CONDITION  CODE 

13  REGISTER  MISMATCH 

14  DESTINATION  ADDRESS  MISSING 

15 


SCREEN  #  7 

0  (  LOAD  SCREEN  FOR  CROSS-COMPILATION  OF  Z-SO  ROMABLE  SYSTEM  ) 

2  DECIMAL 

3  IMG.FCB  FILENAME  IMAGE. SCR 

4  CROSS-COMPILE 

5 

6  09  72  THRU 

7 

8  ;S 

9 
10 
11 
12 

13 

14 

15 


SCREEN  #  8 
0 


3 

a. 

5 

A 

7 

8 
10 
11 
12 

13 

14 

15 

Z-80  FORTH  LABORATORY  MICROSYSTEMS 
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SCREEN  #  9 

?  ‘  hexT!  ■" 

I  ii§§ 


5 

6 
7 


l^EQLl  FI  OREL 
QD  EQU  ACR 


0  EQIJ  USRVER 
07  EQU  BELL 
OA  EQU  LF 


20  EQU  ABL 
8  EQU  BSIN 
..9'^  E5k‘  fpeed 


1  EQU  FIGVER 

i  |-Eau''Bi80T  fl  I§t!  dle'^ 

13  F9  IqK  9TATH-°gLr'"^o^®*^  COMMAND-PORT*^  INIT-SO 

14  F8  EQU  DATA-^ORt  01  Ig'lj  ?gg  !  TlggsMfr^BUpF^^^lhpfV^ )  ^ 


1 

2 

3 

4 


SCREEN  #10 

ASSEMBLER  - INITIALIZATION  ) 

forth'^''°  'JP 

s  ucdP^i"/vb^-i  pi  over  C,  USRVER 
f  Si?E  LABEL  INIT-FORTH  0  ■ 

6  BSIN  f  INIT— RO  *  INIT— 

I  Sigi  Fggi!-  INIT-FENCE  0°, 

8  HERE  LABEL  INIT-nP  n 
S  HERE  LABEL  INIT-W-i  TNir 
10  THERE  LABEL  RPR  INITipn  Tuco? 

12  FORTH  therI 

13 

14 

15 


C»  OE  C, 

.  INIT-RO  ,  INIT-SO  ,  OIF 


BASE-3S  Z80,  «  ,  HEX 
2  ALLOT-RAM 
!  2  ALLOT-RAM 


SCREEN  #11 

O  (  ROMABLE  Z-80  FORTH  — 


-  COLD  START  ) 


4 

5 

6 
7 
3 

P 

10 

11 

12 

13 

14 

15 


BC,  #  CLDl  LD 
SP«  #  INIT-SO  LD 
lYi  Jt  INIT-RO  LD 
3E  C. (T)  EE  C» (T) 
3E  C» (T)  7E  C» (T) 
3E  C,(T)  27  C’(T) 

NEXT  JP 


D3  C, (T) 
D3  C, (T) 
D3  C, (T) 


MODE-PORT  C,(T* 
MODE-PORT  C. <T) 
COMMAND-PORT  C. (T) 


HERE  LABEL  CLDl 
FORTH  ;S 


2  COLD  C 


Z-80  FORTH 


LABORATORY  MICROSYSTEMS 
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SCREEN  #  12 

0  (  ROMABLE  Z-SO  FORTH  - 

2  ASSEMBLER 


4  HERE  LABEL 

s 

6  ASSEMBLER 

7  HERE  LABEL 
9  HERE  LABEL 
9  HERE  LABEL 

10 


INNER  INTERPRETER  AND  WARM  START  ) 


12 

13  FORTH 

14 

15 


EWRM 

BC, 

#  WRMl 

LD 

NEXT 

JP 

WRMl 

]  WARM  r 

DPUSH 

DE 

PUSH 

HPUSH 

HL 

PUSH 

LD 

NEXT 

A, 

(BC)  LD 

BC 

INC 

L, 

A 

A, 

(BC)  LD 

BC 

INC 

H 1 

A 

LD 

NEXTl 

E, 

(HL)  LD 

HL 

INC 

D, 

(HL)  LD 

DE, 

HL  EX 

(HL)  JP 

■>  o 


SCREENr#^13le  - EXECUTE  BRANCH  OBRANCH  ) 

■'  FORtH  DEFINITIONS 


2  CODE  LIT 


4 

5 
A 

7 

0 

Q 

10 

11 

12 

13 

14 

15 


CODE  EXECUTE 
CODE  BRANCH 

CODE  OBRANCH 


A,  (BC)  LD 

A,  (BC)  LD 
HPUSH  JP 

HL  POP 

HERE  LABEL  BRANl 
L,  C  LD 

B,  (HL)  LD 


HL  POP 
Z,  BRANl 
NEXT  JP 


JP 


BC  INC 
BC  INC 
END-CODE 

NEXTl  JP 


C,  (HL)  LD 
NEXT  JP 


A,  L  LD 
»BC  INC 
END-CODE 


L» 

Ht 


A  LD 
A  LD 


END-CODE 

H,  B  LD 
HL  INC 
END-CODE 


A> 

BC 


H  OR 
INC 


SCREEN  #  14  , 

0  (  ROMABLE  Z-80  FORTH  -  (LOOP  (DO  ) 

2  CODE  (LOOP)  (lY)  INC  NZ»  XLOOl  JP 


CODE  (DO) 


4 

5 

6 
7 

3 

•7 

10 

11 

12 

13 

14 

15 


Z-SO  FORTH 


(lY)  INC 

HERE  LABEL  XLOOl 
A,  2  (lY)  SUB 
M,  BRANl  JP 
BC  INC 
END-CODE 

DE,  #  -4  LD 
(lY),  E  LD 
2  (IY)»  E  LD 
END-CODE 


A, 

DE, 

BC 


1  (lY)  LD 
#  4  LD 
INC 


lY,  DE  ADD 
1  (lY),  D  LD 
3  (IY)»  D  LD 


1  (lY)  INC 
A,  (lY)  LD 
A,  3  (lY)  ? 
lY,  DE  ADD 
NEXT  JP 


DE  POP 
DE  POP 
NEXT  JP 


:BC 


LABORATORY  MICROSYSTEMS 
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SCREEN  #  I? 

0  (  RONABLE  Z-SO 
1 

2  CODE  (+LOOP) 

•■5 

4 


6 

7 

0 

9 

16 

11 

12 

13 

14 

15 


FORTH  - - (+LOOP  ) 


DE  POP  A,  D  LD 

M,  X PL 001  JP  L,  (lY)  LD 
HL,  DE  ADD  (lY),  L  LD 

E,  2  (lY)  LD  D,  3  (lY)  LD 
HL,  DE  SBC  N,  BRANl  JP 

HERE  LABEL  XPLOOO 
lY,  DE  ADD  BC  INC 


NEXT  JP 

HERE  LABEL  XPLOOl 


H,  1  (lY)  LD 
1  (lY),  H  LD 
DE,  HL  EX 
M,  BRANl  JP 


HL,  DE  ADD 
E,  2  (lY)  LD 
A,  A  OR 
XPLOOO  JR 


A,  A  OR 
H,  1  (lY)  LD 
1  (lY),  H  LD 
A,  A  OR 

DE,  #  4  LD 
BC  INC 

L,  (lY)  LD 
(lY),  L  LD 
D,  3  (lY)  LD 
HL,  DE  SBC 
END-CODE 


SCREEN  #  16 

0  (  ROMABLE  Z-SO  FORTH  -  I  J  DIUlT  ) 


1 


CODE 

I 

E,  (lY)  LD 

D,  1  (lY)  LD 

DE 

PUSH 

3 

NEXT  JP 

END-CODE 

4 

5 

CODE 

J 

E,  4  (lY)  LD 

D,  5  (lY)  LD 

DE 

PUSH 

6 

NEXT  JP 

END-CODE 

y 

CODE 

DIGIT 

HL  POP 

DE  POP 

A, 

E  LD 

Q 

A,  #30  SUB 

M,  DIGI2  JP 

A  7 

#  OA 

lb 

M,  Dion  JP 

A,  #  7  SUB 

A, 

#  OA 

1 1 

M,  DI0I2  JP 

HERE  LABEL  DIG 

11 

2 

A,  L  CP 

P,  DIGI2  JP 

E, 

A  LD 

12 

HL,  #  1  LD 

DPUSH  JP 

1  4 

HERE  LABEL  DIG 

12 

L, 

H  LD 

15 

HPUSH  JP 

END-CODE 

CP 

CP 


CREEN  #17  _ _ _  ^ 

O  <  ROMABLE  Z-SO  FORTH  -  (FIND  ) 


1 


2  CODE  (FIND) 

DE  POP 

HERE  LABEL  PFINl 

HL  POP 

HL  PUSH 

A,  (DE)  LD 

A 

A,  (HL)  XOR 

A,  #  03F  AND 

NZ,  PFIN4  JP 

c; 

HERE  LABEL 

PFIN2 

HL  INC 

6 

DE  INC 

A,  (DE)  LD 

A,  (HL)  XOR 

7 

A,  A  ADD 

NZ,  PFIN3  JP 

NCY,  PFIN2  J 

9 

HL,  #  5  LD 

HL,  DE  ADD 

(SP),  HL  EX 

HERE  LABEL 

PFIN6 

DE  DEC 

1  0 

A,  (DE)  LD 

A,  A  OR 

P,  PFIN6  JP 

1 1 

E,  A  LD 

D,  #  0  LD 

HL,  #  1  LD 

1  2 

DPUSH  JP 

15 


Z-SO  FORTH 
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(FIND  ) 


SCREEN  #  18 
0  (  RONABLE 
1 

4 

5 

7-, 

7 

8 
•-V 

10 


18 

14 

13 


Z-80  FORTH  - 

HERE  LABEL  PFIN3 

HERE  LABEL  PFIN4 

A,  (DE)  LD  A,  A  OR 

HERE  LABEL  PFIM5 

DE,  HL  EX  E,  (HL)  LD 

D,  (HL)  LD  A,  D  LD 

NZ,  PFINl  JR  HL  POP 

HPUSH  JP 

END-CODE 


SCREEN  #  19 

0  (  ROMABLE  Z- 
1 

2  CODE  ENCLOSE 


4 

5 
A 
7 


p 

■7 

10 

11 

12 

13 

14 


10 


FORTH  -  ENCLOSE  ) 


DE  POP 
A,  E  LD 
HL  DEC 
HERE  LABEL 
E  INC 
D,  #  0  LD 
A,  (HL)  LD 
D,  #  0  LD 
E  DEC 
HERE  LABEL 
A,  D  LD 
A,  (HL)  CP 
A,  A  AND 


HL  POP 
D,  A  LD 

ENCLl 

A,  (HL)  CP 
DE  PUSH 
A,  A  AND 
E  INC 
DE  PUSH 

ENCL2 

HL  INC 
Z,  ENCL4  JR 
NZ,  ENCL2  JR 


SCREEN  #  20 
0  (  ROMABLE  Z 


4 

c, 

A 

7 


9  C;ODE  CMOVE 
10 
11 
12 
1  3 

14 

15 


2-SO  FORTH 


80  FORTH  -  CMOVE  ) 

HERE  LABEL  ENCL3 

DE  PUSH  DE  PUSH 

HERE  LABEL  ENCL4 

DE  PUSH  E  INC 

NEXT  JP 

END-CODE 

EXX  BC  POP 

HL  POP  A,  B  LD 

Z,  CM0VE2  JR  LDIR 
HERE  LABEL  CM0VE2 
EXX  NEXT  JP 


LABORATORY 


CY,  PFIN5  JR 
DE  INC 
P,  PFIN4  JP 
DE  INC 
HL  INC 
A,  E  OR 
HL,  #0  LD 


HL  PUSH 
E,  #  -1  LD 

HL  INC 
Z,  ENCLl  JR 
D,  A  LD 
NZ,  ENCL2  JR 
DE  PUSH 
NEXT  JP 

E  INC 

A,  (HL)  LD 


D,  #  0  LD 
NEXT  JP 
D,  #  0  LD 
DE  PUSH 


DE  POP 
A,  C  OR 


END-CODE 


MICROSYSTEMS 
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SCREEN  #  21 
0  (  RGNABLE 

1 

2  CODE  U* 


-SO  FORTH  -  U»  ) 

DE  POP 
B,  H  LD 
HL  PUSH 

B,  H  LD 

C,  D  LD 

D,  L  LD 
BC  POP 
END-CODE 


HL  POP 
A,  L  LD 
H,  A  LD 
MPYX  CALL 
HL,  BC  ADD 
L,  H  LD 
DE  PUSH 


SCREEN  #  22 

0  (  ROMABLE  Z-SO  FORTH  -  MPYX  ) 

1  ASSEMBLER 


3  HERE  LABEL  MPYX 


9 

10 

11  FORTH 


HL,  #  0  LD  C,  #  S  LD 

HERE  LABEL  MPYXl 

HL,  HL  ADD  RLA 

NCY,  MPYX2  JP  HL,  DE  ADD 

HERE  LABEL  MPYX2 

C  DEC  NZ,  MPYXl  UP 


SCREEN  #  23 

0  (  ROMABLE  Z-80  FORTH  -  U/ 

1 


BC  PUSH 
MPYX  CALL 
A,  B  LD 
DE  POP 
A,  #  0  ADC 
H,  A  LD 
HPUSH  JP 


A,  #0  ADC 


2  CODE  U/ 

EXX 

BC 

POP 

HL  POP 

DE  POP 

A, 

L  LD 

A,  C  SUB 

4 

A,  H  LD 

A, 

B  SBC 

CY,  USLAl  . 

f: 

HL,  #  -1  LD 

DE, 

#  -1  LD 

USLA7  JP 

A 

HERE  LABEL 

USLAl 

A,  #  10  LD 

7 

HERE  LABEL 

IJSLA2 

HL,  HL  ADD 

3 

RLA 

DE, 

HL  EX 

HL,  HL  ADD 

Q 

NCY,  USLA3 

JR  DE 

INC 

A,  A  AND 

10 

HERE  LABEL 

USLA3 

DE,  HL  EX 

11 

RRA 

AF 

PUSH 

NCY,  USLA4 

12 

A,  A  OR 

HL, 

BC  SBC 

USLA5  JR 

Z-80  FORTH 
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CREEN  #  . 

0  (  ROliABLE  Z— yO  FORTH - U/  ) 

i 


2 

HERE  LABEL 

USLA4 

HL ,  BC  S  BO¬ 

NCY 

4 

DE  DEC 

*=; 

HERE  LABEL 

USLA5 

A 

HERE  LABEL 

USLA6 

7 

A  DEC 

NZ, 

HERE  LABEL 

USLA7 

P 

DE  PUSH 

EXX 

10 

11  ?s 

12 

13 

14 

15 

END-CODE 

A,  A  OR 
HL ,  BC  ADD 

DE  INC 
AF  POP 

HL  PUSH 
NEXT  UP 


SCREEN  #25 

O  (  ROMABLE  Z-80  FORTH  - 


2  CODE  AND 

.•■5 

4 

5 

7  CODE  OR 

p 

P 

10 

11 

12  CODE  XOR 

13 

14 

15 


DE  POP 
A,  L  AND 
A,  H  AND 
END-CODE 

DE  POP 
A,  L  OR 
A,  H  OR 
END-CODE 

DE  POP 
A,  L  XOR 
A,  H  XOR 
END-CODE 


AND  OR  XOR  ) 

HL  POP 
L,  A  LD 
H 7  A  LD 


HL  POP 
L,  A  LD 
H,  A  LD 


HL  POP 
L,  A  LD 
H,  A  LD 
!  P 


A,  E  LD 
A,  D  LD 
HPUSH  UP 


A,  E  LD 
A,  D  LD 
HPUSH  UP 


A,  E  LD 
A,  D  LD 
HPUSH  UP 


PfREEN  #  ■  ■ 

“O  (  ROMABLE  Z-80  FORTH - SP@  SP!  RP@  RP !  ) 


1 

2  CODE  3Pe 

■■5 

HL,  #  0  LD 
END-CODE 

HL,  SP  ADD 

HPUSH  UP 

5  CODE  SP! 

A 

7 

HL,  UP  LD 

E,  (HL)  LD 

DE,  HL  EX 
END-CODE 

DE,  #6  LD 

HL  INC 

SP,  HL  LD 

HL,  DE  ADD 

D,  (HL)  LD 

NEXT  UP 

1 6  C-CiEiE  RF'@ 

!Y  PUSH 

NEXT  UP 

END-CODE 

1  1 

12  CODE  RP! 

13 

14 

15 

HL,  UP  LD 

E,  (HL)  LD 

DE  PUSH 
END-CODE 

DE,  #  8  LD 

HL  INC 
lY  POP 

;s 

HL,  DE  ADD 

D,  (HL)  LD 

NEXT  UP 

- 

-80  FORTH 

LABORATORY 
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SCREEN  #  2? 

0  (  ROMAPLE  Z-80 

FORTH  -  ;8  LEAVE  >R  R>  ) 

2  CODE  ;s 

C,  (lY)  LD 
lY  INC 

lY  INC 

NEXT  JP 

B,  (lY)  LD 
END-CODE 

i 

5  CODE  LEAVE 

6 

E,  <IY)  LD 

3  < I Y ) ,  D  LD 

D,  1  <IY)  LD 
NEXT  JP 

2  (lY),  E  LD 

end-code 

7 

8  CODE  >R 

lb 

DE  POP 
( lY) ,  E  LD 

END- CODE 

lY  DEC 

1  (lY),  D  LD 

!Y  DEC 

NEXT  JP 

12  CODE  R> 

13 

14 

15  ;s 

E,  ( lY)  LD 
!Y  INC 

END- CODE 

lY  INC 

DE  PUSH 

D,  (lY)  LD 
NEXT  JP 

SCREEN  #  28 

0  C  ROMAPLE  Z-SO 

1 

2  CODE  R 

FORTH  -  R  0=  0 

<  +  ) 

E,  <IY)  LD 

NEXT  JP 

D,  1  (lY)  LD 
END-CODE 

DE  PUSH 

4 

5  CODE  0= 

6 

7 

HL  POP 

HL,  #  0  LD 

HPLISH  JP 

A,  L  LD 

NZ,  HPUSH  JP 
END-CODE 

A,  H  OR 

HL  INC 

y 

•=>  CODE  0< 

10 

11 

HL  POP 

HL,  #  0  LD 

HPUSH  JP 

A,  H  LD 

P,  HPUSH  JP 
END-CODE 

A,  A  OR 

HL  INC 

12 

1 S  CODE  + 

14 

15  ;s 

DE  POP 

HPUSH  JP 

HL  POP 
END-CODE 

HL,  DE  ADD 

SCREEN  #  29 

0  (  ROMAPLE  Z-80 

FORTH  -  D+  D- 

) 

1 

2  CODE  D+ 

4 

sr, 

z. 

EXX 

HL  POP 

DE,  HL  EX 

DE  PUSH 

NEXT  JP 

BC  POP 
(SP),  HL  EX 

HL  POP 

HL  PUSH 
END-CODE 

HE  pop 

HL,  DE  ADD 
HL,  BC  ADC 
EXX 

8  CODE  D- 
o 

1  b 

1  1 
^  2 

13  ?S 

14 

15 

EXX 

HL  POP 

HL,  DE  SBC 

HL,  BC  SBC 

EXX 

BC  POP 
( SP ) ,  HL  EX 

DE,  HL  EX 

DE  PUSH 

NEXT  JP 

DE  POP 

A,  A  OR 

HL  POP 

HL  PUSH 
END-CODE 

z-80  FORTH 
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SCREEN  #  30 

0  (  RONABLE  Z-80 
1 

FORTH - MINU 

S  DMINUS  OVER  ) 

2  CODE  MINUS 

4 

DE  POP 

HL,  DE  SBC 

HL,  #  0  LD 
HF'USH  .JP 

A,  A  OR 

END-CODE 

5  CODE  DMINIJS 

A 

7 

S 

10 

1 1  CODE  OVER 

12 

13  ;s 

14 

15 

Fxy 

HL,  #0  LD 

HL  PUSH 

HL  PUSH 
END-CODE 

DE  POP 

DPUSH  UP 

DE  pop 

A,  A  OR 

HL,  #0  LD 
EXX 

HL  POP 
END-CODE 

BC  Pnp 

HL,  BC  SBC 

HL,  DE  SBC 

NEXT  JP 

HL  PUSH 

- 

SCREEN  #  31 

0  (  ROMABLE  Z-SO 

1 

FORTH - DROP 

2DR0P  SWAP  DUP 

2  DUP  ) 

2  CODE  DROP 

HL  POP 

NEXT  UP 

END-CODE 

4  CODE  2DR0P 

e; 

6 

HL  POP 
END-CODE 

HL  POP 

NEXT  JP 

7  CODE  SWAP 

Q 

9 

HL  POP 
END-CODE 

(SP),  HL  EX 

HPUSH  JP 

10  CODE  DUP 

1 1 

1 2 

HL  POP 
END-CODE 

HL  PUSH 

HPUSH  JP 

13  CODE  2niip 

14 

15  ;s 

HL  POP 

HL  PUSH 

DE  POP 

DPUSH  UP 

DE  PUSH 

END-CODE 

SCREEN  #  32 

0  (  ROMABLE  Z-80 

1 

FORTH - •«■!  TOGGLE  @  ) 

2  CODE  -I-! 

4 

e; 

A, 

HL  POP 

A,  E  ADD 

A,  (HL)  LD 

NEXT  UP 

DE  POP 
(HL),  A  LD 

A,  D  ADC 
END-CODE 

A,  (HL)  LD 

HL  INC 
(HL),  A  LD 

7  CODE  TOOGLE 

9 

1 0 

DE  POP 

A,  E  XOR 
END-CODE 

HL  POP 
(HL),  A  LD 

A,  (HL)  LD 

NEXT  JP 

11  CODE  S 

12 

1  3 

14  ;S 

15 

HL  POP 

D,  (HL)  LD 
END-CODE 

E,  (HL)  LD 

DE  PUSH 

HL  INC 

NEXT  JP 

m 

Z-80  FORTH 
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•CREEN 


romable 


0  I" 

1 

2  CODE  C:@ 

4 

“5  CODE  2@ 

A 

7 

10 

1 i  CODE  ! 

1 

i4  ;? 

1  •=: 


Z-00  FORTH  -  C@  2@ 

HL  POP 
HPUSH  Jp 

HL  POP 

(HL)  LD 
OE  PIJPH 
HL  DEC 
NEXT  JP 

HL  POP 
HL  INC 
END-CODE 


!  ) 

(HL)  LD 
CND-iJODE 

DE>  #  7  LD 
HL  DEC 
HL  DEC 
§j  (  HL  )  LD 
END-CODE 

DE  POP 
( HL ) ,  D  LD 


H»  #0  LD 


HL ,  DE  ADD 
I’  (HL)  LD 
S’  (HL)  LD 
DE  Pl.lEiH 


(HL) ,  E  LD 
NEXT  JP 


screen  #  •:i4 
■-*  (  ROflABLE 

CODE  C! 


Z-00  FORTH  -  C! 


CODE  2 


?  I 


3 

4 
c 

A 
7 
P 
9 

10  CODE  1+ 
12 

IS  CODE  2+ 

1  !  O 


HL  POP 

next  jp 

HL  POP 
HL  INC 
DE  POP 
( HL ) ,  D  LD 

HL  POP 
END-CODE 

HL  POP 

hpijsh  jp 


1+  2 


+  ) 


DE  pop 

end-code 

DE  POP 
( HL  )  ,  D 
(HL),  E 
NEXT  Jp 

HL  INC 


LD 

LD 


HL  INC 
END-CODE 


( HL ) ,  E  LD 


<HL),  E  LD 
HL  INC 
HL  INC 


hpush  jp 

HL  INC 


SCREEN  #  :-!.s 
0  (  ROMABLE 

2  CODE  1- 


CODE 

CODE 


9 
1  0 

11  CODE  = 

1  3 

14 

1 5  ;  S 

FORTH 


Z-SO  FORTH  -  1-  2- 

HL  POP 
END-CODE 

HL  POP 
HPIJCh  jp 

DE  POP 
HL,  DE  SBC 


HL  POP 
HL ,  EtE  SBC 
NZ ,  HPUSH  . 
END-CODE 


.IP 


HL  DEC 


HL  DEC 

end-code 

HL  POP 
HPUSH  JP 

DE  POP 
H,.  A  LD 
HL  INC 


HPUSH  JP 

HL  DEC 

A ,  A  OR 
END-CODE 

A’  A  XOR 
L,  A  LD 
HPUSH  JP 
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SCRf^EN  #  3A 
0  (  ROMABLE  Z 
1 

2  CODE  < 

4 

cr 

6  CODE  > 

7 


10  CODE  FILL 

1 1 
12 

13 

14 

15 


0  FORTH  -  C 

DE  pop 
HL,  DE  SBC 
HL  DEC 

HL  POP 
HL ,  DE  SBC 
HL  DEC 

EXX 

HL  POP 
A,  B  LD 
(HL),  E  LD 
FILLl  JP 
EXX 


FILL  ) 

HL  POP 
HL,  #  1  LD 
HPUSH  JP 

DE  POP 
HL,  #  1  LD 
HPUSH  JP 


A,  A  OR 

H ,  HPUSH  jc 

END-CODE 

A ,  A  OR 

M ,  HPUSH  JC- 

END-CODE 


DE  POP 

HERE  LABEL  FILL 
A,  C  OR 
HL  INC 

HERE  LABEL  FILL 
NEXT  JP 


BC  Pnp 

1 

"Z,  FILL2 
BC  DEC 

2 

END-CODE 


JR 


SCREEN  #  37 
0  (  ROMABLE  Z 

t 

2  CODE  P@ 


7 

•-I 
10 
1 1 
12 

13 

14 

15 


CODE  P! 


0  FORTH  - 

EXX 

H,  #  0  LD 
NEXT  JP 

c^XX 

<C),  L  OUT 
END-CODE 


P@  P !  ) 

BC  pop 
HL  PUSH 
END-CODE 

BC  POP 
EXX 


L,  (C)  IN 
EXX 


HL  POP 
NEXT  JP 


SCREEN  #  3S 
0  (  ROMABLE  Z 
1 

2  CODE  S= 

4 


A 

7 


10 
1  1 

1  2  !  p 

is 

14 

15 


0  FORTH - S=  ) 


EXX 

DE  POP 

HERE  Label 
A,  B  LD 
A,  (DE)  LD 
DE  INC 
HERE  LABEL 
EXX 

HERE  LABEL 
EXX 


BC  POP 

STREQl 

A,  C  OR 
CPI 

STREQl  JP 
STREQ2 

HL,  #  1  LD 
STREQ3 

HL,  #  0  LD 


HL  POP 

Z ,  STREG2  JR 
NZ,  STREQ3  JR 

HPUSH  JP 
HPUSH  JP 


Z-SO  FORTH 
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■-;r:REEN  #  39 
0  (  ROMABLE  Z 

1 

2  CODE  ROT 


d 

CODE  S->D 
A 

7 

Q 

•p 

1 6  CODE  MON 

11  ;s 

12 

13 

14 

15 


80  FORTH  -  ROT  S->D  MON  ) 

DE  POP  HL  POP 

DPUSH  JP  END-CODE 


DE  POP 

At  #  030  AND 
HERE  LABEL  STODl 
DPUSH  JP 


HLt  #0  LD 
Z,  STODl  JP 

END-CODE 


0  JP  END-CODE 


<SP),  HL  EX 

A,  D  LD 
HL  DEC 


OppppM  M  40 

"'O  (  ROMABLE  Z-80  FORTH  -  CONSTANT  USER  :  DOES>  ) 


4 

5 

6 
7 
R 

Cl 

I  O 

II 
12 

13 

14 

15 


CONSTANT 

USER 

m 

% 

DOES> 


EX  E,  (HL)  LD  HL 
NEXT  JP  END-CODE 


INC 


CREATE  SMUDGE  , 

;CODE  DE  INC  DE,  HL 
D,  (HL)  LD  DE  PUSH 
CONST ANT 

5  CODE  DE  INC  DE,  HL  EX  E,  (HL)  LD  D,  #  0  LD 
HL,  up  LD  HL,  DE  ADD  HPUSH  JP  END-CUDE 
?EXEC  fCSP  CURRENT  @  CONTEXT  !  CREATE  CCUMPILE3 
;r;nDE  lY  DEC  (lY),  B  LD  lY  DEL  (lY),  L  LD 

OE  INC  C,  E  LD  B,  D  LD  NEXT  JP  END-CuDE 

R>  LATEST  PFA  !  ; CODE  lY  DEC  (lY),  B  LD 

iV  DEC  (lY),  C  LD  DE  INC  DE,  HL  EX 
C;  (HL)  LD  HL  INC  B,  ( HL )  LD  HL  INC 
HPUSH  JP  END-CODE 


■■''o^( '^ROMABLE  Z-90  FORTH - VARIABLE  VOCABULARY  ) 

s  ;  VARIABLE  CREATE  SMUDGE  HERE  2+  ,  ,  ’CODE 

a  D,  (HL)  LD  DE  PUSH  NEXT  JP  END-CUDE 


A 

7 

Q 

10 
1  1 

12 
1  8 
14 
1  =: 


VOCABULARY 


CBUILDS  HERE  4  +  , 

HERE  VOC-LINK  @  ,  VOC-LINK 
AOSl  ,  CURRENT  @  CFA  , 
DOES>  S  2+  CONTEXT  !  ? 


VOCABULARY  FORTH  IMMEDIATE 

M 

7  'Z' 


Z-SO  FORTH 
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SCREEN  #  42 
0  (  ROMABLE  Z 


SO  FORTH 


USER-DEFINITIONS  ) 


1 


06 

USER 

S  0 

OS 

USER 

RO 

OA 

USER 

TIB 

OC 

USER 

WIDTH 

OE 

USER 

WARNING 

10 

USER 

FENCE 

a 

12 

USER 

DP 

14 

USER 

VOC-L I NK 

16 

USER 

BLK 

5 

IS 

USER 

IN 

lA 

USER 

OUT 

1C 

USER 

SCR 

A, 

20 

USER 

CONTEXT 

22 

USER 

CURRENT 

DPL 

7 

24 

USER 

STATE 

2A 

USER 

BASE 

2S 

USER 

3 

3A 

USER 

FLD 

2C 

USER 

CSP 

2E 

USER 

R# 

Q 

30 

USER 

HLD 

I  O 

II 

3C 

USER 

•EMIT 

1  ^ 

13 

14 

* 

7  •-» 

15 

SCREEN 
O  < 

1  : 

2  5 

3  : 

2i  • 

5 

A  : 

7  : 

S  ; 

9  : 
lb  5 
11  : 

12  s 

13  : 

14  5S 

15 


#  43 

ROMABLE  Z 

+ORIGIN 

CFA 

LATEST 

TRAVERSE 

PFA 

( ; CODE ) 

HERE 

ALLOT 

!  CSP 
HOLD 
SMUDGE 


-SO  FORTH - •‘•ORIGIN  CFA  LATEST  TRAVERSE  PFA 

ORIGIN  *  ? 

-  ; 

CURRENT  e  S  ? 

SWAP  BEGIN  OVER  +  07F  OVER  C@ 

<  UNTIL  SWAP  DROP  ? 

1  TRAVERSE  5  ? 

R>  LATEST  PFA  CFA  !  ? 

DP  ©  ; 

DP  + !  I 

HERE  !  2  ALLOT  ; 

SP©  CSP  !  ? 

-1  HLD  +!  HLD  ©  C!  5 
LATEST  20  TOGGLE  ? 


) 


SCREEN  #44 


0 

1 


/, 

7 

0 

■3 

lb 
1 1 
1  2 

13 

14 

15 


(  ROMABLE  Z-SO 
■'COMP 
COMPILE 
LITERAL 
DLITERAL 

COUNT 
-DUP 
TYPE 

(  .  '■ ) 

PAD 
#> 

SIGN 


FORTH  -  7C0MP  COMPILE  LITERAL  COUNT  TYPE  ) 

STATE  ©  0=  11  TERROR  ? 

2C0MP  R>  DUP  2+  >R  ©  >  ? 

STATE  ©  IF  COMPILE  LIT  ,  END IF  ?  IMMEDIATE 
STATE  S  IF  SWAP  [COMPILE]  LITERAL 
[COMPILE]  LITERAL  END IF  ?  IMMEDIATE 
DUP  l■^  SWAP  ca  5 
DUP  IF  DUP  END IF  ? 

-DUP  IF  OVER  SWAP  DO  I  C©  EMIT  LOOP 
ELSE  DROP  END IF  ? 

R  COUNT  DUP  1-^  R>  •‘-  >R  TYPE  ? 

HERE  44  +  ? 

DROP  DROP  HLD  ©  PAD  OVER  -  ; 

ROT  0<  IF  2D  HOLD  END IF  ? 


2 -SO  FORTH 
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SCREEN  #  45 

0  (  ROMABLE  Z-80  FORTH  -  H/MOD  #  #S  D+-  DABS  +-  ABS  M/  /MOD  ) 


1 

;  M/MOD 

>R  0  R  U/  R>  SWAP  >R  U/  R>  ? 

.y 

;  # 

BASE  @  M/MOD  ROT  9  OVER  <  IF  7  +  END IF 

30  +  HOLD  ; 

4 

* 

BEGIN  #  2DUP  OR  0=  UNTIL  ? 

5 

:  <:# 

PAD  HLD  !  ? 

A 

;  D+- 

0<:  IF  DMINUS  END  IF  ; 

7 

:  DABS 

DUP  D+-  5 

p 

:  +— 

0<  IF  MINUS  END IF  5 

:  ABS 

DUP  +-  ? 

10 

;  M/ 

OVER  >R  :>R  DABS  R  ABS  U/  R>  R  XOR  *- 

11 

SWAP  R:>  +-  SWAP  ; 

1  2 

!  /MOD 

>R  S->D  R>  M/  ? 

13 

:  / 

/MOD  SWAP  DROP  ? 

14 

!  MAX 

2DUP  <  IF  SWAP  END IF  DROP  5 

15 

;S 

SCREEN  #  46 

0  <  ROMABLE  Z-SO  FORTH  -  SPACES  D.R  D.  .CPU  M*  *  «/MOD  U.  ) 


1 

SPACE 

BL  EMIT  ? 

2 

SPACES 

0  MAX  -DUP  IF  0  DO  SPACE  LOOP  END IF  ? 

D.R 

>R  SWAP  OVER  DABS  <#  #S  SIGN  #>  R> 

A 

OVER  -  SPACES  TYPE  ? 

ej 

D. 

0  D.R  SPACE  ? 

6 

.  CPU 
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APPENDIX  C 


CENTRAL  DATA  ACQUISITION  STATION  SOFTWARE 


The  software  that  is  used  to  control  the  acquisition  of  data  from 
the  sensor  at  the  CDAS  was  written  using  the  ASYST  scientific 
programming  package.  ASYST  is  actually  a  modified  FORTH  compiler/interp¬ 
reter  that  has  many  useful  scientific  programming  words  incorporated 
within  it.  The  CDAS  control  software  was  written  and  tested  within 
ASYST,  and  then  compiled  to  produce  a  separate  executable  image  that  can 
be  run  without  the  need  to  interact  with  the  general  ASYST  program.  It 
is,  however,  necessary  to  use  the  ASYST  "fingerprint”  disk  (a  copy¬ 
protection  feature)  to  enter  the  CDAS  program.  This  disk  is  supplied 
with  the  sensor.  In  the  event  of  damage  to  this  disk,  it  is  necessary  to 
contact  the  ASYST  manufacturer  for  a  replacement  copy.  The  ASYST  manuals 
are  included  with  the  sensor,  to  aid  in  modifying  the  program  for  future 
improvements  to  the  sensor  system. 

The  compiled  version  of  the  ASYST  program  is  called  "SENSOR. COM" 
and  is  installed  on  the  hard  disk  in  the  CDAS  personal  computer  (the 
uncompiled  source  code  is  "SENSOR. I").  The  program  runs  from  a  single 
screen  display,  which  is  illustrated  in  Figure  C.l.  The  screen  contains 
a  list  of  function  key  commands,  a  graphics  display  area  (called  VUPORT 
in  ASYST),  a  sensor  status  display  area  (SENSON)  (indicating  whether  the 
sensor  is  on  or  off) ,  a  hood  status  display  area  (HOOD)  (indicating 
whether  the  hood  is  opened  or  closed)  ,  a  data  display  area  (DATAS) 
(showing  calculated  data  such  as  t ransmittances  or  HCl  concentration, 
depending  upon  the  command  being  executed) ,  and  two  raw  data  display 
areas  -  one  being  a  line  that  shows  single-shot  data  (EVERY)  and  the 
other  showing  a  running  average  of  ten  of  these  points  (AVERAGE) .  In 
each  of  these  lines,  the  first  four  numbers  are  the  data  valuds  for  each 
of  the  four  channels  (varying  between  about  1  and  7000  counts) .  The 
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backgrounds  have  already  been  subtracted  from  each  of  these  values.  The 
remaining  three  numbers  are  the  ratios  of  channels  1,  2,  and  4  to 
channel  3 

A  brief  summary  of  the  function-key  commands  is  listed  below.  More 
specific  operating  instructions  for  the  program  are  provided  in  Section 
V  (Sensor  operation)  . 

Sensor  on  -  Turns  the  sensor  on.  Displays  "Sensor  on"  in  SENSON 
window. 

•  Sensor  off  -  Turns  the  sensor  off.  Displays  "Sensor  off"  in 
SENSON  window. 

•  Hood  open  -  Opens  the  White  cell  hood  (not  presently 
installed) .  Displays  "Hood  open"  in  HOOD  window. 

Hood  close  -  Closes  the  hood.  Displays  "Hood  closed"  in  HOOD 
window. 

•  Lab  calibrate  -  This  is  a  data  collection  command  that  can  be 
used  in  the  lab  to  calibrate  the  sensor  with  the  PGSG  and  the  MNHG 
When  it  is  executed,  it  prompts  the  user  for  scaling  factors  and 
then  proceeds  to  collect  and  display  transmittance  data  for 
channels  1,2,  and  4  in  the  VUPORT.  Data  are  displayed  in  EVERY  and 
AVERAGE  windows.  Calculated  transmittances  are  shown  in  the  DATAS 
window  and  updated  each  time  new  data  are  received. 

Field  calibrate  -  This  is  a  data  collection  command  that  is 
used  to  calibrate  the  sensor  in  the  field  using  the  quartz 
calibration  cells  and  the  field  portable  humidity  chamber.  It  can 
also  be  used  for  routine  displaying  of  data  at  any  time.  When 
executed,  the  computer  collects  a  user-supplied  number  of  sets  of 
data  points  from  the  sensor  and  then  numerically  displays  the 
average  value  of  these  readings  from  channel  1  and  2.  The  only 
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screen  display  during  the  execution  of  this  command  is  in  the 
EVERY  and  AVERAGE  windows. 

I 

j 

•  HCl  collect  -  This  is  a  data  collection  mode  that  is  used  to 
collect  HCl  concentration  data  in  real  time.  Raw  data  are  shown  in 
the  EVERY  and  AVERAGE  windows.  The  computer  uses  these  values  and 
calibration  coefficients  that  must  be  input  into  the  sensor,  to 
calculate  the  HCl  concentration.  Concentration  readings  are 
displayed  numerically  in  the  DATAS  window,  and  graphically  in  the 
VUPORT. 

Save  data  -  This  command  saves  five  arrays  of  data  into  both  an 
ASYST  format  file  and  an  ASCII  format  file.  The  arrays  saved  are 
the  four  channel  readings  accumulated  during  a  run,  and  the  array 
of  HCl  concentrations  corresponding  to  these  readings. 

Retrieve  data  -  This  command  reads  the  saved  data  from  a 
specified  ASYST  file  and  plots  it  on  the  screen.  It  can  only  be 
used  with  files  collected  using  the  "HCl  collect"  command. 

When  commands  are  transmitted  to  the  sensor,  the  CDAS  waits  for  an 
acknowledgment  string  to  be  transmitted  back,  indicating  that  the 
command  has  been  executed.  If  this  is  not  received,  a  transmission 
failure  message  will  be  displayed  in  either  the  SENSON  or  HOOD  windows. 

A  general  flowchart  for  the  operation  of  the  CDAS  software  is 
given  in  Figure  C.2.  The  source  code  for  the  "SENSOR. I"  program  follows. 
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screen  display  areas  for  the  CDAS 


Figure  C.2  -  CDAS  Software  Flowchart  -  Flowchart  for  RUN  word.  See 
following  pages  for  more  flowchart  information. 


Figure  C. 


SENSOR.ON/OFF  HOOD.OPEN/CLOSE 


2  (cont*d)  -  CDAS  Software  Flowchart  -  flowchart  for  sensor . on, of f 
and  hood. open, close . 
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FIELD.CALIBRATE 


Figure  C.2  (cont'd) 


CDAS  Software  Flowchart  -  flowchart  for  FIELD.CALIBRATE  word. 


Ill 
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Figure  C. 


2  (cont’d)  -  CDAS  Software  Flowchart  -  flowchart  for  LAB.CALIBRATE  word 
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SENS0R1.I 


Mon,  Mar  26, 1990  5:30  AM 


1 

2 

3  \  Variable  definitions 

4 

5  25  STRING  YLABEL 

6 

7  REAL  DIM[  2  ]  ARRAY  MX&MN 

8  REAL  DIM[  2  ]  ARRAY  FX&IX 

9  REAL  DIM[  2  ]  ARRAY  SP&EP 

10  REAL  DIM[  100  ]  ARRAY  VALUES 

11 

12  DP. REAL  DIM[  1000  ]  ARRAY  HCLCONC 

13 

14  REAL  SCALAR  LABPOS 

15 

16  DP. REAL  SCALAR  SLPWl 

17  DP. REAL  SCALAR  SLPW2 

18  DP. REAL  SCALAR  SLPHl 

19  DP. REAL  SCALAR  SLPH2 

20  DP. REAL  SCALAR  OFST 

21  DP. REAL  SCALAR  WATERCON 

22  DP. REAL  SCALAR  FSUM 

23  DP. REAL  SCALAR  RATIOl 

24  DP. REAL  SCALAR  RATI02 

25  DP. REAL  SCALAR  RATI04 

26  DP. REAL  SCALAR  IRATl 

27  DP. REAL  SCALAR  IRAT2 

28  DP. REAL  SCALAR  IRAT4 

29  DP. REAL  SCALAR  SLOPE 

30  DP. REAL  SCALAR  FULRAT 

31  DP. REAL  SCALAR  OLDVAL 

32  DP. REAL  SCALAR  OLDVLl 

33  DP. REAL.  SCALAR  OLDVL2 

34  DP. REAL  SCALAR  OLDVL4 

35  DP. REAL  SCALAR  TAUl 

36  DP. REAL  SCALAR  TAU2 

37  DP. REAL  SCALAR  TAU4 

38  DP. REAL  SCALAR  TIMER 

39  DP. REAL  SCALAR  SUMl 

40  DP. REAL  SCALAR  SUM2 

41  DP. REAL  SCALAR  SUM3 

42  DP. REAL  SCALAR  SUM4 

43 

44  15  0  15  22  WINDOW  SENSON 

45  16  0  16  22  WINDOW  HOOD 

46  19  0  19  79  WINDOW  DATAS 

47  21  0  21  79  WINDOW  EVERY 

48  22  0  22  79  WINDOW  AVERAGE 

49  23  0  24  79  WINDOW  TEXTS 

50 

51  0  0  12  22  WINDOW  FUNCTIONS 

52 

53  2  STRING  TEST 

54  2  STRING  VALUE 

55  14  STRING  FILENAME 

56  40  STRING  IN. MESSAGE 

57 
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58  INTEGER  SCALAR  NETS 

59  INTEGER  SCALAR  KK 

60  INTEGER  SCALAR  JJ 

61  INTEGER  SCALAR  SENDVAR 

62  INTEGER  SCALAR  HOODVAR 

63  INTEGER  SCALAR  SENSVAR 

64  INTEGER  SCALAR  INDEX 

65  INTEGER  SCALAR  ACCUM 

66 

67  INTEGER  DIM[  4  ]  ARRAY  YVALS 

68  INTEGER  DIM[  4  ]  ARRAY  BASVALS 

69  INTEGER  DIM[  1000  ]  ARRAY  XVALS 

70  INTEGER  DIM[  500  ]  ARRAY  ACK 

71  INTEGER  DIM[  1000  ]  ARRAY  CHANl 

72  INTEGER  DIM[  1000  ]  ARRAY  CHAN2 

73  INTEGER  DIM[  1000  ]  ARRAY  CHAN3 

74  INTEGER  DIM[  1000  ]  ARRAY  CHAN4 

75  INTEGER  DIM[  60  ]  ARRAY  VALUES 

76 

77  \  Set  up  RS232  interface 

78 

79  con 

80  8  SET. DATA. BITS 

81  4800  SET. BAUD 

82  0  SET. PARITY 

83  1  SET . STOP . BITS 

84  RS232.INT.MODE 

85 

86  \  This  word  is  used  to  input  data  from  the  screen.  It  recognizes  invalid 

87  \  (i.e.  non-numerical)  inputs,  and  produces  an  error  message. 


89 

90 

91 

92 

93 

94 

95 

96 

97 

98 

99 
100 
101 
102 

103 

104 

105 

106 

107 

108 

109 

110 
111 
112 

113 

114 


:  GET. VALID.# 

BEGIN 

# INPUT  NOT 
WHILE 

CR  INVALID  NUMBER.  REENTER  ”  BELL  BELL 
REPEAT 


\  The  following  series  of  words  are 
\  the  radios  and  to  the  sensor.  The 
\  the  RS-232  serial  port. 


used  for  transmission  of  commands  to 
radio  base-station  is  interfaced  through 


\  This  word  turns  the  radio  transmitter  on. 


:  TX.ON 

3  1020  PORT. OUT 
200  MSEC. DELAY 


\  This  word  turns  the  radio  transmitter  off. 

:  TX.OFF 

0  1020  PORT. OUT 
50  MSEC. DELAY 
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116  \  This  word  test  to  see  if  data  has  arrived  at  the  serial  port. 

117 

118  :  DATA, IN? 

119  1021  PORT. IN  #>MASK 

120  1,  AND 

121  ; 

122 

123  \  This  word  tests  the  array  ACK  to  see  if  it  contains  the  string  "AK" 

124  \  which  is  sent  by  the  sensor  to  acknowledge  the  receipt  of  a  command. 

125  \  The  ACK  array  is  read  in  by  the  next  word. 

126 

127  :  AK.IN? 

128  500  1  DO 

129  ACK  [  I  ]  65  = 

130  IF 

131  ACK  [11+]  75  = 

132  IF 

133  CR  IN. MESSAGE  "TYPE 

134  LEAVE 

135  THEN 

136  THEN 

137  I  499  = 

138  IF 

139  CR  ."  TRANSMISSION  FAILED  " 

140  THEN 

141  LOOP 

142  ; 

143 

144  \  This  word  repeatedly  (500  times)  reads  the  contents  of  port  1016  into  the 

145  \  array  ACK  after  ASCII  character  32  has  been  received.  It  also  contains  a 

146  timer 

147  \  to  time-out  of  the  wait  state  if  that  character  has  not  been  received.  The 

148  \  array  should  contain  within  it  the  "AK"  signal  from  the  sensor.  The  word 

149  \  "AK.IN?"  then  looks  through  the  array  to  see  if  that  message  has  arrived. 

150 

151  :  ACKNOWLEDGE 

152  REL.TIME  TIMER  := 

153  0  ACK  :  = 

154  BEGIN 

155  DATA.  IN? 

156  1016  PORT. IN  32  =  AND 

157  REL.TIME  TIMER  -  2000.  >  OR 

158  UNTIL 

159  500  1  DO 

160  1016  PORT. IN  ACK  [  I  ]  := 

161  LOOP 

162  AK.IN? 

163  ; 

164 

165  \  This  word  sends  the  commands  to  the  sensor.  The  two  character  ASCII  codes 

166  \  that  the  sensor  expects  for  the  various  commands  are  as  follows: 


167 

\ 

Sensor  on 

ON 

168 

\ 

Sensor  off 

OF 

169 

\ 

Hood  open 

OP 

170 

\ 

Hood  close 

oc 

171  \  Because  they  all  have  the  character  "O"  in  common,  the  radio  always 
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172 

173 

174 

175 

176 

177 

178 

179 

180 
181 
182 

183 

184 

185 

186 

187 

188 

189 

190 

191 

192 

193 

194 

195 

196 

197 

198 

199 

200 
201 
202 

203 

204 

205 

206 

207 

208 

209 

210 
211 
212 

213 

214 

215 

216 

217 

218 

219 

220 
221 
222 

223 

224 

225 

226 

227 

228 


transmits 

\  that  character  (ASCII  79) . 
\  that  calls  SENDER. 


The  second  character  is  determined  by  the  word 


SENDER 

TX.ON’ 

140  MSEC. DELAY 

79  1016  PORT. OUT 

1  MSEC. DELAY 

SENDVAR  1016  PORT. OUT 

10  MSEC. DELAY 

TX.OFF 

ACKNOWLEDGE 


\  This  word  turns  the  sensor  on. 

:  SENSOR. ON 

"  SENSOR  TURNED  ON  "  IN. MESSAGE  ":  = 
1  SENSVAR  :  = 

78  SENDVAR  := 

SENSON 

SENDER 

TEXTS 


\  This  word  turns  the  sensor  off. 

:  SENSOR. OFF 

"  SENSOR  TURNED  OFF  "  IN. MESSAGE  ":= 
0  SENSVAR  :== 

70  SENDVAR  := 

SENSON 

SENDER- 

TEXTS 


\  This  word  opens  the  hood  (hood  is  presently  not  installed  on  sensor, 
\  but  the  control  circuits  for  it  are  installed) . 

:  HOOD. OPEN 

"  HOOD  OPENED  "  IN. MESSAGE  ":= 

1  HOODVAR  := 

80  SENDVAR  :  = 

HOOD 

SENDER 

TEXTS 


\  This  word  closes  the  hood. 

:  HOOD. CLOSE 

"  HOOD  CLOSED  "  IN. MESSAGE  ":= 
0  HOODVAR  := 

67  SENDVAR  := 

HOOD 

SENDER 
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229 

230 

231 

232 

233 

234 

235 

236 

237 

238 

239 

240 

241 

242 

243 

244 

245 

246 

247 

248 

249 

250 

251 

252 

253 

254 

255 

256 

257 

258 

259 

260 
261 
262 

263 

264 

265 

266 

267 

268 

269 

270 

271 

272 

273 

274 

275 

276 

277 

278 

279 

280 
281 
282 

283 

284 

285 


TEXTS 


\  This  word  produces  labels  for  the  function  key  operations  on  the  screen  in 

\  window  "FUNCTIONS". 

:  LABEL. KEYS 
FUNCTIONS 
SCREEN. CLEAR 
CR 

. "  FI  =  SENSOR  ON  "  CR 
."  F2  =  SENSOR  OFF  "  CR 
."  F3  =  HOOD  OPEN  "  CR 
."  F4  =  HOOD  CLOSE  "  CR 
. "  F5  =  LAB  CALIBRATE  "  CR 
."  F6  =  FIELD  CALIBRATE  ”  CR 
."  F7  =  HCL  COLLECT  "  CR 
."  F8  =  SAVE  DATA  "  CR 
."  F9  =  RETREIVE  DATA  "  CR 
. "  CNTRL-BK  =  STOP  "  CR 
TEXTS 


\  This  word  labels  the  axes  of  the  graph.  They  are  labeled  with  the 
\  time  interval  on  the  x-axis  and  the  label  "YLABEL"  on  the  y-axis. 

:  LABEL. AXES 
CURSOR. OFF 
NORMAL. COORDS 
.3  .05  POSITION 

"  TIME  INTERVAL  (8  SEC  EACH)  "  LABEL 

.025  LABPOS  POSITION 

270  LABEL. DIR 

YLABEL  LABEL 

WORLD. COORDS 


\  This  word  generates  the  axes  of  the  plot.  They  are  scaled  according  to 
\  the  arrays  MX&MN  and  FXSIX. 

:  MAKE. AXES 
CURSOR. OFF 
0  FX&IX  [  1  ]  := 

0  SP&EP  [  1  ]  := 

CR  ."  NUMBER  OF  POINTS  TO  COLLECT?  "  GET. VALID.#  FX&IX  [  2  ]  := 

FX&IX  MX&MN  XY. DATA. FIT 
XY. AXIS. PLOT 
LABEL. AXES 


\  This  word  is  used  to  extract  the  data  from  the  array  "VALUES".  That  array 
\  contains  the  data  string  sent  by  the  sensor  for  a  given  8  second  interval. 
\  The  data  is  then  converted  from  ASCII  to  integer. 

:  READER 
INDEX  := 
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286  0  ACCUM  :  = 

287  5  1  DO 

288  VALUES  [  INDEX  ]  48  - 

289  DUP  0  >= 

290  DUP  9  <=  AND 

291  IF 

292  1  000  1  0  I  1  -  **  /  * 

293  ACCUM  +  ACCUM  :  = 

294  ELSE 

295  DROP 

296  THEN 

297  INDEX  1  +  INDEX  := 

298  LOOP 

299  ; 

300 

301  \  This  word  collects  a  string  of  data  from  the  RS-232  interface. 

302  \  The  structure  of  the  ASCII  string  that  is  sent  by  the  sensor  is 

303  \  as  follows: 

304  \ 

305  \  _**_11111_B1111_22222_B2222_33333_B3333_44444_B4444_@@ 

307  \  where  lllll  are  the  5  ASCII  characters  corresponding  to  the  Channel  I 

308  \  data,  Bllll  are  the  characters  corresponding  to  the  Channel  1  background, 

309  \  22222  are  the  Channel  2  data  characters,  etc.  To  confirm  that  the  data 

310  \  in  the  buffer  are  actually  data  from  the  sensor,  the  program  looks  for  the 

311  \  start  character,  *.  If  found,  the  code  then  parses  out  the  signal  and 

312  \  background  values  and  places  them  in  the  arrays  called  YVALS  and  BASVALS. 

313  \  Finally,  the  background  readings  are  subtracted  from  the  signal  readings 

314  \  and  the  result  is  placed  into  the  YVALS  array. 

315 

316  :  COLLECT 

317  0  YVALS  := 

318  BEGIN. 

319  DATA.  IN? 

320  IF 

321  1016  PORT. IN 

322  42  =  IF 

323  60  1  DO 

324  BEGIN 

325  DATA.  IN? 

326  UNTIL 

327  1016  PORT. IN  VALUES  [  I  ]  := 

328  LOOP 

329 

330  \  Parse  out  data  and  background  values 

331 

332  6  READER  ACCUM  YVALS  [  1  ]  :  = 

333  12  READER  ACCUM  BASVALS  [  1  ]  := 

334  18  READER  ACCUM  YVALS  [  2  ]  := 

335  24  READER  ACCUM  BASVALS  [  2  ]  := 

336  30  READER  ACCUM  YVALS  [  3  ]  := 

337  36  READER  ACCUM  BASVALS  [  3  ]  := 

338  42  READER  ACCUM  YVALS  [  4  ]  :  = 

339  48  READER  ACCUM  BASVALS  [  4  ]  := 

340 

341  \  Siibtract  backgrounds  from  data. 

342 
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343 

344 

345 

346 

347 

348 

349 

350 

351 

352 

353 

354 

355 

356 

357 

358 

359 

360 

361 

362 

363 

364 

365 

366 

367 

368 

369 

370 

371 

372 

373 

374 

375 

376 

377 

378 

379 

380 

381 

382 

383 

384 

385 

386 

387 

388 

389 

390 

391 

392 

393 

394 

395 

396 

397 

398 

399 


YVALS  [  1  ]  BASVALS  [  1  ]  -  YVALS  [  1  ]  := 

YVALS  [  2  ]  BASVALS  [  2  ]  -  YVALS  [  2  ]  := 

YVALS  [  3  ]  BASVALS  [  3  ]  -  YVALS  [  3  ]  := 

YVALS  [  4  ]  BASVALS  [  4  ]  -  YVALS  [  4  ]  := 

THEN 
THEN 

YVALS  [  1  ]  0  <=  NOT 

YVALS  [  2  ]  0  <=  NOT  AND 

YVALS  [  3  ]  0  <=  NOT  AND 

YVALS  [  4  ]  0  <=  NOT  AND 

UNTIL 


\  This- word  is  used  to  draw  a  line  between  points  on  the  data  plot. 
:  DRAW. LINE 

SCREEN. CLEAR  ."  COLLECTING  DATA  " 

CURSOR. OFF 
1  KK  = 

IF 

POSITION 

ELSE 

DUP 

MX&MN  [  1  ]  < 

IF 

DROP 

MX&MN  [  1  ] 

SCREEN. CLEAR  DATA  OUT  OF  BOUNDS  ” 

THEN 

DUP 

MX&MN  [  2  ]  > 

IF 

DROP 

MX&MN  [  2  ] 

SCREEN. CLEAR  ."  DATA  OUT  OF  BOUNDS  " 

THEN 
KK  1  - 
OLDVAL 
POSITION 
DRAW. TO 
THEN 


\  This  word  is  responsible  for  sending  commands  to  the  sensor  during 
\  data  collection. 

;  COMMAND 

500  MSEC. DELAY 

?KEY 

IF 

KEY  0  = 

IF 

KEY 

CASE 

61  OF  HOOD  HOOD. OPEN  TEXTS  ENDOF 

62  OF  HOOD  HOOD. CLOSE  TEXTS  ENDOF 
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400  64  OF  CR  COLLECTION  TERMINATED  "  EXIT  ENDOF 

401  ENDCASE 

402  THEN 

403  THEN 

404  ; . 

405  ,  c  K 

406  \  This  word  produces  10-point  running  averages  of  the  signals  for  each 

407  \  filter  channel. 

408 

409  :  AVERAGER 

410  0  SUMl  :  = 

411  0  SUM2  :  = 

412  0  SUM3  :  = 

413  0  SUM4  :  = 

414  1  JJ  :  = 

415  BEGIN 

416  JJ  11  < 

417  WHILE 


418 

CHANl 

[ 

I 

J  J  -  ] 

SUMl 

+ 

SUMl 

419 

CHAN2 

[ 

I 

JJ  -  ] 

SUM2 

+ 

SUM2 

420 

CHAN3 

[ 

I 

JJ  -  ] 

SUM3 

SUM3 

421 

CHAN4 

[ 

I 

JJ  -  ] 

SUM4 

SUM4 

422 

J J  1  + 

JJ 

;  = 

423  REPEAT 

424  SUMl  10.  /  SUMl  := 

425  SUM2  10.  /  SUM2  := 

426  SUM3  10.  /  SUM3  := 

427  SUM4  10.  /  SUM4  := 

428  ; 

429 

430  \  This  word  zeroes  all  necessary  variables. 

431 

432  :  ZERO 

433  0  RATIOl  :  = 

434  0  RATI02  :  = 

435  0  RATI04  :  = 

436  0  CHANl  :  = 

437  0  CHAN2  := 

438  0  CHAN3  := 

439  0  CHAN4  := 

440  0  KK  := 

441  0  SUMl  := 

442  0  SUM2  := 

443  0  SUM3  := 

444  0  SUM4  :  = 

445  ; 

446 

447  \  This  word  calculates  the  ratios  of  the  data  channels,  and  displays 

448  \  the  raw  data  and  the  ratios  on  the  screen  in  the  raw  data  display 

449  \  windows.  The  window  called  "EVERY"  displays  every  data  set  received. 

450  \  The  window  called  "AVERAGE"  shows  the  10  point  running  averages. 

451 

452  :  PROCESS. DATA 

454  \  Read  the  data  from  the  "YVALS"  array  to  the  arrays  CHANl  through  CHAN4 

455 

456  YVALS  [  1  ]  CHANl  [  I  ]  := 
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480 

481 
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483 

484 

485 
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487 

488 
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490 

491 
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493 

494 

495 

496 

497 
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513 


YVALS  [  2  ]  CHAN2  [  I  ]  := 

YVALS  [  3  ]  CHAN3  [  I  ]  := 

YVALS  [  4  ]  CHAN4  [  I  ]  := 

I  10  > 

IF 

AVERAGER 

THEN 

CHANl  [  I  ]  FLOAT 

CHAN3  [  I  ] 

/  RATIOl  := 

CHAN2  [  I  ]  FLOAT 

CHAN3  [  I  ] 

/  RATI02  := 

CHAN4  [  I  ]  FLOAT 

CHAN3  [  I  ] 

/  RATI04  := 

EVERY 

OR  YVALS  .  5  SPACES  RATIOl  .  RATI02  .  RATI04  . 

I  10  >  IF 
AVERAGE 

OR  SUMl  FIX  ,  SUM2  FIX  1  SPACES  . 

SOM3  FIX  1  SPACES  .  SUM4  FIX  1  SPACES  . 

5  SPACES  SUMl  SUM3  /  .  SUM2  SUM3  /  .  SUM4  SUM3  /  . 
THEN 
TEXTS 


\  word  is  us6d  to  collsct  ths  dcitd  and  plot  tli©  HCl  concsntration 

\  in  real-time  on  the  computer  screen.  It  displays  the  raw  data  in  the 
\  EVERY  and  AVERAGE  windows,  and  also  numerically  displays  the  single  point 
\  HCl  concentration  in  the  window  DATAS. 


:  MONITOR. HCL 
VUPORT. CLEAR 

\  Request  user  supplied  inputs  and  produce  axis  of  graph 

CR  ."  ENTER  FULL  TRANSMISSION  RATIO  (CH  1)  "  GET. VALID.#  IRATl  := 

CR  ."  ENTER  FULL  TRANSMISSION  RATIO  (CH  2)  "  GET. VALID.#  IRAT2  := 

CR  ."  ENTER  H20  SLOPE  (CH  1)  ”  GET. VALID.#  SLPWl  := 

CR  ENTER  H20  SLOPE  (CH  2)  "  GET. VALID.#  SLPW2  := 

CR  ."  ENTER  HCL  WEAK-LINE  SLOPE  "  GET. VALID.#  SLPHl  := 

CR  ."  ENTER  HCL  STRONG-LINE  SLOPE  "  GET. VALID.#  SLPH2  := 

CR  ."  ENTER  HCL  STRONG-LINE  OFFSET  "  GET. VALID.#  OFST  := 

CR  ."  INPUT  MINIMUM  CONCENTRATION  "  GET. VALID.#  MX&MN  [  1  ]  :  = 

CR  .”  INPUT  MAXIMUM  CONCENTRATION  "  GET. VALID.#  MX&MN  [  2  ]  :  = 


\  Set  up  screen 


DATAS 

SCREEN. CLEAR 
AVERAGE 
SCREEN. CLEAR 
TEXTS 

"  HCL  PPM  "  YLABEL  ":= 
.8  LABPOS  := 

MAKE. AXES 
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514 

515  \  Begin  data  collection 

516 

517  CR  COLLECTING  DATA  " 

518  ZERO 

519  FX&IX  [  2  ]  1  DO 

520  KK  1  +  KK  :  = 

521  KK  XVALS  [  I  ]  := 

522  COLLECT 

523  COMMAND 

524  PROCESS . DATA 

525 

526  \  This  section  of  code  calculates  the  HCl  concentration.  First,  it 

527  determines 

528  \  the  transmissions  of  channels  1  and  2.  It  then  calculates  the  water 

529  \  concentration  from  the  channel  1  data  and  uses  it  to  subtract  out  the 

530  water 

531  \  contribution  to  the  channel  2  data.  With  the  corrected  transmittance,  the 

532  \  HCl  concentration  is  determined.  If  the  value  of  the  term  -10000*lnT/L  is 

533  \  less  than  25,  the  weak-line  calibration  is  used.  If  it  is  greater,  the 

534  \  strong-line  relation  is  used. 

535 

536  RATIOl  IRATl  /  TAUl  := 

537  RATI02  IRAT2  /  TAU2  := 

538  TAUl  LN  -4  /  100  *  SLPWl  / 

539  WATERCON  := 

540  TAU2  LN  -4  / 

541  WATERCON  SLPW2  *  100  /  - 

542  10000  * 

543  DUP 

544  25  < 

545  IF 

546  SLPHl  / 

547  HCLCONC  [  I  ]  := 

548  ELSE 

549  OFST  - 

550  SLPH2  / 

551  ** 

552  HCLCONC  [  I  ]  := 

553  THEN 

554  XVALS  [  I  ] 

555  HCLCONC  [  I  ] 

556  DRAW. LINE 

557  HCLCONC  [  I  ]  OLDVAL  := 

558  DATAS  SCREEN. CLEAR  HCL  CONCENTRATION  =  "  HCLCONC  [  I  ]  . 

559  .”  PPM  " 

560  TEXTS 

561  LOOP 

562  ; 

563 

564  \  This  word  prints  only  the  values  of  the  filter  channels  and  their 

565  \  respective  ratios  in  the  EVERY  and  AVERAGE  windows.  It  requests  a 

566  \  number  of  points  to  be  collected  and,  at  the  end  of  the  collection, 

567  \  prints  the  averages  of  the  three  ratios  over  this  total  number  of 

568  \  data  readings.  It  is  to  be  used  in  the  field  calibration  process, 

569  \  or  whenever  it  is  necessary  to  continuously  display  the  channel  signals. 

570  \  (such  as  during  aligment  or  while  waiting  for  sensor  warmup)  . 
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:  FIELD. CALIBRATE 
\  Begin  data  collection 

VUPORT. CLEAR 
DATAS 

SCREEN. CLEAR 
AVERAGE 
SCREEN. CLEAR 
TEXTS 

SCREEN. CLEAR 

."  NUMBER  OF  POINTS  TO  COLLECT-?  " 

GET. VALID.#  NPTS  := 

SCREEN. CLEAR 

CR  ."  COLLECTING  DATA  " 

ZERO 

0  FSUM  := 

NPTS  1  DO 
KK  1  +  KK  := 

KK  XVALS  [  I  ]  := 

COLLECT 
CCWMAND 
PROCESS. DATA 

FSUM  CHAN2  [  I  ]  +  FSUM  := 

LOOP 

FSUM  20  /  CR  ."  AVERAGE  COUNTS  =  " 

t 

p\jhis  word  is  used  in  the  laboratory  calibration  process.  It  displays  a 

\  the  EVERY^aS^AVERAGE°wlSows*^iid'the  sinale-Do-^t^?  displays  raw  data  in 
\  in  the  DATAS  window.  '  ^  single  point  transmission  values 

:  LAB . CALIBRATE 
VUPORT. CLEAR 

\  Request  user  supplied  inputs  and  produce  axis  of  graph 


CR 

CR 

CR 

CR 

CR 


•  '  ^^^ER  FULL  TRANSMISSION  RATIO  (CHI) 

.  "  ENTER  FULL  TRANSMISSION  RATIO  (CH2) 
ENTER  FULL  TRANSMISSION  RATIO  (CH4) 
INPUT  Y  MINIMUM  "  GET. VALID.#  MXSMN  [ 
.  INPUT  Y  MAXIMUM  "  GET. VALID.#  MX&MN  [ 


"  GET. VALID,#  IRATl 
"  GET. VALID.#  IRAT2 
"  GET. VALID.#  IRAT4 
■  1  ]  :  = 

2  ]  :  = 


DATAS 

SCREEN.  CLEAR 
AVERAGE 
SCREEN.  CLEAR 
TEXTS 

"  TRANS  "  YLABEL  ":= 
.7  LABPOS  := 

MAKE. AXES 


\  Begin  data  collection 
CR  ."  COLLECTING  DATA 
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628  ZERO 

629  FX&IX  [  2  ]  1  DO 

630  KK  1  +  KK  :  = 

631  KK  XVALS  [  I  ]  := 

632  COLLECT 

633  COMMAND 

634  PROCESS. DATA 

635  RATIOl  IRATl  /  TAUl  := 

636  RATI02  IRAT2  /  TAU2  := 

637  RATI04  IRAT4  /  TAU4  ;= 

638  OLDVLl  OLDVAL  := 

639  XVALS  [  I  ] 

640  TAUl 

641  DRAW.  LINE 

642  OLDVL2  OLDVAL  := 

643  XVALS  [  I  ] 

644  TAU2 

645  DRAW.  LINE 

646  OLDVL4  OLDVAL  := 

647  XVALS  [  I  ] 

648  TAU4 

649  DRAW.  LINE 

650  TAUl  OLDVLl  := 

651  TAU2  OLDVL2  := 

652  TAU4  OLDVL4  := 

653  DATAS  SCREEN. CLEAR  ."  TRANSMITTANCE S  ARE:  " 

654  TAUl  .  TAU2  .  TAU4  .  TEXTS 

655  LOOP 

656  ; 

657 

658  \  This  word  saves  data  in  two  files:  and  ASYST  formatted  file  that  can  only 

659  \  be  opened  by  ASYST,  and  an  ASCII  file  that  can  be  read  with  an  ordinary 

660  \  text  editor.  Specifically,  the  data  that  is  saved  is  the  4  raw  data  arrays 

661  \  (CHANl-4),  the  HCl  data  array  (HCLCONC) ,  and  the  array  of  corresponding 

662  \  data  point  numbers  (XVALS) . 

663 

664  :  SAVE. DATA 

665  KK  FX&IX  [  2  ]  := 

666  FILE. TEMPLATE 

667  HCLCONC  [] FORM. SUBFILE 

668  XVALS  [] FORM. SUBFILE 

669  CHANl  [] FORM. SUBFILE 

670  CHAN2  [] FORM. SUBFILE 

671  CHAN3  [] FORM. SUBFILE 

672  CHAN4  [] FORM. SUBFILE 

673  FX&IX  [] FORM. SUBFILE 

674  END 

675  CR  ."  NAME  OF  ASYST  DATAFILE?  " 

676  "INPUT  FILENAME  ":= 

677  FILENAME  DEFER>  FILE. CREATE 

678  FILENAME  DEFER>  FILE. OPEN 

679  1  SUBFILE  HCLCONC  ARRAY>FILE 

680  2  SUBFILE  XVALS  ARRAY>FILE 

681  3  SUBFILE  CHANl  ARRAY>FILE 

682  4  SUBFILE  CHAN2  ARRAY>FILE 

683  5  SUBFILE  CHAN3  ARRAY>FILE 

684  6  SUBFILE  CHAN4  ARRAY>FILE 
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7  SUBFILE  FX&IX  ARPAY>FILE 
FILE. CLOSE 

CR  NAME  OF  ASCII  DATAFILE?  " 

"INPUT  DEFER>  OUT>FILE 
KK  1  +  1  DO 

CR  HCLCONC  t  I  ]  .  XVALS  [  I  ]  . 

f  I  ]  •  CHAN2  [  I  ]  .  CHAN3  [  I  ]  .  CHAN4  [  I  ]  . 

xAJwir 

OUT>FILE. CLOSE 


\  ciata  from  a  saved  ASYST  file. 

\  with  plotted,  so  it  can  only  be  used 

\  with  files  created  by  the  MONITOR. HCl  word  (function  key  F7) . 


:  VIEW. DATA 

CR  NAME  OF  DATAFILE?  " 
"INPUT  FILENAME  ":= 

FILENAME  DEFER>  FILE. OPEN 
0  HCLCONC  := 

0  XVALS 
0  CHANl 
0  CHAN2 
0  CHAN3 
0  CHAN4 

1  SUBFILE  HCLCONC  FILE>ARRAY 

2  SUBFILE  XVALS  FILE>ARRAY 

3  SUBFILE  CHANl  FILE>ARRAY 

4  SUBFILE  CHAN2  FILE>ARRAY 

5  SUBFILE  CHAN3  FILE>ARRAY 

6  SUBFILE  CHAN4  FILE>ARRAY 

7  SUBFILE  FX&IX  FILE>ARRAY 
VUPORT. CLEAR 

XVALS  SUB[  1  ,  FX&IX  [  2  ]  ] 
HCLCONC  SUB[  1  ,  FX&IX  [21] 
XY. AUTO. PLOT 
"  HCL  -  PPM  "  YLABEL  ";= 

LABEL. AXES 
FILE. CLOSE 


\  assigns  the  various  words  to  their 

\  ’^P  screen.  Further  program 

\  control  is  then  accomplished  by  hitting  the  function  keys.  ^ 

:  RUN 


\  Set  up  graphics  display 

6  GRAPHICS. DISPLAY. MODE 
GRAPHICS. DISPLAY 
.3  .3  VUPORT. ORIG 
.7  .7  VUPORT. SIZE 
VUPORT. CLEAR 
LABEL. KEYS 
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FI  FUNCTION. KEY. DOES 

SENSOR.  ON 

743 

F2  FUNCTION. KEY. DOES 

SENSOR. OFF 

744 

f3  function. key. does 

HOOD. OPEN 

745 

F4  FUNCTION. KEY. DOES 

HOOD. CLOSE 

746 

F5  FUNCTION. KEY. DOES 

LAB . CALIBRATE 

747 

F6  FUNCTION. KEY. DOES 

FIELD. CALIBRATE 

748 

F7  FUNCTION. KEY. DOES 

MONITOR. HCL 

749 

F8  FUNCTION. KEY. DOES 

SAVE. DATA 

750 

F9  FUNCTION. KEY. DOES 

VIEW.  DATA 

751 

CR  ."  IS  HOOD  OPEN? 

(1=YES,  O^NO)  " 

752 

GET. VALID.#  DUP  HOODVAR  := 

753 

HOOD 

754 

SCREEN. CLEAR 

755 

1  =  IF 

756 

."  HOOD  OPENED  " 

757 

ELSE 

758 

."  HOOD  CLOSED  " 

759 

THEN 

760 

TEXTS 

761 

CR  . "  IS  SENSOR  ON? 

(1=YES,  0=NO)  " 

762 

GET. VALID.#  DUP  SENSVAR  := 

763 

SENSON 

764 

SCREEN. CLEAR 

765 

1  =  IF 

766 

."  SENSOR  ON  " 

767 

ELSE 

768 

."  SENSOR  OFF  " 

769 

THEN 

770 

TEXTS 

771 

t 

772 
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The  system  mechanical  drawings  that  accompany  the  Sensor  System 
Design  Manual  are  listed  in  Table  D.l. 

_ TABLE  D.l.  LIST  OF  SYSTEM  MECHANICAL  DRAWINGS _ 


Item 


Drawing  # 


Border  drawing 

Fixed  mirror  mount 

Adjustable  mirror  mount 

Adjustable  mirror  mount  plate  #1 

Adjustable  mirror  mount  plate  #2 

Mirror  hold-down  devices 

Mirror  mounting  rods 

Calibration  cell  holder 

Lens  mounting  plate 

Lens  mounting  ring 

Lens  retaining  ring,  washer 

Back  case  mounting  plate 

Instrument  cover 

Filter  wheel 

Timing  light  mount 

IR  source  form 

IR  source  insulation 

IR  source  insulation  case 

IR  source  case 

IR  source  rear  retaining  ring 
IR  source  front  aperture  and  heat  sink 


HCL-1 

HCL-2 

It 

HCL-3 


HCL-4 

n  tl 

HCL-5 

HCL-6 

It  It 

HCL-7 
HCL-8 
HCL-9 
HCL-1 0 

If  l« 

II  If 


HCL-11 

II  II 


